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A bioarti�cial renal proximal tubule is successfully engineered as a �rst step towards a bioarti�cial kidney for improved
renal substitution therapy. To engineer the tubule, a tunable hollow �ber membrane with an exterior skin layer that provides
immunoprotection for the cells from extracapillary blood �ow and a coarse inner surface that facilitates a hydrogel coating for
cell attachment was embedded in a �lab-on-a-chip� model for the small-scale exploratory testing under �ow conditions. Fibrin was
coated onto the inner surface of the hollow �ber, and human renal proximal tubule epithelial cells were then seeded. Using this
model, we successfully cultured a con�uentmonolayer, as ascertained by immuno�uorescence staining for �O-1 tight junctions and
other proximal tubule markers, scanning electron microscopy, and FITC-inulin recovery studies. Furthermore, the inulin studies,
combined with the creatinine and glucose transport pro�les, suggested that the con�uent monolayer exhibits functional transport
capabilities. e novel approaches here may eventually improve current renal substitution technology for renal failure patients.

1. Introduction

Hemodialysis has been widely used to treat patients suffering
from end-stage renal failure. With hemodialysis, millions of
renal failure patients in the world have not only survived,
but are also able to successfully perform certain levels of
social activities and functions. However, hemodialysis is still
inefficient as a renal replacement therapy. It only provides
intermittent blood �ltration and is unable to replicate the
important absorptive, metabolic, endocrine, and immuno-
logical functions of the natural kidney. To overcome such
limitations, Aebischer et al. �rst proposed the concept of a
bioarti�cial kidney that incorporates living epithelial cells
of the kidney proximal tubule for the selective transport
of water and solutes across the cell-attached membranes
[1, 2]. Humes et al. have developed a bioarti�cial renal
tubule assist device (RAD) using commercial hemodialysis

hollow �ber membranes based on this concept [3–6] and
conducted clinical trials on 10 to 40 patients with acute
renal failure; encouraging results were reported [7, 8]. Saito
et al. also developed a bioarti�cial renal tubule device
(�RTD) with a capacity of treating 10 L of ultra�ltrate per
day. Using proximal tubular epithelial cells in conjunction
with continuous hemo�ltration, the �RTD offers a potential
wearable, continuous renal replacement therapy for patients
with chronic renal failure [9–14].

In the development of a bioarti�cial kidney device, it
is critical to attain an appropriate hollow �ber membrane
supporting a con�uent monolayer of kidney cells to perform
the renal tubule functions. is membrane must provide
immunoprotection for the kidney cells on the inner surface
from the attack of the antibodies in the blood �owing outside
the hollow�bers. It should also serve as a barrier that prevents
albumin and other large molecules in the blood from leaking
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into the �ltrate through small gaps in the case of a noncon-
�uent cell layer. Previous researchers employed commercially
available �bers, such as polysulfone hollow �bers from
Minntech Dia�lter [3] and Fresenius F40 [4, 7], polyimide
and polysulfone hollow �bers from Minntech [12], Nipro
[10] andMillipore [14], and ethylene vinylalcohol copolymer
�bers from �uraray [12]. e commercially available �bers
may not be the optimal choice for reabsorption applications
for the following reasons. Firstly, they are intended for
hemo�ltration, hemodialysis, or other �ltration processes,
whereby the feed (i.e., blood) usually �ows inside the �bers.
Accordingly, the skin layer is designed to be on the inner
surface of the �bers, facing the liquid to be �ltered [15],
while the outer surface usually has pores as large as 1𝜇𝜇m
so as to lower �ltration resistance. To perform reabsorption
function, however, the �ltrate should �ow through the lumen
and the blood should �ow outside the �bers. In using the
commercial �ltration �bers for reabsorption, large molecules
in the blood that are to be rejected (including blood cells,
albumin, and antibodies) may be trapped in the large pores
on the outer �ber surface, resulting in the loss of important
serum substances. Problem may also arise with clogging
of the membrane, with high resistance against transferring
the reabsorbed substances back to blood. In addition, the
reabsorption conditions (e.g., �ow rate, pressure, and solute
transport requirement) are quite different from those in
dialysis. e optimal �ber diameter, pore size distribution,
and mechanical strength for reabsorption may not be the
same as those designed for �ltration. Also, the �ltrate �ow
is ∼19% of the blood �ow, and 99% of this �ltrate should be
reabsorbed back to the blood [16]. us, the total �ow rate
through the lumen of the reabsorption �bers would be much
less than in the �ltration �bers.is would affect the selection
of �ber diameter and number of �bers to be employed for
reabsorption. Furthermore, the inner surface of the hollow
�ber membranemust support a con�uent monolayer of renal
epithelial cells. e inner surface of current commercial
�ltration �bers is very smooth (pores in the skin layer are
<7 nm to stop albumin transport); this would not favor
the adhesion of the coating materials and cells. us, a
relatively porous inner �ber surface would enhance coating
adhesion for cell attachment. As a result, a tunable hollow
�ber membrane with an exterior skin layer that provides
immunoprotection for the cells from extracapillary blood
�ow and a coarse inner surface that facilitates a hydrogel
coating for cell attachment was developed previously [17].

In addition, to improve cell attachment, proliferation,
and differentiation on the hollow �ber membrane, coating
materials such as pronectin-L [5], pronectin-F [10], laminin
[4, 6, 18], and bovine collagen type IV [4, 14] were applied in
previous devices. However, such extracellular matrix materi-
als are typically expensive and limited, particularly if human
sources are needed, while animal sources, while abundant,
face regulatory issues in part due to possible transmissions
or contamination of undesirable agents such as endotoxins,
viruses, or even Bovine Spongiform Encephalopathy (BSE)-
causing prions [19]. In addition, the cost and abundance
may be an issue in the subsequent scale-up and large-scale
employment of such devices. Furthermore if a small quantity

(typically in 𝜇𝜇g/mL) is used for coating, this might lead
to poor attachment of cells to the hollow �ber membrane.
Indeed, cell detachment in the devices had been reported
previously up to 40% of the membrane area under perfusion
conditions [3, 11], leading to suboptimal performance of
these devices. Here, we proposed and studied the viability of
using �brin as a cell attachment and differentiationmatrix for
renal proximal tubule cells. Fibrin is formed by the polymer-
ization of �brinogen in the presence of the enzyme thrombin
[20–23]. It is a provisional matrix that is eventually replaced
by the cells’ own ECM.ematerial is inexpensive, approved
by FDA as a tissue sealant for clinical applications, and can
be autologous (directly isolated from the patients’ blood
plasma). Due to these advantages, �brin is commonly used in
tissue engineering applications such as the endothelialization
of PTFE gras [24, 25] for vascular engineering. However, its
potential use for renal tubule epithelialization of hollow �bers
has not been investigated.

Herein we described a novel ECM-hollow �ber mem-
brane combination that could signi�cantly reduce protein
adsorption in the outer surface and enhance renal cell attach-
ment on the inner surface. Human renal proximal tubule
epithelial cells were successfully cultured as a con�uent
monolayer and exhibit transport functions. e resulting
engineered tubule platform represents a useful and sig-
ni�cant step in the development of a bioarti�cial kidney
device.

2. Materials andMethods

2.1. Preparation of Hollow Fiber Membranes. Hollow �ber
membranes were fabricated as previously described [17].
Brie�y, polyethersulfone (PES, average molecular weight
(MW) = 51 kDa, BASF) and polyvinylpyrrolidone (PVP,
average MW = 25 kDa, Merck) were slowly added to N-
methyl-2-pyrrolidone (NMP) in a glass bottle at the desired
loading (18 and 10wt%, resp., unless otherwise speci�ed)
and stirred until a homogeneous dope solution was obtained.
e bore solution was a biocompatible oil, FC3283 (3M),
which is immiscible with neither water nor NMP, with a
density of 1820 kg/m3 and a viscosity of 1.4 cp. e dope
and the bore solutions were pumped into an extruder at �ow
rates of 0.08 and 0.05mL/min, respectively [26]. e exit of
the extruder was immersed in a coagulation bath composed
of 10 vol% NMP in H2O to perform wet spinning at room
temperature.

e resulting hollow �bers were guided by rollers and
wound up by a collection wheel at a speed of 0.3m/min.
Next, the �bers were immersed in deionized (DI) water for at
least 24 hr to remove residual organic solvent. ey were cut
into segments of desired length and �ushed with su�cient
DI water to remove the FC3283 oil in the �ber lumen.
One set of samples was freeze-dried and characterized by
scanning electronmicroscopy (SEM). Another set of samples
was immersed in a 35wt% glycerol aqueous solution for 1
day before drying at 70∘C for 24 hr. ese �bers were rinsed
extensively and autoclaved at 120∘C for 30min for hydrogel
coating and cell culture.
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2.2. “Lab-on-a-Chip” Bioreactor System. e system is com-
posed of a 1-inch hollow �ber membrane pretreated with
40% glycerol in PBS, a polydimethylsiloxane (PDMS) body
and a glass substrate. e PDMS body is created with
apical and basal chamber features using so lithography by
mixing Sylgard 184 base and curing agent (Dow Corning)
in the weight/weight ratio of 10 : 1, followed by applying
the elastomer mix into a Fullcure mold printed by a Polyjet
rapid prototyping machine (Objet Geometries Ltd, Rehovot,
Israel). e PDMS is cured for 4 hrs in a 70∘C oven, removed
from the mold, and further cured overnight at 70∘C. Finally
the hollow �ber, aer being treated with 40% glycerol for at
least 1 week, is dried and assembled into the PDMS body,
which is later bonded to a glass microscope slide using
silicone glue (Dow Corning).

2.3. Preparation and Perfusion of Cell-Seeded Hollow Fiber
Membrane in Bioreactor System. Using a syringe pump (New
Era Pump Systems Inc., Wantagh, NY), the chamber was
perfused continuously with 70% ethanol for 6 hrs and sub-
sequently with deionized water for 3 days at a �ow rate of 1-
2mL/min to wet out the dried hollow �ber and remove the
trapped glycerol.

To perform the �brin coating, the hollow �ber mem-
brane lumen was incubated with 5mg/mL bovine �brinogen
(Sigma Aldrich, St. Louis, USA) in phosphate buffer saline
(PBS) for 1 hr at 37∘C, then subsequently overnight at 4∘C.
Excess and unbound �brinogen in the hollow �ber was
removed by rinsing with sterile PBS before the introduction
of 50U/mL bovine thrombin (Sigma Aldrich) for 5–10 min-
utes to cross-link the adsorbed �brinogen. Any unbounded
thrombin and hydrogel were then �ushed out of the �ber with
thorough rinsing of sterile PBS.

Human primary renal proximal tubule epithelial cells
(RPTEC; Lonza Walkersville Inc, Walkersville, Maryland,
USA) were grown in tissue culture �asks (Iwaki, Tokyo,
Japan) using Renal Epithelial Growth Medium (REGM;
Lonza) up to 80% con�uency before use. Only cells up to
passage 4 were used for the experiments. e cells were
dislodged from the culture �asks with EDTA/�ersene. Aer
rinsing at low speed centrifugation, the cells were suspended
in the experimental medium consisting of Epithelial Cell
Medium-phenol red free medium (EpiCM-prf; ScienCell
Research Laboratories, Carlsbad, CA) supplemented with
epithelial cell growth supplement (EpiCGS; ScienCell) and
penicillin/streptomycin solution (ScienCell) at a concentra-
tion of 5 × 106 cells/mL and introduced into the �ber lumen.
e cells were incubated at 37∘C, 5% CO2 for 90 minutes
to allow for cell adhesion. e minibioreactor was rotated
90∘ and another seeding of cells was performed. is was
repeated 2 more times. In total, 4 seedings of cells were
done for complete seeding of the tubular hollow �ber in the
minibioreactor. e bioreactor was then perfused using a
syringe pump (NewEra PumpSystems Inc.) with a single pass
of the experimental medium through the extracapillary space
of the hollow �ber membrane for 2 days at 200 𝜇𝜇L/hr before
switching to intraluminal perfusion at 200𝜇𝜇L/hr under a
humidi�ed atmosphere of 5% CO2 at 37

∘C (see Figure 1).

e bioarti�cial renal proximal tubules were cultured and
conditioned under �ow for at least 7 days before immuno�u-
orescence staining and electron microscopy and 10–14 days
before the inulin recovery transport studies to assess the
functionality of con�uent cell monolayer in bioreactor.

2.�. �mmuno�uorescence Stainin�. e primary rabbit poly-
clonal (gamma-glutamyl transpeptidase (𝛾𝛾-GTP), Megalin,
Aquaporin-1 (AQP-1)) and mouse monoclonal antibodies
(CD13, Na+K+ adenosine triphosphatase (Na+K+ATPase))
were purchased from Santa Cruz Biotechnology Inc (Santa
Cruz, California, USA). Rabbit ZO-1 antibody, Alexa Fluor
488 conjugated phalloidin and MitoTracker, secondary
antibodies such as Alexa Fluor 488-conjugated goat-anti-
rabbit, and Tetramethyl rhodamine isothiocyanate (TRITC)-
conjugated goat-anti-mouse IgG were from Invitrogen
(Carlsbad, California, USA). Cy3 conjugated alpha-smooth
muscle actin antibody was purchased from Sigma Aldrich
while SGLT2 was fromAbcam (Cambridge, UK). To perform
immuno�uorescence characterization, the cell-seeded �brin-
coated �bers were preserved in 4% paraformaldehyde in PBS
for 15 minutes and rinsed thoroughly with PBS. Only the
section of �bers exposed to the extracapillary space was care-
fully removed from the bioreactor using a scalpel and cut into
small sections for further processing. For surface antigens
such as CD13, no permeabilization was performed prior to
blocking with PBS with 1% Bovine Serum Albumin (BSA;
Sigma Aldrich) for 30 minutes to inhibit unspeci�c binding.
Otherwise, permeabilization of the cells in the hollow �ber
sections was performed with 0.25% Triton in PBS followed
by blockingwith PBSwith 0.2%Tween (PBST) supplemented
with 1% BSA. is is followed by overnight incubation of
the primary antibodies at 4∘C. Secondary antibodies were
applied to the sections for 1 hr at room temperature before
they were costained for the cell nuclei using Hoechst 33342
(Invitrogen).

2.5. Electron Microscopy. For electron microscopy, the cell-
coated hollow �bers were �rst �xed in 2% glutaraldehyde
in culture medium and then dried in ethanol solution at
increasing volume percent concentrations (35 vol% in H2O,
50 vol% in H2O, 70 vol% in H2O, 80 vol% in H2O, 95 vol% in
H2O, 100 vol% and 100 vol%) for 60min each. e samples
were next dried in an Autosamdri 825 critical point dryer.
ey were cut at an angle of ∼45∘ from the �ber axis,
such that part of the inner surface was exposed for SEM
characterization.

2.6. Transport Characterization. Transport characterization
was assessed by inulin recovery studies under �ow and by
measuring the urea, creatinine, and glucose pro�les in a static
con�guration. e inulin recovery studies are based on the
methodology established by MacKay and coworkers [6] with
slight modi�cations. To assess the con�uent cell monolayer
along the inner surface of the hollow �ber and quantify the
inulin recoveries, FITC-inulin (Sigma Aldrich) at a concen-
tration of 40mg/dL was perfused into the minibioreactor
using a syringe pump set at 2.5mL/hr. Samples were collected
from the lumenal exit port to determine the concentration



4 International Journal of Tissue Engineering

(a) (b)

Syringe pump

HF chamber

ICS media

RPTEC monolayer

30G needle

Experimental ECS media

Hollow fiber

Collection reservoir

ECS media front

PDMS glass

(baseline, albumin, ouabain )

(c)

From pump To waste

ECS reservoirs

(d)

ICS reservoirs

(e)

F 1: (a) Schematic and (b) image of the �lab-on-a-chip� hollow-�ber bioreactor. Set-up for (c) inulin recovery perfusion studies, (d)
normal perfusion culture, and (e) static con�guration for urea, creatinine, and glucose transport studies.

for comparison to the infused concentration. A 0.03�� ID
Silastic tubing (Dow Corning) was connected to one of the
ECS ports closer to the lumenal exit port with the other
port capped. e reabsorption rate or the ECS out�ow rate
is determined by measuring the distance of the ECS effluent
movement in the tubing at 10min intervals for a total of
30min.ree experimental conditions were studied; the �rst
was a baseline condition with the experimental medium in
the ECS; the second was the experimental medium with
albumin (4.0 g/dL) to the ECS to simulate transport with an
oncotic pressure gradient; the �nal conditionwas experimen-
tal medium with albumin and ouabain (�mmol/L), a speci�c
inhibitor of Na+K+ATPase. ese solutions were injected

into the ECS through the PDMS body at the capped port
and allowed to equilibrate for 30 minutes before the start of
measurement.

To elucidate the urea, creatinine, and glucose pro�les of
the system, media reservoirs made from 200𝜇𝜇L yellow pipet
tip were attached to the luminal and ECS ports. A pressure
difference of 2 cm H2O was imposed across the cell-hollow
�ber, and samples (��30 𝜇𝜇L with same amount replaced)
were collected each day for a total of 3 days and assayed
using QuantiChrom kits (BioAssay Systems, Hayward, CA).
For the glucose transport studies, DMEM:F12medium (PAA
Laboratories GmbH, Pasching, Austria) supplemented with
10% serum (Hyclone; ermo Fisher Scienti�c, �altham,
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T 1: Transport characteristics of single �ber proximal renal tubules.

Absolute Fractional FITC-inulin FITC-inulin Flux
readsorption readsorption recovery concentration (LMH)
rate (𝜇𝜇L/hr) rate (𝜇𝜇L/hr) (%) ratio (𝐶𝐶out/𝐶𝐶in)

Cell free 200.1 ± 59.1 9.0 ± 2.3 88.6 ± 4.7 0.97 ± 0.05 30.3 ± 9.0
(baseline)
Baseline 12.2 ± 13.7 0.5 ± 0.6 104.0 ± 6.6 1.05 ± 0.06 1.8 ± 2.1
Albumin 25.9 ± 18.5 1.7 ± 1.5 104.0 ± 9.8 1.07 ± 0.11 3.9 ± 2.8
Ouabain 18.7 ± 16.7 0.7 ± 0.7 101.9 ± 6.5 1.03 ± 0.07 2.8 ± 2.5
Results are biologically replicated and expressed as mean ± standard deviation; 𝑛𝑛 𝑛 𝑛.

MA, USA) was used since serum was required for detection
of glucose metabolism [27].

3. Results and Discussion

e �bers used in the studies were developed for reabsorp-
tion and were previously characterized in terms of �ber
structure, strength, solute rejection, and protein adsorp-
tion [17]. In brief, these readsorption hollow �bers are
of outer diameter (780 𝜇𝜇m), inner diameter (490 𝜇𝜇m), and
�ber thickness (145 𝜇𝜇m) and have a dope composition of
18%PES/10%PVP/72%NMP. e rough inner surface of the
reabsorption �ber is a three-dimensional porous network of
large pores of ∼0.5𝜇𝜇m, while the smooth outer skin surface
consisted of dense nanometer-sized pores of <10 nm [17].
ese features would prevent undesired substances from
entering the �ber from the skin layer at the outer surface,
while enhancing the attachment of ECM and cells in the
porous inner surface. In contrast, commercial hemo�ltration
hollow �bers have smooth skin layers on the inner surface
with a rough outer surface; the roughnessmay adversely affect
the blood �ow due to the trapping and clogging of large
molecules from the blood (including blood cells, albumin,
and antibodies) into the large pores of the membrane.
e inner surface of current commercial �ltration �bers is
very smooth; this would be unfavorable for the adhesion
of the coated materials. us, the hollow �ber membranes
developed and employed here are more suitable to those for
hemo�ltration.

3.�. Con��ent T�b�lar Cell �onola�er For�ation with Fibrin-
Coated Hollow Fibers. Human proximal tubule epithelial
cells (RPTEC) were seeded and cultured under �ow in
the luminal space of the single hollow �ber coated with
5mg/mL �brinogen and 50U/mL thrombin in a �lab-on-
a-chip” minibioreactor (Figure 1(d)). �ithout the �brin
coating, it was observed that very few cells attached to the
inner surface of the hollow �ber membrane (see supplemen-
tary Figure 1 (available online at doi:10.1155/2013/319476)).
e cross-section and transverse view of a representative
immunostained section (Figures 2(a) and 2(b), resp., with
close-ups in Figures 2(c) and 2(d)) showed the successful
formation of a con�uent cell monolayer along the lumi-
nal surface of the �brin-based hollow �ber. Furthermore,
the RPTEC monolayer displayed an intact mesh-wire-like

�O1 morphology with no alpha-smooth muscle actin �ber
expression (Figure 2(d)). e con�uent cell monolayer in
�brin-coated hollow �ber also expressed proximal tubule
markers (CD13, megalin, 𝛾𝛾-GTP, numerous mitochondria)
and ion transporters (AQP-1, Na+K+ATPase, SGLT2) (Suppl.
Figure S2) with cell polarization (Suppl. Figure 2(d) insets).
F-actin was reorganized to thick bundles at the cell periphery
as previously observed by others under �ow conditions [28–
30].

Electron microscopy images of the inner surface of the
PES reabsorption �ber also revealed a con�uent RPTEC
monolayer (Figure 2(d)). Except for artifacts (e.g., voids le
by cell detachment in the sample preparation process), the
cells covered the entire inner surface of the hollow �ber and
demonstrated the correct polarization with many microvilli
facing the lumen (Figure 2(f) and inset). e presence of
microvilli could signi�cantly increase the surface area of cells;
this would be important for reabsorbing the useful substances
from the �ltrate (in the lumen) back to the blood (�owing
outside the hollow �ber). No microvilli were observed on the
cells from the side in contact with the �ber, con�rming the
desired cell polarization for reabsorption application.

3.2. Transport Characteristics of Cell-Seeded Hollow Fibers.
Inulin recovery studies were performed to elucidate the
transport characteristics of the reepithelialized �brin-coated
hollow �ber (Table 1). e cell-free �brin-coated hollow
�ber (reabsorption rate: 200.1 ± 59.1 𝜇𝜇L/hr) was signi�cantly
leakier than the cell-laden hollow �ber (baseline: 12.2 ±
13.7 𝜇𝜇L/hr). e inulin recovery for the cell free was also
signi�cantly lower (averaged 88.6 ± 𝑛.9%) when compared
to the cell-seeded hollow �bers (>95%). All the cell-loaded
conditions registered ratios greater than 1, implying that
the inulin in the feed solution is being concentrated as
water is being selectively reabsorbed. e average for inulin
concentration ratio of the cell-free hollow �ber was 0.97.
is usually high concentration ratio for the cell-free hollow
�ber may be due to the large reabsorption rate and small
ECS chamber volume (∼150 𝜇𝜇L); �uid in the ECS was quickly
replaced and equilibrated with the feed.e results suggested
that inulin recovery tests may be more practical and useful to
ascertain the con�uent integrity of the cell monolayer along
the hollow �ber than sample immunostaining for �O-1 tight
junction proteins [31] as it is not possible to reuse the �xed
and stained cell-loaded hollow �ber aerwards.
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F 2: Functionality of cell-hollow�ber as assessed by immuno�uorescence and electronmicroscopy. Epi�uorescent images of consecutive
sections of the immunostained cell-seeded hollow�ber for tight �unction��-1 (green),𝛼𝛼-SMA, andHoechst 33342 nuclei stain: (a) transverse
and (b) cross-sectional view of a representative hollow �ber section (scale bar = 5�� 𝜇𝜇m). Close-ups of the (c) cross-sectional view and (d)
transverse view (confocal image pro�ection) revealing a cell monolayer in the hollow �ber (scale bar = 1�� 𝜇𝜇m). (e) Scanning microscope
image of the cell-laden hollow �ber (black scale bar = 2�� 𝜇𝜇m) with the (f) close-up showing microvilli expression on the cell surface (black
scale bar = 5 𝜇𝜇m). Some regions of the images are out of focus due to the curvature of the hollow �ber.

To test whether the renal tubule reabsorption observed
with the baseline was driven by osmotic and oncotic pres-
sures as is in vivo, we looked at the effects of albumin
and ouabain addition in the ECS on various key transport
indicators, particularly the reabsorption rate. e addition of
albumin increased the absolute reabsorption rate to 25.9 ±
18.5 𝜇𝜇L/hr (Table 1). Adding ouabain, a speci�c inhibitor
of Na+K+ATPase, attenuated this effect and reduced the
reabsorption rate to 18.7 ± 16.7 𝜇𝜇L/hr, closer to baseline
levels. e large variation in reabsorption rates observed
is due to the biological replications of different RPTEC-
laden hollow �bers used but the trend between the baseline,
albumin, and albumin + ouabain is the same for each hollow
�ber (Figure 3). ese results, particularly the ouabain data,
suggested that the �uid reabsorption observed with the renal

epitheliali�ed �brin coated hollow �bers ismediated by active
transport.

Furthermore, we also looked at the urea, creatinine, and
glucose transport pro�les across the cell-lined hollow �ber
under static conditions up to 3 days (Figure 4). e increase
in urea concentration at the basal (ECS) side suggested
reabsorption of urea across the intact epithelium-hollow
�ber; this may be normal as approximately 5�% of urea
in the ultra�ltrate is reabsorbed back into the peritubular
capillaries. However similar to creatinine not absorbed across
the proximal tubule epithelium in vivo, there was virtually no
creatinine leakage across the cell-hollow �ber as shown by
the unchanged concentration for the ECS (basal) sample; this
also indicated the con�uency of the cell monolayer lining the
hollow �ber. �lucose transport was detected for at least a day
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bioarti�cial proximal renal tubules subjected to baseline, albumin,
and albumin + ouabain conditions. e biologically replicated data
is represented as mean ± standard deviation; 𝑛𝑛 𝑛 𝑛.

as determined by an increase in glucose concentration in the
ECS side from 306±2𝑛mg/dL to 317±20mg/dL.e volume
of the apical (ICS) side for the urea, creatinine, and glucose
did not change much since we are using a larger volume
(∼750𝜇𝜇L) compared to the basal side (∼250𝜇𝜇L); therefore the
concentration on the apical (ICS) side was less sensitive to
change. Overall, the transport studies in combination with
our immuno�uorescence characterization suggest that �brin
offers a suitable cell attachment platform for RPTEC mono-
layer formation under perfusion conditions. us, a func-
tional renal proximal tubule is successfully engineered here.

3.3. Discussion. e results here represent the initial impor-
tant steps in the development of a bioarti�cial renal assist
device to supplement current renal substitution therapy by
adding reabsorptive, metabolic, and endocrine functions of
the kidney. Although this concept is not new and goes
back for more than 20 years, our research here offers new
approaches to the �eld with hollow �ber membranes that are
customized for engineering renal tubules and a previously
unused extracellular matrix material for renal epithelializa-
tion in these membranes.

Previously, expensive and limited extracellular matrix
materials are typically used for coating the inner surface of
the hollow �ber to attach the renal cells. As a result, a small
quantity (𝜇𝜇g/mL) is used, and this might not sufficiently
support cell attachment to the hollow �ber membrane. Since
�brin is inexpensive, more coating material may be used
(mg/mL). �ere, we demonstrated that �brin is an excellent
cell attachment matrix in our hollow �ber membranes as it
promoted the differentiation of renal proximal tubule cells
into con�uent cell monolayer along the inner surface. is
may be due to the fact that �brin is a provisional wound
healing matrix that is replaced by the ECM secreted by
the cells. us, we allowed the cells to develop their own
ECMwhich in turn resulted in excellent epithelialization.e
promising results here demonstrated its feasibility and that a
renal proximal tubule can be successfully created using �brin-
based technology.

In the process, we have also established a useful “lab-on-
a-chip” bioreactor systemwithmethodologies for small-scale
testing and optimization of RPTEC and hollow �ber mem-
brane performance under �ow conditions.is minibioreac-
tor is useful for low-cost exploratory research since it might
be expensive to set up a large-scale cartridge to test the
viability of a hollow �ber membrane or coating material.
In addition, the minibioreactor may have applications in
pharmacology and toxicology as our model mimics in vivo
closer in terms of �ow and 3� tubular con�guration. Also,
it would be important to determine the long-term viability
of the con�uent monolayer along the hollow �ber using
blood ultra�ltrate instead of culture medium. Preliminary
studies with the experimental medium at a �ow rate of
200 𝜇𝜇L/hr showed cell con�uency up to 22 days (data not
shown). It would also be interesting to elucidate the effects of
�brin concentration, the magnitude of �ow rate and medium
content on the proliferation and maintenance of the cell
monolayer grown on the �brin coating in the hollow �ber.

A subsequent step of the project would be to develop a
scale-up version of the engineered renal tubule. Preliminary
calculations show that our technology has the potential to
overcome disadvantages associated with commercial prod-
ucts mentioned previously. �ased on the �ux determined
for the albumin condition (Table 1), a scale-up device with
1m2 surface area can reabsorb approximately 3.9 L of �uid
per hour. For continuous hemo�ltration of 10 liters per
day [10] where 99% of the blood ultra�ltrate is reabsorbed
back, a 0.1m2 surface area is required; this is an achievable
surface area for an extracorporeal wearable device which
we are interested to develop. Furthermore, one disadvantage
of using commercial hollow �ber cartridges is that the
speci�cations of these hemo�ltration cartridges such as the
�ber lengths and the number of �bers are �xed. For example,
�umes et al. used large cartridges of �ber length 17 cm [5]
while Ozgen et al. used cartridges of �ber length 17 cm and
34 cm [10]. ese lengths might be ideal for high blood �ow
rates where hemo�ltration is typically performed at the range
of 300mL/min. �owever, for slower �ow in the range of
20mL/min as suggested by MacKay and coworkers [6] and
used by Ozgen et al. [10], it is likely that the pressure drop
across the long hollow �ber leads to unfavorable pressure
gradient across the cell-hollow �ber layer towards the exit
end, and consequently the performance of the device is sub-
optimal. Furthermore, the typical length of proximal tubules
in vivo is about 1.4 cm where 67% of �uid is reabsorbed
back in the nephron of the kidney. e effect of the �ber
length on the reabsorption rates is an interesting subject that
warrants further investigation. In addition, it may be better
to “tailor-made” the renal tubule assist device according to
each individual patient’s physiological characteristics such as
blood pressure. �ith our hollow �bers, we can customize
not only the �ber diameter and �ber length but also the
number of hollow �bers to optimize the performance of
the engineered bioarti�cial renal tubules and meet each
individual patient’s speci�cations.

e results here suggest successful engineering of a func-
tional bioarti�cal renal proximal tubule using our approach.
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F 4: (a) Urea, (b) creatinine, and (c) glucose concentration in the luminal (dashed line) and ECS (solid line) compartment of the cell-
loaded hollow �ber under static conditions. e biologically replicated data is represented as mean ± standard deviation; 𝑛𝑛 𝑛 𝑛.

However, the technology presented here is still in its infancy.
Optimization such as membrane readsorption and bioactiv-
ity characteristics, hydrogel coating concentration, and the
long-term viability of the cells is also needed for improved
bioreactor performance. For example, membranes can be
further developed to facilitate better adhesion of coating
for improved cell monolayer proliferation, formation, and
differentiation in the system [32, 33]. In vivo evaluation is also
required to assess the full functionality of the renal cells in the
�brin-based system. �evertheless, many challenges remain,
such as the limited and inexpensive source for healthy
functional primary proximal tubule cells. For a full-scale
device, up to 109 functional cells per device may be required.
While fresh primary human kidney cells have been used in
such devices [18], it would be a challenge to procure such cells
formass production tomeet the demand formass production
since healthy organs are prioritized for transplant. Some of
the cell lines used previously in large-scale bioreactors are
epithelial progenitor cells [5] and immortalized cells [10].
However, they typically do not exhibit the full functionalities
found in primary cell lines although Wieser et al. have
recently reported the successful immortalization of human
proximal tubule epithelial cells without transformation or
loss in functionalities using forced expression of hTERT [34].
Another approach that researchers have taken is to transfect

a stable and poorly functional kidney cell line such asMDCK
and LLC-PK1 cells to improve their transport capabilities
[9, 35]. For example, Saito et al. have transfected and stud-
ied AQP1-transfected LLC-PK1, reporting improved water
transport capabilities of these cells on membranes [9]. us,
it is then useful tomultitransfect these stable or immortalized
kidney cell lines with the various ion transporters such as
SGLT2 andGLUT2 to improve cell performance. In addition,
the hollow �ber membrane should be further developed to
provide higher �ux capabilities. Our cell-free �brin-coated
hollow �bermembranes have a calculated water permeability
of 8.4 × 10−4 cm/s. However, this is still signi�cantly lower
than that in mammalian proximal tubules (0.07–0.7 cm/s)
[5]. e water permeability of an ideal membrane for renal
tubules should be equal to or higher than that value so that
it is not a limiting factor for �uid reabsorption by these
devices.

4. Conclusions

Wehave developed a hollow �bermembrane and investigated
a cell adhesion coating for renal tubule engineering in a bioar-
ti�cial kidney device. Unlike the conventional hollow �ber
membranes employed in dialysis, our reabsorption hollow
�ber membrane is designed with a skin layer at the outer
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�ber surface, which can reject undesired substances from
the blood �ow and minimize protein uptake on the �ber. Its
inner surface is featured with pores of up to 0.3 𝜇𝜇m in size,
facilitating the attachment of extracellular matrix coating on
the membrane. Together with a �brin coating, a con�uent
monolayer of human kidney renal proximal tubule epithelial
cells is successfully formed on the �ber inner surface under
�ow conditions in a “lab-on-a-chip” bioreactor system.ese
cells demonstrate the correct polarization for reabsorbing the
desired solutes fromglomerular �ltrate back to the bloodwith
transport functionalities.euse of reabsorption hollow�ber
membrane and �brin coating for better support of renal cells
provide very advantageous features for the development of an
improved bioarti�cial kidney device.
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