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Abstract. 
Auricular acupuncture has been described in ancient China as well as Egypt, Greece, and Rome. At the end of the 1950s, ear acupuncture was further developed by the French physician Dr. Paul Nogier. The goal of this study was to develop a new system for ear acupressure (vibration stimulation) and to perform pilot investigations on the possible acute effects of vibration and manual ear acupressure on heart rate (HR), heart rate variability (HRV), pulse wave velocity (PWV), and the augmentation index (AIx) using new noninvasive recording methods. Investigations were performed in 14 healthy volunteers (mean age ± SD: 
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 years; 9 females, 5 males) before, during, and after acupressure vibration and manual acupressure stimulation at the “heart” auricular acupuncture point. The results showed a significant decrease in HR (
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) and a significant increase in HRV total (
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) after manual ear acupressure. The PWV decreased markedly (yet insignificantly) whereas the AIx increased immediately after both methods of stimulation. The increase in the low-frequency band of HRV was mainly based on the intensification of the related mechanism of blood pressure regulation (10-s-rhythm). Further studies in Beijing using animal models and investigations in Graz using human subjects are already in progress.

1. Introduction
The Chinese have provided an ancient explanation of traditional acupuncture based on the principle of energy flow around the body in channels called meridians. This energy flow, called “Qi,” can be out of balance. Inserting acupuncture needles or stimulating acupoints using acupressure can reestablish harmony.
Using technology from western medicine, one can clearly measure the effects of acupuncture and acupuncture-like stimulation in the brain and periphery [1–3]. Computer-based monitoring of heart rate (HR) and heart rate variability (HRV) as well as innovative pulse wave analysis allow for diagnosis and prognosis concerning the functional state of the arteries and the heart, which is modulated by different centres of the brain [4]. Pulse wave velocity (PWV) is widely recognised as a direct marker of arterial stiffness. The augmentation index (AIx) is used more often as a parameter of wave reflection [5, 6].
Auricular acupuncture has been described in ancient China as well as Egypt, Greece, and Rome [7]. At the end of the 1950s, ear acupuncture was further developed by the French physician Dr. Paul Nogier. He systematically demonstrated that different regions of the ear and specific organs have definite functional relationships and dependencies. Due to these relationships, needling and/or stimulation of one or more ear acupuncture point can be performed to treat specific organ functions. Ear acupuncture points are also relevant for diagnostics in the field of auricular medicine. According to Nogier, a change in skin resistance at certain areas of specific ear acupuncture points is present in particular organic diseases [8–11]. 
The goal of this study was to develop a new system for acupressure (vibration stimulation) and to perform pilot investigations on possible acute effects of vibration and ear acupressure at the “heart” ear acupoint on HR, HRV, PWV and AIx in a group of healthy volunteers using new noninvasive recording methods.
2. Methods and Subjects
2.1. A New System for Ear Acupressure (Vibration Stimulation)
Two different methods were used for stimulating the “heart” ear acupoint. The first method uses a pen with a special electronic device inside. With this pen, mechanical vibration stimuli can be administered at a frequency of about 30 Hz. The tip of the equipment is made of stainless steel (material no. 4301) and has a diameter of 2 mm and a length of 7 mm (see Figure 1, left and bottom). The vibration starts once the contact pressure reaches about 1 N (100 g bearing pressure). The second method uses a commercially available point locator (Biegler GmbH, Mauerbach, Austria) from which the battery has been removed in order to avoid acoustic stimuli (see Figure 1, right). This pen was used for manual acupressure (without vibration).





	
		
	
	
		
	
	
		
			
		
		
			
		
	


	
		
			
		
		
			
		
		
			
				
			
		
	


Figure 1: New instruments for acupressure (vibration) stimulation used in ear acupuncture at the “heart” acupoint.


2.2. Recording Systems and Evaluation Parameters
An HRV medilog AR12 (Huntleigh Healthcare, Cardiff, UK, and Leupamed GmbH, Graz, Austria) system was used for electrocardiographic (ECG) monitoring. The system is designed for a monitoring period of more than 24 hours. The sampling rate of the recorder is 4096 samples per second. Therefore, R-waves can be detected accurately. All raw data are stored digitally on a 32-MB compact flash memory card. After removing the card from the portable systems, the data can be read by an appropriate card reader connected with a standard computer. The R-peak time resolution is 244 microseconds, and the 
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 time resolution is 1,953 microseconds. The dimensions of the HRV recorder are 70 × 100 × 22 millimeters, and the weight is about 95 grams with batteries [12, 13].
HRV is measured as the percentage of change in sequential chamber complexes called RR-intervals in the ECG. The registration of HRV is performed using three electrodes (Skintact Premier F-55; Leonhard Lang GmbH, Innsbruck, Austria) on the chest (cf. Figure 2). HRV can be quantified over time by registering the percentage changes in the RR-intervals in the time domain as well as the changes in the frequency range by analysis of the ECG power spectra. The HRV parameters are recommended by the task force of the European Society of Cardiology and the North American Society of Pacing and Electrophysiology [14]. With new software (Huntleigh Healthcare, Cardiff, UK), the HRV is analysed and displayed in a novel way to evaluate the function of the autonomic nervous system. The mean HR, the total HRV, and the LF (low frequency)/HF (high frequency) ratio of the HRV served as the evaluation parameters [14]. This innovative analysis demonstrates how well the human body reacts to acupuncture [12].





	
		
			
		
		
			
		
		
			
				
			
		
	


Figure 2: The measurements took place in the lab of the TCM Research Center in Graz at the Medical University of Graz (with permission of all medical doctors and volunteers).


The methods for determining arterial stiffness and wave reflection parameters were noninvasive. The measurements were performed with a cuff applied to the brachial artery (cf. Figure 2). Arteriograph (TensioMed, Budapest, Hungary) is a new, noninvasive system that uses an entirely novel method to determine PWV and AIx. Signals can be detected from an upper arm cuff, even if it is overinflated by 35–40 mmHg beyond the systolic blood pressure, despite a completely closed brachial artery. For further explanations, see [5, 6]. 
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