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Biomaterials must meet certain fundamental requirements for their usage in living beings, such as biocompatibility, bifunctionality,
and sterilizability, without having chemical and structural changes.The biocompatibility of poly(lactic acid) (PLA) films, shaped by
compression, was evaluated after sterilization by ethylene oxide by a histological in vivo test withWistar rats and cytotoxicity in cell
adhesion in vitro. The cytotoxicity test was performed by the reduction of tetrazolium salt (MTT). Thermal and chemical changes
in PLA films concerning the proposed sterilization process and characteristics were not observed to evidence polymer degradation
due to sterilization. The analysis of the cytotoxicity by the MTT method has shown that the sterilized PLA films are not cytotoxic.
The adhesion and proliferation of fibroblasts on PLA films were homogeneously distributed over the evaluation period, showing
an elongated appearance with unnumbered cytoplasmic extensions and cell-cell interactions. By examining the biocompatibility
in a histological study, a mild tissue inflammation was observed with the presence of fibrosis in the samples that had been exposed
for 21 days in the rats’ bodies. PLA films sterilized with ethylene oxide did not exhibit cell adhesion in vitro and toxicity to the
surrounding tissue in vivo and they may be used in future in vivo testing, according to histological findings in Wistar rats in the
present study.

1. Introduction

Biomaterials must meet some basic requirements for use
in human beings, such as being biocompatible, having
no harmful effects on the locale, having biofunctionality,
presenting adequate mechanical characteristics to meet the
desired function for the time required, and being sterilizable,
without chemical and thermal changes in the material [1–3].

Sterilization is one of the most important requirements
for the use of biomaterials in human beings, since it proposes

the elimination of the microorganisms present in the mate-
rial, thus avoiding adverse effects associated with the use
of biomaterials. Currently, there are several physical and
chemical methods of sterilization, each with advantages and
disadvantages depending on the material used [4].

Most polymeric biomaterials have relatively low fusion
temperatures and are susceptible to degradation and/or
morphological degeneration at high temperatures; this pre-
cludes the use of sterilization methods that require high
temperatures [5].
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One of the most used methods to sterilize polymeric
materials is by ethylene oxide (EtO), given its excellent
antimicrobial activity [6, 7]. However, the employment of
this method has the disadvantage of unleashing adverse
effects upon living organisms ranging from skin irritation
to gastrointestinal disorders, central nervous system depres-
sion, neurological and cognitive impairment, hematological
disorders, increasing risk of spontaneous miscarriage, and
various types of cancer, in case of chronic exposure [8]. EtO
is used for polymers’ sterilization, but when the dimensions
are very small, its use should be avoided due to difficulty
in removing toxic waste in the residual sterilized material
[7, 8]. For this reason, the American agency “Food and
Drug Administration” (FDA, 1978) [9] recommends that
the concentration of ethylene oxide not exceed 250 ppm for
materials with a ratio of approximately 10 g.

The poly(lactic acid) (PLA) used in this study is a bio-
material used in biodegradable sutures, as a matrix for drug
release, biodegradable implants, and orthopedic support for
tissue growth (scaffolds) [2, 10–12] due to the fact that it
is bioresorbable and innocuous. PLA is a biodegradable
polyester obtained by polymerization of lactic acid. Lactic
acid is a chiral molecule which is present in stereoisomeric
forms D and L. Metabolism of L-lactic acid occurs in all
animals and microorganisms and does not exhibit toxic
degradation products [13].

For biomedical applications, the process of in vitro
degradation of PLA is influenced by factors such as molec-
ular weight, crystalline fraction, dextrorotation, presence
of comonomers, exposure time, concentration, temperature,
pH, porosity, dimensions, and other variables which influ-
ence the diffusion of water and EtO. In the in vivo system, the
implant site determines the increase or decrease of polymer
degradation rate. All of these parameters canmodify the PLA
degradation and hence the rate of release of lactic acid which
influences the cytotoxicity of the implants in vivo [14, 15].

Beyond the in vitro processes, the sterilization, as men-
tioned before, also has influence upon biological, chemical,
thermal, andmechanical properties of biomaterials, as well as
biocompatibility. Facedwith facts, it has become fundamental
to understand the interactions and reactions that happen
between material and tissue.

Aiming to progressively increase the research in the
biomaterial sector and the processes that are submitted to
this type of material and what they can bring to human
beings, this pilot study pursues the evaluation of sterilization
by ethylene oxide and its consequences in PLA properties, as
well as its histological evaluation and biocompatibility.

2. Materials and Methods

The poly(DL-lactic acid) used is of medical grade, PURA-
SORB brand, manufactured by the Dutch company Purac,
being encoded in this study as PLA.

The experimental group of rats for the preliminary study
of biocompatibility comprised 5Wistar female rats, 5-6 weeks
of age (young adults), with a body weight between 300 and
350 g. The number of rats used in this study is reduced;
however, it is a minimal amount that allows representative

results to be obtained for the preliminary study proposal in
this study. The animals were obtained from Fundação de
Apoio Universitário (FAU) and Fundação Universidade do
Rio Grande (FURG).

The tetrazolium salt 3-(4,5-dimethylthiazol-2-yl)-2,5-
diphenyl tetrazolium bromide (MTT) (Sigma-Aldrich) was
used for the cytotoxicity test. The following culture media
were used: Dulbecco’s modified Eagle’s medium (DMEM)
(Gibco Invitrogen Corporation), gentamicin (Gibco) from
Novafarma; streptomycin/penicillin (Gibco) fromAché, sup-
plemented with 10% fetal bovine serum (FBS) (Gibco),
mouse fibroblast NIH-3T3 cells by American Type Cul-
ture Collection (ATCC CRL-1658), methanol > 99% purity
(Telemetrics Inc.), amoxicillin/clavulanate (GSK), xylazine
and ketamine (Vet Brands), mononylon 3.0 (Point Suture),
tramadol (generic Legrand), formaldehyde (Coremal), and
hematoxylin-eosin (Merck).

PLA films were obtained by compression molding in
equipment, Schulz brand, model PHS 15T, at the temperature
of 170∘C for 5 minutes.

The thermal properties of the films were measured before
and after the sterilization process by means of thermo-
gravimetry (TGA) on TGA equipment Shimadzu brand
TGA-50 (Japan), with a heating rate of 10∘C⋅min−1, with inert
N2 atmosphere (50mL⋅min−1) at temperatures of 20–800∘C
and by differential scanning calorimetry (DSC) on Shi-
madzu DSC-50 (Japan) equipment, using a heating rate of
10∘C⋅min−1 and flow of N2 of 50mL⋅min−1.

The chemical changes were monitored by Fourier trans-
form infrared (FTIR) spectroscopy on equipment of the
Thermo Scientific Nicolet brand IS10 (USA) in the range
of 4000–550 cm−1 using attenuated total reflectance (ATR)
mode, using diamond crystal.

The PLA films were sanitized with first washing with
double purified water, followed by drying with sterile com-
pressed air and then by a sonication process with enzy-
matic compounds seeking to improve detachment of possible
residues. After hygienization, the PLA films were sterilized
with ethylene oxide following the mechanical aeration pro-
cess, hyperventilation, and natural aeration for 24 hours
(in an accredited company in the city of Caxias do Sul,
Brazil). The hygienization and sterilization parameters used
in this study were also applied in other studies of the group
[16, 17]. According to the FDA (1978), aeration for 96 h at
room temperature is recommended for all polymers, except
for poly(vinyl chloride) (PVC). The enzymatic detergent
used for hygienization was Endozime� AW Plus, which is
composed by amylase, lipase, protease, and carbohydrase,
with enhanced proteolytic action. Its function is to completely
remove all organic material with corrosion inhibition. The
composition also includes isopropyl alcohol, the group of
amylases, proteases, lipases, carbohydrases enzymes, non-
ionic detergent dye, perfume, and water.

The cytotoxicity and cell adhesion tests were performed
using cells of fibroblast NIH-3T3 rats (Pontifical Catholic
University of Rio Grande do Sul, Porto Alegre, Brazil). Cells
were grown in 75 cm2 flasks containing Dulbecco’s modified
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Eagle’s medium (DMEM), Dulbecco’s growth medium, gen-
tamicin (0.025 g⋅L−1), and streptomycin/penicillin (0.1 g⋅L−1)
and supplemented with 10% fetal bovine serum (FBS) in a
humidified atmosphere at 37∘C with 5% CO2. Cells had been
grown to confluence and then used for evaluation.

The cytotoxicity assessment was done in accordance with
the ISO 10993-5 evaluation of mitochondrial function by
reduction of the tetrazolium salt MTT. Sample extracts were
prepared in DMEM. PLA films (3 cm2⋅mL−1), after steriliza-
tion with EtO, were placed in DMEM for 24, 48, and 72
hours and incubated in a humidified atmosphere at 37∘Cwith
5% CO2. Negative control with DMEM, as well as positive
control (0.1 g⋅mL−1) of copper sulfate, was also included in the
cytotoxicity tests. The suspension of NIH-3T3 cells had been
adjusted and seeded at a density of 0.5 × 104 cells/well in 96-
well plates and incubated for 24 hours for adherence. From
these samples, 50 𝜇Lwas extracted and incubated for 24 hours
at 37∘C with 5% CO2. Right after the incubation, the growth
medium in each well was removed and the wells were rinsed
with phosphate buffered saline (PBS). Further, 10% of MTT
solution (5mg⋅mL−1) in DMEM was added to each well and
incubated for 4 hours. Finally, the mediumwas replaced with
100 𝜇L dimethyl sulfide (DMSO) to solubilize the crystals
formed by the living cells. The absorbance was measured in a
spectrophotometer (microplate reader, Bio-Rad) at 570 nm.
The absorbance values obtained were normalized against
the negative control as 100% viable cells. All samples were
produced in triplicate.

Cell adhesion was evaluated using PLA films with a
0.5 cm diameter. The films were placed in 6-well cell culture
plates and NIH-3T3 cells were adjusted and seeded at 1.5
× 104 cells in DMEM. After the culturing period of 24, 48,
and 72 hours, the films containing the cells were washed in
phosphate buffered saline (PBS) and fixed inmethanol.Then,
they were dyed with hematoxylin-eosin and observed under
an optical microscope (OM) (Nikon) (Pontifical Catholic
University of Rio Grande do Sul, Porto Alegre, Brazil) at 400x
magnification.

Statistical analyses in the study for cell adhesion were
performed using a one-way analysis of variance (ANOVA)
(GraphPad Prism 6.0, GraphPad Software, Inc.) employing
Dunnett’s test to compare results of test cultures with those
of the negative control. In all cases, the level of statistical
significance was set at 𝑝 < 0.05. The results were expressed
as mean ± standard deviation of the mean (𝑛 = 3).

The preliminary histological study of the PLA films, in
vivo, was performed on Wistar rats. It is recommended
that laboratory animal care follow the guidelines of animal
practices, such as the “Guiding Principles in the Care andUse
of Animals for Scientific Purposes” (University of Caxias do
Sul, Caxias do Sul, Brazil) [18–20].

The animals were properly secured in special individual
cages and were housed in proper dormitories respecting the
light-dark cycle of 12 hours (from 7:00 to 19:00). Temperature
and humidity were kept between 23 and 26∘C and 62 and
68%, respectively, in a controlled environment. Feeding was
performed with water and food for specific rats. Prophylaxis
was made using antibiotics against bacterial infections 5 days

before and 5 days after surgery, using 320mg of amoxicillin
+ potassium clavulanate in 500mL of water that was avail-
able without restriction to the animals. The induction of
anesthesia with 2% xylazine (50mg⋅kg−1) and 10% ketamine
(50mg⋅kg−1) intraperitoneally was performed.

During surgery, when required, anesthesia was reapplied
to 1/3 of the induction dose. PLA films with dimensions of 1
× 1 cm, previously sterilized, were placed subcutaneously in
the rats for biocompatibility analysis. After anesthetizing the
animals with ketamine and xylazine, two skin incisions were
made, measuring approximately 1.5 cm each. An incision was
made in the dorsal region (right side), while the other was on
the left dorsal region of the second level and third vertebral
body of the lower back. The PLA film was placed in the
subcutaneous incision in the right side, with the suture being
carried out with simple points with mononylon 3.0 for skin
closure. On the left side, the same skin closure was performed
without placing the material subcutaneously.

After the surgical procedure, an injection was performed
by applying 0.7mL of tramadol 0.5mg⋅mL−1 in the posterior
cervical region as a single dose. The animals were placed in
separate individual cages with food andwater ad libitumuntil
sacrifice.

The removal of subcutaneous PLA films of the mice was
performed after 14, 21, and 28 days. The material in each
drawing was washed with distilled water and dried in a
desiccator for a period of 24 hours.

PLA film (10 × 10mm) was then removed and stored in
a proper container for chemical and thermal analysis: DSC,
TGA, and FTIR. Then, an excisional biopsy was made in the
subcutaneous tissues and muscle adjacent to the incisions
in the right hemiback (around the implant) and in the
left hemiback, measuring approximately 1.5 × 1.5 cm. Tissue
samples were placed in a container with a 10% formaldehyde
solution for histological analysis. The analysis intended to
assist in verifying the inflammatory tissue reaction triggered
by the material. Each layer (subcutaneous and muscle) was
placed in containers with different numbers, without reveal-
ing to the pathologist which dorsal area would be analyzed.
The same procedure took place on the 21st and 28th days.
The samples taken from the lab mice to perform biopsy were
then tested for biocompatibility, submerged in phosphate
buffered saline (PBS), fixed with 4% formaldehyde in PBS,
dehydrated in alcohol, embedded in paraffin, sectioned in
slices of 4 𝜇m, and stained with hematoxylin-eosin. At least
three serial slices of each block were analyzed independently
by two experts using opticalmicroscopy, in search of a cellular
inflammatory response and for assessing the thickness of
the fibrotic capsule around the material. The extent of the
inflammatory response was quantified by the presence of
inflammatory cells (polymorph nuclear leukocytes, lympho-
cytes, macrophages, and foreign body giant cells), fibrin,
exudates, necrosis, and vascularization [21]. The presence
of inflammatory markers was graded from 0 (absent) to 3
(abundant).The thickness of the peri-implant fibrotic capsule
was defined as the gap between the edge of the adjacent
fibrous tissue and the muscle or the adipose tissue adjacent
to the fibrotic capsule [22, 23].
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Figure 1: FTIR of PLA before and after the hygienization and
sterilization process.

3. Results and Discussion

In this study, the following code has been used to identify
the samples: PLA (PLA); PLA after hygienization process
(PLA hyg.); PLA after hygienization and sterilization pro-
cesses (PLA ste.); PLA after hygienization and sterilization
processes, not used in implant (PLA, 0 days); PLA after
hygienization and sterilization processes after 14 days of in
vivo exposure (PLA, 14 days); PLA after hygienization and
sterilization processes after 21 days of in vivo exposure (PLA,
21 days); PLA after hygienization and sterilization processes
after 28 days of in vivo exposure (PLA 28, days).

Figure 1 shows the infrared spectra of the PLA before
and after the hygienization and sterilization process. The
characteristic bands of PLA are at 2995–2945 cm−1 related
to the C-H stretching (CH3), at 1748 cm−1 related to the
stretching of C=O, at 1453 cm−1 attributed to deformation
CH3 group, and at 1181 cm−1 related to the symmetrical
stretching of CO, and three bands at 1128, 1082, and 1043 cm−1
are related to the symmetrical stretching of C-O-C; the PLA
characteristic bands are in agreement with the literature
[24, 25]. The absence of a broad band and high intensity in
the region of 3500–3000 cm−1 (OH stretch characteristic of
the carboxylic acid) indicates the absence of PLA hydrolysis
products (lactic acid and/or pyruvic acid) [26]. As the PLA
is a polyester, hydrolysis of by-products would be expected,
due to the heat treatment resulting in the production of
films and to hygienization and sterilization; instead, the
infrared spectra showed no bands that could be attributed
to degradation products of PLA (by hydrolysis), both before
and after the hygienization and sterilization processes, which
shows that the hygienization and sterilization processes did
not promote the degradation of the PLA.

In FTIR analysis of PLA samples after implantation in
rats with different exposure times (Figure 2), one can observe
the appearance of a band (from 14 days after exposure),
although it is of lower intensity in the region 3200 cm−1 due
to hydrolysis of the films. Every material implanted in vivo
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Figure 2: FTIR spectrum of PLA samples with different times of
exposure in the animal body.
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Figure 3: DSC thermograms of the PLA before and after the
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has been affected by the surrounding environment. Water is
the main component of body fluids and directly influences
the degradation mechanism [27].

In DSC analysis, only the first heating run was performed
for each sample because the aim of this study was to evaluate
the behavior of the treatments and periods in vivo under
PLA. Such effects could not be observed in the second heating
event, due to destruction of thermal history of the material.

The thermal characteristics of PLA in the DSC are shown
in Figure 3 before and after the hygienization and sterilization
process.

The poly(DL-lactic acid) is amorphous, while the poly(L-
lactic acid) and poly(D-lactic acid) are semicrystalline. The
glass transition temperature (𝑇𝑔) is within the range of 50 to
80∘C while the melting temperature (𝑇𝑚) can vary from 130
to 180∘C [24].

It was found that the sterilization process had caused a
shift to lower temperatures of𝑇𝑔, attributed to the absorption
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of water by the PLA in the hygienization and sterilization
process.

Figure 4 shows the DSC thermograms and the 𝑇𝑔 values
of the PLA films after implantation in rats.

A reduction of PLA chains order was observed in the
in vitro transaction with the increase of the period of
implementation in the mice. This process consists in a better
organization of the polymeric chains of amorphous phase,
due to PLA’s thermal history.

The PLA presented a glass transition (𝑇𝑔) at 55.8
∘C, with

a tendency to move towards lower temperatures. This can
be attributed to degradation of the amorphous regions of
the polymer by hydrolysis; the structures showed mobility
at lower temperatures because of chain scission [28, 29], the
most obvious shift after 28 days of exposure of the polymer
to the animal organism. The absorption and hydrolysis
processes when tested in vivo favored the degradation of the
PLA [30, 31].

Figure 5 shows the thermograms of samples before and
after the hygienization and sterilization process when only
one mass loss event has been observed in both samples.

The hygienization and sterilization processes promoted
a decrease in the maximum degradation temperature in the
event of mass loss around the temperature of 360∘C. It is
suspected that this difference in behavior is related to hygien-
ization and sterilization procedures with ethylene oxide and
the drying process at 80∘C for 60min, conventionally used for
the treatment of mechanical aeration, hyperventilation, and
natural aeration for 24 h. The FDA (1978) recommends 96 h.

TGA thermograms of PLA samples after implantation in
rats with different times of exposure to the biological fluid
(Figure 6) revealed that the sample remaining in the rat body
for 28 days showed a significant decrease in PLA degradation
temperature (maximum), due to the start of the process of
biosorption and hydrolysis that favored the degradation of
PLA.

Cytotoxicity analysis in NIH-3T3 cells with polymer
extracts allows an evaluation of the ability of viable cells to
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Figure 5: TGA thermogram of the PLA before and after the
hygienization and sterilization process.
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Figure 6: TGA thermograms of the PLA samples with different in
vivo exposure times.

reduce the tetrazolium salt into formazan via mitochondrial
metabolic activity. Absorbance values measured considering
formazan salt reduction are directly related to cell viability
[32, 33].

Table 1 shows the average percentage of cell viability at
different times of culture with the polymer extract.

The results indicated that the extracts of the material
compared to the negative and positive controls have not
presented significant cytotoxicity (Table 1). We observed at
exposure time of 24 hours less cell viability (74 ± 13%) when
compared to other periods, up to 100% [34, 35]. This could
be due to a residual concentration of EtO present in the PLA
after sterilization which could be diffused in the DMEM in
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Figure 7: NIH-3T3 cells culture on PLA films at (a) 24 hours, (b) 48 hours, and (c) 72 hours and (d) control culture plate (400xmagnification;
bar: 100 𝜇m).

Table 1: Mean values and standard deviation of cell viability
percentage for periods of 24, 48, and 72 hours (∗𝑝 < 0.0001; NC:
negative control; PC: positive control).

Incubation periods (hours)
Group 24 h 48 h 72 h
PLA 74 ± 13% 118 ± 21% 118 ± 14%
NC 100 ± 13%
PC 11 ± 0.5%∗

the first 24 hours of extraction leading to an enhancement of
cytotoxicity compared to other extraction times.

Figure 7 shows the progress of adhesion and cell prolifera-
tion evaluated on themembrane in the time period evaluated.

The cells (mice fibroblast cells NIH-3T3) have a simi-
lar morphology to the homogeneously distributed positive
control cells, with elongated appearance and numerous cyto-
plasmic extensions and cell-to-cell interactions [36, 37]. Cell
proliferation was not evaluated in this study; however, it was
noticeable that cells that adhered onto PLA films have shown
an increasing proliferation trend with their respective time in
culture, that is, greater number of cells in the longer periods
in growth medium.

After polymer removal of the rat skin on days 14, 21, and
28, the material was washed with distilled water and dried in

a desiccator for 24 hours.Themorphology of the samples was
analyzed by OM (Nikon) at 200x magnification (Figure 8).

The remaining sample in the body of animals for 28 days
had a milky white color, losing the original transparency,
when compared with the starting sample and the sample after
14 days. Changes in PLA film color from transparent to matte
(whitish) were also observed in another study of the group by
colorimetric analysis [17]. According to Fukushima et al. [38],
this change of color is assigned to PLA degradation, which
changes the refractive index of the sample, which occurs as
a consequence of water absorption and/or the presence of
products resulting from the hydrolysis process.

Table 2 shows the results obtained after the histology
analysis of the tissue surface and deeper tissues throughout
the experiment, categorizing the analysis of the number of
weeks after surgery and also recording the number of samples
that have shown no inflammation or soft inflammation.

There was an increase in the number of samples that
showed mild inflammation in the side where the polymer
had been implemented, which should be expected after
insertion of a foreign body. There was also an increase in the
inflammatory response and fibrosis after the third week, in
the deep tissue of the left side. Despite higher prevalence of
inflammatory reaction in the samples featuring the polymer,
there was a very low prevalence and probably there will not
be interference with future tests.
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Figure 8: Micrographs (OM) of the samples: (a) PLA; (b) PLA, 14 days; (c) PLA, 28 days of in vivo testing.

Table 2: Results of histological analysis of surface tissue for the three
periods of exposure.

Without inflammation Mild inflammation
Number of rats Number of rats

(%) (%)
Superficial tissue

With polymer 2 (40) 3 (60)
Without polymer 5 (100) 0 (0)

Deep tissue
With polymer 2 (40) 3 (60)
Without polymer 5 (100) 0 (0)

Days after surgery
(left dorsal area)

14 3 (75) 1 (25)
21 2 (50) 2 (50)
28 1 (50) 1 (50)

4. Conclusion

In this study, PLA films underwent hygienization and ster-
ilization with ethylene oxide. Chemical changes were not
observed in the procedure for hygienization and sterilization
of PLA samples, indicating that the polymer did not show
evidence of deterioration due to treatments under natu-
ral aeration. Changes in thermal properties indicated the
occurrence of characteristic processes of PLA such as water
absorption, hydrolysis, and change in color of the PLA sample

that was extracted after 28 days of in vivo tests, indicating
the beginning of the process of bioresorption. The extracts
analysis of the polymer showed good biocompatibility in
vitro, where themitochondrial activity was assessed as well as
the proliferation of cells in polymer films during the studied
periods andup to 72 hours.The conditions of sterilization and
hygiene proposed in this study for PLA films and changes in
their properties because of such processes have not inhibited
cell growth in vitro and have allowed the use of this polymer
in vivo.
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