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A comparison study on the performance characteristics and surface characterization of two different solid-contact selective
potentiometric thrombin aptasensors, one exploiting a network of single-walled carbon nanotubes (SWCNTs) and the other the
polyaniline (PANI), both acting as a transducing element, is described in this work. The molecular properties of both SWCNT
and PANI surfaces have been modified by covalently linking thrombin binding aptamers as biorecognition elements. The two
aptasensors are compared and characterized through potentiometry and electrochemical impedance spectroscopy (EIS) based on
the voltammetric response of multiply charged transition metal cations (such as hexaammineruthenium, [Ru(NH

3
)
6
]3+) bound

electrostatically to the DNA probes. The surface densities of aptamers were accurately determined by the integration of the peak
for the reduction of [Ru(NH

3
)
6
]3+ to [Ru(NH

3
)
6
]2+. The differences and the similarities, as well as the transduction mechanism,

are also discussed. The sensitivity is calculated as 2.97mV/decade and 8.03mV/decade for the PANI and SWCNTs aptasensors,
respectively. These results are in accordance with the higher surface density of the aptamers in the SWCNT potentiometric sensor.

1. Introduction

Biosensors based on electrochemical detection have been
extensively used to detect proteins [1–3]. They offer, in addi-
tion to selectivity and sensitivity, the possibility to detect the
target analytes in cloudy samples in a very simple and fastway.
Even though the electrochemical techniques employed, such
as amperometry, voltammetry, or electrochemical impedance
spectroscopy (EIS), provide these performance characteris-
tics, the relative complexity of the detection procedures and
the need for portable detectors enabling the detection of the
targets at the point of care motivate the development of more
rapid, cheaper, and simpler detection techniques.

Potentiometry is one of the most simple electrochemical
detectionmethods. Nanostructured biosensors based on field
effect transistors (FETs) are considered members of this type
[4, 5].Theminiaturized bio-FETs are able to detect nowadays
large molecules such as plasma proteins or even bacteria
[6, 7]. However, these devices display lowphysical robustness,

large response times, and poor reproducibility among indi-
vidual sensors. Moreover, they are usually developed using
microfabrication techniques, and consequently they display
high production costs. The appearance of potentiometric all-
solid-state aptasensors other than FETs made it possible to
overcome most of these problems [8].

Aptamers enable the development of cheap and sensitive
biosensors. Aptasensors, thanks to their relatively reduced
nucleic-acid-based nature, display several advantages over
the antibody counterparts developed for the same targets:
higher heat, pH and ionic strength stability, smaller size, and
in some cases higher selectivity [9]. Moreover, they can be
synthesized at low cost. Electrochemical biosensors incor-
porating aptamers as recognition elements are extensively
reported in the bibliography [10–14], although the translation
to commercialized devices is very scarce [15].

Düzgün et al. recently demonstrated the feasibility to
potentiometrically detect large analytes such as proteins using
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a nanostructured hybrid material (based on carbon nan-
otubes, CNTs) that incorporates thrombin binding aptamers
(TBAs) [16]. The main advantages of this detection system
are simplicity due to the two-electrode system used in
potentiometry, low cost, and real-time detection which make
it highly valuable for different types of applications. Zelada-
Guillén et al. showed that the same strategy could be applied
to quantify bacteria in real samples [17, 18]. The biosens-
ing mechanism is thought to be based on the superficial
restructuration of the aptamers lying onto the surface of
the single-walled carbon nanotubes (SWCNTs) when the
target analyte, displaying a very high affinity constant with
the aptamers, enters in contact with them. Johnson et al.
[19] have recently demonstrated that aptamers are self-
assembled to carbon nanotubes via 𝜋-𝜋 stacking interaction
between the aptamer bases and the carbon nanotubes walls
by using molecular dynamics. Since the phosphate groups
of the aptamers are largely ionized at pH 7.5, these negative
charges can be transferred to the carbon nanotubes. This
agrees with the decrease in the initial potential of the sensor
measured following the functionalization of the SWCNTs
with the aptamers.The presence of the target protein induces
a conformational change in the aptamer that separates the
phosphate negative charges from the SWCNT side walls [20]
inducing the subsequent increase of the recorded potential.
This mechanism is similar to the one reported by Levon’s
group in the development of a nucleic acid potentiometric
biosensor based on the hybridization of the complementary
DNA strands and using polyaniline (PANI) as a transducer
layer [21].The sensing mechanism was assigned to a different
interaction of the nucleic acid probes with the strongly
cationic polyaniline substrate.The conformational changes in
the nucleic acid probes caused by the selective hybridization
with the complementary strand provide the potential change
that is monitored.

Due to the similarity of the proposed sensing mech-
anisms, it would be interesting to compare between the
performances of the conducting polymers and the SWCNTs
as transducer elements in these potentiometric sensors. PANI
and SWCNTs show different characteristics in terms of mate-
rial nature, electrical conductivity, deposition procedures,
and thickness control of the transducing layer. Therefore,
it is worthwhile that the comparison of their performance
characteristics could provide us with an advantage in terms
of producing similar performance characteristics considering
the relatively simple spraying method that is used for SWC-
NTs.

The characterization of the aptamer-SWCNT-based
aptasensors, basically the number of aptamers linked for
unit length of carbon nanotube, is difficult due to the
specific nature of the substrate and the small size of the
nucleic acid segments attached to the carbon nanotube
walls. Electrochemical techniques could provide a suitable
methodology, although EIS studies cannot be applied directly
to the system due to the reduced conductivity on the sensor
surface made of semiconducting SWCNTs [22]. Surface
ligand density calculation as a part of electrochemical
characterization is a key factor in determining the source
of the potentiometric signal, as the classical Nernstian

theory is not applicable due to the lack of a thermodynamic
equilibrium at the sensor surface.

In this work, we conducted a comparative study of the
aptasensors to determine protein using both SWCNT and
PANI. We compared the sensitivity and the stability of the
sensors using TBA as a recognition layer and human alpha
thrombin as a target analyte. Furthermore, we characterized
the solid surface by measuring the total surface aptamer
density based on theCottrell equation [23, 24] assuming com-
plete charge compensation of the DNAphosphate residues by
redox cations.

2. Material and Methods

2.1. Instrumentation and Reagents. A Lawson (USA) mul-
tichannel potentiometer and a Metrohm (Switzerland)
Ag/AgCl reference electrode were used to perform the
potentiometric experiments. A Metrohm (Switzerland) lab-
oratory type pH probe was used for the pH detec-
tion using 3-standard calibration. A CHI Instruments
(USA) electrochemical workstation was used for cyclic
voltammetry (CV) experiments. An FEI Company (Nether-
lands) SEM-Quanta 600 is used to take the SEM image.
Aniline monomer, [Ru(NH

3
)
6
]3+ (hexaammineruthenium,

Ru[(NH
3
)
6
]Cl
3
), and H

2
SO
4
were purchased from Sigma-

Aldrich (Spain). Single-walled carbon nanotubes (SWCNTs)
were purchased from HeJi (China) in bulk form with >90%
purity, 150 𝜇m average length, and 1.4–1.5 nm of diame-
ter. 15-mer (5-GGTTGGTGTGGTTGG-3) 5-NH

2
and 15-

mer (5-GGTTGGTGTGGTTGG-3) 5-SH modified (with
a 3-carbon spacer) thrombin binding aptamers (TBAs) were
purchased from Eurogentec (Cultek, Spain) and Genemed
Synthesis Inc. (USA), respectively. Human 𝛼-thrombin was
supplied by Haematologic Technologies (Vermont, USA).
Elastase and BSA were supplied by Aldrich. Phosphate
buffer solution (PBS) is purchased from Panreac Quı́mica
(Spain). Glassy carbon (GC) rods were purchased fromHTW
(Germany). Aniline monomer (Aldrich) was distilled and
kept cooled at 4∘C. It was also kept in the dark to avoid any
potential photo-oxidation. Sodium dodecyl sulphate (SDS)
(Aldrich) was used as purchased.

2.2. Sensor Preparation. The solid contact sensors were pre-
pared by placing a 3mm diameter glassy carbon rod into a
teflon body with the outer diameter of 7mm. The tip was
polished firstly using a Buehler p4000 paper. Subsequently,
6 𝜇m diamond polish and 1 𝜇m grain size alumina powder
were used to obtain a smooth surface. Polished sensors were
bath sonicated for 30 minutes in Milli-Q water to clean
the alumina and diamond residues from the GC surface
before the electropolymerization and spraying processes.The
previously mentioned steps were the same for both SWCNT-
and PANI-modified sensors.

2.2.1. SWCNT Sensor. 25mg of the purified and dried SWC-
NTs was powdered in a marble mill and then dispersed in
10mL of Milli-Q water containing 100mg of sodium dodecyl
sulphate (SDS) to provide the solubility of SWCNT in water.
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The solution was sonicated for 30min at 2 s−1 in order to
achieve the maximum homogeneity of the dispersion. The
sonicated solutionwas sprayedwith approximately 1 bar pres-
sure onto the glassy carbon surface under a high temperature
(approx. 200∘C) air blower by spraying 35 times, dipping
the surface into Milli-Q water under stirring conditions at
intervals of 5 sprays so as to eliminate the SDS as its presence
decreases the conductance of the SWCNT network. We
deposited a layer of about 30 𝜇m thickness (measured with
SEM) of purified SWCNT onto the polished tip of a glassy
carbon (GC) surface. Lastly, to ensure the removal of the SDS,
the SWCNT sprayed GC rods were placed into CVD furnace
at 300∘C for 1 h under low air flow. The carboxylic groups
of the SWCNT were activated with a solution containing
200mMEDCand 50mMNHS [25] (dissolved inMES buffer,
50mM and pH 5.0).The GC surface containing the SWCNTs
was dipped in this solution for 30 minutes. To covalently
link the TBA to the walls of the SWCNTs through the
nucleophilic attack of the amine to the activated carboxylic
group, the sensor subsequently was dipped overnight in a
solution containing 0.001M PBS and 1 𝜇M 5-amine-TBA.

2.2.2. PANI Sensor. Polyaniline films were electropolymer-
ized onto the polished distal end of the glassy carbon rod
via cyclic voltammetry with a three-electrode system that
consisted of an Ag/AgCl reference electrode, a platinum wire
as a counter electrode, and a GC rod as a working electrode.
Prior to electropolymerization, GC rods were pretreated with
0.85V potential during 10 s for the activation of the surface.
Electropolymerization of aniline was carried out potentio-
dynamically on the GC rod within the potential range from
−0.15 to 0.85V in 0.5M H

2
SO
4
solution by applying 50

potential cycles at a sweep rate of 100mV/s. Finally, the
PANI-modified GC probe is dipped into 5 𝜇M TBA solution
overnight for the immobilization of the thrombin aptamer via
aromatic substitution at the conducting polymer surface [21],
obtaining in this way the potentiometric PANI aptasensor.

Both types of sensors were washed out thoroughly with
Milli-Q water to get rid of noncovalently attached aptamers.

2.3. Measurements. Cyclic voltammetry measurements for
both electropolymerization of PANI and ligand density cal-
culations were performed in a single compartment electro-
chemical cell with a 10mL volume. Supporting electrolytes,
H
2
SO
4
and hexaammineruthenium, were deoxygenated via

purging with nitrogen gas for 10min prior to measurements,
and nitrogen was bubbled during the experiments. Poten-
tiometric measurements were conducted in 5mL 5mM PBS
solution (pH = 7.5). This was important as to maintain the
physiological pH level for the aptamers and the thrombin.The
solution was stirred during the measurements at 1000 rpm.
The two-electrode system consisted of an Ag/AgCl reference
electrode and the developed GC sensor as the working
electrode.

2.3.1. Surface Density Measurements of TBA. The number of
the probe TBA-molecules that are covalently immobilized
onto PANI was calculated from the number of cationic redox

molecules of hexaammineruthenium forming ionic pairs
with the anionic TBA backbone. Charge compensation is
provided for the anionic phosphate groups in TBA by cations,
typically Na+, K+, and H+. These cations readily exchange
with other cations in the media [26] because the association
constant between cations and TBA phosphate increases with
the cation charge [27]. When a TBA sensor is placed in
a low ionic strength electrolyte containing a multivalent
cation, this latter cation exchanges with the native cation and
becomes electrostatically trapped at that interface [28]. The
trapped multivalent cation, hexaammineruthenium in our
case, due to its oxidizing character can be readily reduced
at the electrode as a surface-confined species. The resulting
charge at the surface can easily be calculated from the
cyclic voltammogram by integrating the suitable reduction
peak. In saturation conditions, the amount of surface-linked
hexaammineruthenium is proportional to the surface density
of aptamers attached to the carbon nanotubes and PANI
substrates. The objective was to characterize the electrode
surface by determining the total number and the density of
the TBA in both sensor surfaces and to explain the sensitivity
and stability differences that are observed between the two
studied sensors.

2.3.2. Potentiometric Setup. The EMF values recorded with
TBA-modified SWCNTs and PANI sensors were measured
against theAg/AgCl reference electrodewith a Lawsonmulti-
channel potentiometer in 5mM PBS solution to maintain
the low ionic strength. For the thrombin detection assay,
the potentiometric cells were introduced in a solution in
which successive aliquots of thrombin solutions were added
giving rise to a total thrombin concentration starting from
0.5 nM up to 800 nM, which is approximately the maximum
physiological levels in blood [29, 30]. Assays were performed
at solution temperatures of 37∘C.

3. Results and Discussion

3.1. Surface Ligand Density in Functionalized PANI and
SWCNTs. Voltammetric ΓRU is a directmeasure of the charge
density (inmol/cm2) of [Ru(NH

3
)
6
]3+ forming ion pairs with

the phosphate groups of the TBA-modified sensors [24, 31,
32]. It can be calculated from

ΓRu =
𝑄

𝑛𝐹𝐴

, (1)

where𝑄 is the charge obtained by the integration of the redox
peaks in the cyclic voltammograms of the hexaammineruthe-
nium coordination complex at saturation point (see Figure 1),
𝑛 is the number of electrons in the reduction reaction from
Ru(III) to Ru(II), 𝐹 is the Faraday constant, and 𝐴 is the area
of the working electrode.

The calculated ΓRu value can be directly converted to
the TBA surface density, ΓTBA, in molecule/cm2 using the
relationship

ΓTBA = ΓRU (
𝑧

𝑚

)𝑁

𝐴
, (2)
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Figure 1: CVs of the (a) PANI- and (b) SWCNT-based aptasensors at different hexaammineruthenium concentrations. In all cases, the sweep
rate was 0.1 V/s. The observed area under the average cathodic peak from 1𝜇M to 130𝜇M due to addition of hexaammineruthenium is used
for calculations in (1) and (2).

where 𝑚 is the number of nucleotides in the TBA, 𝑧 is the
charge of the hexaammineruthenium redox species, which
is 3 in our case, and 𝑁

𝐴
is Avogadro’s number. In order to

determine the surface ligand density, 1mM stock hexaam-
mineruthenium solution is added to the voltammetric cell
starting from 1 𝜇M up to 130 𝜇M hexaammineruthenium in
the presence of 5mM PBS until it is saturated as shown in
Figure 1. For each successive step, one CV cycle is recorded
after the addition of the corresponding amount of hexaam-
mineruthenium solution without any further modification
to the electrochemical cell. All of the CVs are overlaid and
shown for PANI (Figure 1(a)) and SWCNT (Figure 1(b)).

According to the data in Figure 1, in both sensors, the
CV has cathodic (reduction) and anodic (oxidation) peaks
associated with hexaammineruthenium, but the reduction
peak shifted negatively compared to hexaammineruthenium
withTBA, supporting that the signal originates fromhexaam-
mineruthenium bound in the TBA [33]. Ideally, there should
be no cathodic and anodic peak separations for a surface-
confinedmolecule. Peak separation can be induced by kinetic
control or interfacial electron-transfer rates comparable to
the scan rate. Other reasons for apparent “nonideality”
could be dissociation and association of [Ru(NH

3
)
6
]3+/2+

that accompanies the electrochemical process due to different
stoichiometric PO

4

3−/hexaammineruthenium ratios when
hexaammineruthenium is in the oxidized and the reduced
states [34]. These results also indicate that the hexaam-
mineruthenium is slightly more present at PANI surface.The
typical capacitive behavior of the carbon nanotube sensor is
observed in Figure 1(b). The area under the cathodic peak
(subtracting the capacitive contribution) is related to the total
amount of surface-confinedhexaamminerutheniumcomplex
that is reduced. According to the areas obtained under the
PANI and the SWCNTs peaks, there is a much higher charge
accumulation on SWCNT. These results could be due to the

larger surface area of the carbon nanotubes and to the higher
surface area density of the thrombin aptamer covalently
linked to the latter surface.

Average of the saturation charge value at 130 𝜇M is used
to calculate the hexaammineruthenium charge density, ΓRU
(mol/cm2). This value is 5.18 × 10−12mol/cm2 and 5.19 ×
10

−12mol/cm2 for PANI and SWCNTs sensors, respectively.
Placing this value in (2) gives the total surface aptamer density
per cm2. After estimating the approximate area of each sensor
(see (3)), the aptamer density on the surface can be easily
calculated.

According to IUPAC [35, 36], surface area of a nonmetal-
lic porous electrode surface can be estimated by determining
the apparent total capacitance of the electrode surface and
assuming that the double layer charging, that is, the capacitive
component, is the only process in the conditions where
voltammetric curves are recorded. We have estimated the
total charge (𝑄) by the integration of the average cathodic
peaks starting from 1 𝜇M to 130 𝜇M in the cyclic voltam-
mograms of the hexaammineruthenium in Figure 1 and
subsequently calculated the total capacitance,𝐶T, by dividing
it by the sweep rate following the expression 𝐶T = 𝛿𝑄/𝛿𝐸 =
𝐼𝛿𝑡/𝛿𝐸 = 𝐼/(𝛿𝐸/𝛿𝑡). The area of the sensor is obtained by
dividing the estimated total capacitance, 𝐶T, by the empirical
reference value, 𝐶∗ (10 𝜇F/cm2), used for the capacitance of
the purified SWCNTs [37], as follows:

𝐴 =

𝐶T
𝐶

∗
. (3)

Table 1 shows the values obtained from the addition of hex-
aammineruthenium to PANI- and SWCNTs-based aptasen-
sors. The obtained results show considerable differences in
the calculated surface areas for both sensors: 164.29 cm2
for SWCNTs versus 11.27 cm2 for PANI with standard devi-
ations of 25.7 cm2 and 2.16 cm2 for SWCNTs and PANI,
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Table 1: Calculated surface charge and ligand density values with the corresponding standard deviations (𝑁 = 3).

𝐴 (cm2) 𝑄 (C) ΓRU (mol/cm2) ΓTBA (molecule/cm2) 𝑁TBA at sensor surface
PANI 11.27 5.63 × 10−06 5.18 × 10−12 6.23 × 10+11 7.03 × 10+12
SWCNT 164.29 8.21 × 10−05 5.19 × 10−12 6.24 × 10+11 1.03 × 10+14
PANI St. dev. 2.16 1.08 × 10−06 9.94 × 10−13 1.20 × 10+11 1.00 × 10+12
SWCNT St. dev. 25.7 1.29 × 10−06 8.11 × 10−13 9.77 × 10+10 1.60 × 10+13
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Figure 2: Potentiometric response of the TBA-modified PANI- and SWCNT-based sensors to thrombin. Concentration range is 0,5 nM–
800 nM in both cases. The inset shows average calibration curves for the PANI and the SWCNTs potentiometric sensors against thrombin
with the corresponding error bars.

respectively (𝑁 = 3). The area of the polished glassy carbon
surface is 0.07 cm2. The increase in the area of PANI sensor
is thought to be due to the polymer chains conformation on
the surfacewhich is creating some slight roughness compared
to bare GC surface. The area differences between PANI and
SWCNTs sensors could result from the fact that the surface
area to volume ratio of SWCNTs is much higher than that
of the PANI chains deposited in the two-dimensional plane
of the sensor surface. Furthermore, spaghetti-like formation
[16] of the SWCNTs compared to very orderly distributed
PANI chains also supports this result.The total charges on the
surface are calculated as 5.63 × 10−6 C for PANI- and 8.21 ×
10

−5 C for SWCNT-based sensors with standard deviations
of 1.08 × 10−06 C and 1.29 × 10−05 C for PANI and SWCNTs,
respectively (𝑁 = 3). Using (1) and (2), 6.23 × 10+11 and
6.24 × 10

+11 TBA molecules are bound per cm2 of PANI
and SWCNT surfaces, respectively, which lead to a total of
7.03 × 10

+12 aptamer molecules on PANI and 1.03 × 10+14
aptamer molecules on SWCNT total sensor surfaces. All
of the corresponding standard deviations are presented in
Table 1.

3.2. Potentiometry. Potentiometric responses of PANI- and
SWCNTs-based TBA-modified sensors against thrombin are
evaluated. Evaluation is done under consideration of that the
sensing system is not based on equilibrium process; hence, it
should not be explained by the Nernstian theory.The sensors

do not contain any membrane to provide the equilibrium
process that is necessary for realizing the Nernstian theory,
and they are similar to the field effect transistors (FETs),
which are also considered potentiometric sensors [4, 5].
Instead, our target is a neutral protein, where the isoelectric
point is in the pH range of 7,0–7,6. What is thought is that
the conformational change of the aptamer during binding
event changes the capacitance value of the surroundings of
the SWCNTs/PANI (the transducing elements) which leads
to the detectable signal. Within this scenario, the response
could be considered sensitive enough, at least for any type
of semiquantitative or qualitative detection, since the target
analyte is a protein that shows an illness above or below a
critical level in blood.

The stabilization time for the PANI sensor is much longer
(16 hours) than the approximately 30 minutes needed for
the carbon nanotube sensor using the same experimental
conditions. It might be related to the time needed to reach
the equilibrium position of the nucleic acid segment onto the
different surfaces and to the establishment of the interfacial
double layer in PANI sensor rather than the SWCNT sensor.
This could also be attributed to the relatively lower chemical
stability and higher light sensitivity of PANI against SWC-
NTs. Figure 2 shows the potentiometric responses obtained
when increasing the total concentration of thrombin in the
solution. Both sensors are kept without analyte until reaching
a stable state, and additions have been made simultaneously
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Scheme 1: Scheme depicting charge competition and TBA-thrombin binding. (a) When the thrombin is not in the system, TBA tends to
remain attached to PANI backbone due to charge attraction. (b) TBA starts to dislocate from PANI surface through thrombin. (c) Positively
charged active site of the thrombin binds to the TBA which leads to a potentiometric signal.

in both sensors for technical reasons. The sensitivity is
calculated as 2.97mV/decade and 8.03mV/decade for the
PANI and SWCNTs aptasensors, respectively. These results
are in accordance with the higher surface density of the
aptamers in the SWCNT potentiometric sensor. The inset of
Figure 2 shows average (𝑁 = 3) calibration curves of the
potentiometric response for both SWCNT and PANI.

Selectivities of both sensors were measured against elas-
tase and BSA separately. Both sensors did not show a
noticeable response until 2𝜇M level. Additions were done
first by ranging from 0.5 𝜇Mup to 800 nMas in the sensitivity
experiments with no noticeable response. Later, the additions
have been conducted by first 1𝜇M and later 2𝜇M of interfer-
ing proteins, where they showed a noticeable signal.

Comparing the performances of PANI and SWCNTs as
transducers in potentiometric aptasensors, the first aspect
is that PANI can be deposited electrochemically onto the
GC surface with a very high control on thickness. The
same thickness control is difficult to reach with carbon
nanotubes using any of the available deposition techniques
[38]. Nevertheless, the produced sensor interface is very dif-
ferent in both sensors: while we obtain a quite homogeneous
surface with PANI (area = 11.27 cm2), the surface of the
spaghetti-like deposited carbon nanotubes is very rough and
inhomogeneous producing a very large superficial interface
(area = 164.29 cm2).

The chemistry used to covalently immobilize the throm-
bin aptamer onto the substrate gives very similar results in
terms of surface density of the ligand (ΓTBA is approximately

6.2 × 10

+11 molecule/cm2 in both sensors). While the
aromatic substitution involving a thiol group is used to
link aptamers to PANI (see Scheme 1), the covalent bonds
via carboxylic groups have been established between the
receptors and SWCNTs. However, the very different available
surface area in both substrates gives rise to large differences in
the total ligand linked to the substrate (𝑁TBA = 7.03 × 10

+12

in PANI and 1.03 × 10+14 in SWCNTs).
Considering that SWCNTs have a larger total surface area

than the relatively planar PANI surface, a higher percentage of
the immobilized and active aptamers is probably responsible
for the differences in the observed sensitivity. Another reason
for the higher sensitivity could be attributed to the relatively
higher affinity that is caused by the covalent backbone of
the carboxylic acid-amine interaction. Also, there are some
electrostatic interactions present which caused the phosphate
backbone of the TBA and positively charged surface of PANI.
These interactionsmust be higher than the ones betweenTBA
and CNTs so that the total energy needed for the TBA to get
its chair G-quartet formation is lower in the case of CNTs
which are thought to be the source of the potential response
[39]. Further research is needed to be able to explain this
difference considering the similarities and differences in both
charge transfer mechanisms. However, both sensors have a
similar limit of detection (LOD) (80 nM for SWCNT-based
sensor and 71 nM for PANI-based sensor) values. Relatively
lower noise level in PANI-based sensor is thought to be
responsible for this slightly better LOD.
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To conclude, using a redox molecule to determine the
total charge on the surface of TBA-modified sensor and as a
consequence being able to calculate the surface ligand den-
sity can help in enhancing sensor’s performance. However,
the current method does not provide information on the
formation and the distribution of the aptamer molecules on
the SWCNT/PANI surface. Further investigation is needed
to determine the correct formation of the aptamers to
thoroughly understand the underlying phenomena of the
generated EMF. In comparison to the previously reported
CNT-based potentiometric sensor [16], PANI-based sensor
does provide neither good sensitivity nor stability. However,
both sensors responded to interfering proteins exhibiting a
similar selective behavior.
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[8] A. Düzgün, G. Zelada-Guillén, G. Crespo, S. Macho, J. Riu, and
F. Rius, “Nanostructuredmaterials in potentiometry,”Analytical
and Bioanalytical Chemistry, vol. 399, no. 1, pp. 171–181, 2010.

[9] C. O’Sullivan, “Aptasensors—the future of biosensing?” Analyt-
ical and Bioanalytical Chemistry, vol. 372, no. 1, pp. 44–48, 2002.

[10] T. Hianik and J. Wang, “Electrochemical aptasensors—recent
achievements and perspectives,” Electroanalysis, vol. 21, no. 11,
pp. 1223–1235, 2009.

[11] L. Lihong, F. Yingchun, X. Xiahong, X. Qingji, and Y. Shouzhuo,
“Aptamer-based electrochemical biosensors,” Progress in Chem-
istry, vol. 21, no. 4, pp. 724–731, 2009.

[12] A. Sassolas, L. J. Blum, and D. L. B. Béatrice, “Electrochemical
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[20] T. Hianik, V. Ostatná, M. Sonlajtnerova, and I. Grman, “Influ-
ence of ionic strength, pH and aptamer configuration for
binding affinity to thrombin,” Bioelectrochemistry, vol. 70, no.
1, pp. 127–133, 2007.

[21] Y. Zhou, B. Yu, A. Guiseppi-Elie, V. Sergeyev, and K. Levon,
“Potentiometric monitoring DNA hybridization,” Biosensors
and Bioelectronics, vol. 24, no. 11, pp. 3275–3280, 2009.

[22] T. W. Odom, J. L. Huang, P. Kim, and C. M. Lieber, “Atomic
structure and electronic properties of single-walled carbon
nanotubes,” Nature, vol. 391, no. 6662, pp. 62–64, 1998.

[23] S. D. Keighley, P. Li, P. Estrela, and P. Migliorato, “Optimization
of DNA immobilization on gold electrodes for label-free detec-
tion by electrochemical impedance spectroscopy,” Biosensors
and Bioelectronics, vol. 23, no. 8, pp. 1291–1297, 2008.

[24] H. Z. Yu, C. Y. Luo, C. G. Sankar, and D. Sen, “Voltammetric
procedure for examiningDNA-modified surfaces: quantitation,
cationic binding activity, and electron-transfer kinetics,” Ana-
lytical Chemistry, vol. 75, no. 15, pp. 3902–3907, 2003.

[25] K. A.Williams, P. T. M. Veenhuizen, B. G. De la Torre, R. Eritja,
and C. Dekker, “Nanotechnology: carbon nanotubes with DNA
recognition,” Nature, vol. 420, no. 6917, p. 761, 2002.

[26] D. M. Rose, M. L. Bleam, M. T. Record, and R. G. Bryant, “Mg
NMR in DNA solutions: dominance of site binding effects,”
Proceedings of the National Academy of Sciences of USA, vol. 77,
no. 11, pp. 6289–6292, 1980.

[27] M. M. T. Khan and A. E. Martell, “Thermodynamic quantities
associated with the interaction of adenosinediphosphoric and
adenosinemonophosphoric acids with metal ions,” Journal of
the American Chemical Society, vol. 89, no. 22, pp. 5585–5590,
1967.

[28] A. B. Steel, T. M. Herne, and M. J. Tarlov, “Electrochemical
quantitation of DNA immobilized on gold,” Analytical Chem-
istry, vol. 70, no. 22, pp. 4670–4677, 1998.

[29] M. Lee and D. R. Walt, “A fiber-optic microarray biosensor
using aptamers as receptors,” Analytical Biochemistry, vol. 282,
no. 1, pp. 142–146, 2000.

[30] Y. Xiao, A. A. Lubin, A. J. Heeger, and K. W. Plaxco, “Label-
free electronic detection of thrombin in blood serum by using



8 The Scientific World Journal

an aptamer-based sensor,” Angewandte Chemie International
Edition, vol. 117, no. 34, pp. 5592–5595, 2005.

[31] B. Ge, Y. C. Huang, D. Sen, and H. Z. Yu, “Electrochemical
investigation of DNA-modified surfaces: from quantitation
methods to experimental conditions,” Journal of Electroanalyti-
cal Chemistry, vol. 602, no. 2, pp. 156–162, 2007.

[32] L. Su, C. G. Sankar, D. Sen, and H. Z. Yu, “Kinetics of ion-
exchange binding of redox metal cations to thiolate—DNA
monolayers on gold,” Analytical Chemistry, vol. 76, no. 19, pp.
5953–5959, 2004.

[33] A. B. Steel, T. M. Herne, and M. J. Tarlov, “Electrostatic
interactions of redox cations with surface-immobilized and
solution DNA,” Bioconjugate Chemistry, vol. 10, no. 3, pp. 419–
423, 1999.

[34] M. Grubb, H. Wackerbarth, J. Wengel, and J. Ulstrup, “Direct
imaging of hexaamine-ruthenium(III) in domain boundaries in
monolayers of single-stranded DNA,” Langmuir, vol. 23, no. 3,
pp. 1410–1413, 2007.

[35] S. Trasatti and O. A. Petrii, “Real surface area measurements
in electrochemistry,” Journal of Electroanalytical Chemistry, vol.
327, no. 1-2, pp. 353–376, 1992.

[36] S. Trasatti and O. A. Petrii, “Physical and biophysical chemistry
division commission on electrochemistry,” Pure and Applied
Chemistry, vol. 63, no. 5, pp. 711–734, 1991.

[37] S. Shiraishi, H. Kurihara, H. Tsubota, A. Oya, Y. Soneda, and Y.
Yamada, “Electric double layer capacitance of highly porous car-
bon derived from lithium metal and polytetrafluoroethylene,”
Electrochemical and Solid-State Letters, vol. 4, no. 1, pp. A5–A8,
2001.
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