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The aim of this study is the utilization of human medical CT images to quantitatively evaluate two sorts of “error-driven”material
algorithms, that is, the isotropic and orthotropic algorithms, for bone remodelling. The bone remodelling simulations were
implemented by a combination of the finite element (FE) method and the material algorithms, in which the bone material
properties and element axes are determined by both loading amplitudes and daily cycles with different weight factor. The
simulation results showed that both algorithms produced realistic distribution in bone amount, when compared with the
standard from CT data. Moreover, the simulated L-T ratios (the ratio of longitude modulus to transverse modulus) by the
orthotropic algorithm were close to the reported results. This study suggests a role for “error-driven” algorithm in bone material
prediction in abnormal mechanical environment and holds promise for optimizing implant design as well as developing
countermeasures against bone loss due to weightlessness. Furthermore, the quantified methods used in this study can enhance
bone remodelling model by optimizing model parameters to gap the discrepancy between the simulation and real data.

1. Introduction

The effects of mechanical loadings on bone amount and
skeleton structure are widely recognized. The osteocytes
embedded in mineralized bone matrix sense the mechanical
stimulus and modulate the activities of osteoblasts and oste-
oclasts, which, respectively, are responsible for bone forma-
tion and absorption [1]. For certain people who are in an
abnormal mechanical environment, such as those having
undergone arthroplasty, the stress and strain around their
hip or knee joints are different from those of normal persons
[2]. This is known as “stress shielding,” and it may lead to
bone resorption around femoral stems [3]. Another example
is that of astronauts in space, where bone loss may occur due
to the microgravity environment [4]. A relationship exists
between mechanical stimuli and the density or strength of
bone which, consequently, affect skeletal function. Thus, it
is necessary to investigate the alteration of bone quality due
to changes in the mechanical environment. Although the
exact mechanism on how the bone responds to mechanical
loading is unclear, plenty of models (i.e., bone material

algorithms) exist describing internal bone formation and
absorption under certain mechanical loads. For example,
the “reaction-diffusion” model [5] is based on the osteocyte
mechano-sensory network consisting of activator and
inhibitor for bone formation activity. The bone growth or
absorption is determined by the concentrations of activator
and inhibitor, which is adjusted by the von Mises stress
according to reaction-diffusion equations. Another model is
based on “damage-repair theory” [6–8], in which bone
absorption is seen as the “damage” process leading to an
increase of porosity; while the bone formation is seen as the
“repair” process that results in a decrease of porosity, the
damage-repair process is influenced by the mechanical
stimulus via a defined “damage-repair” tensor. Both models,
however, are not well validated or widely accepted at present;
moreover, the parameters involved are not easy to obtain
experimentally or empirically. The dominant model for the
description of bone remodelling is the “error-driven” algo-
rithm [9–16], in which the bone material is adjusted by the
error between current mechanical stimulus and a reference
value. The stress, strain, or strain energy density usually serve
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as the mechanical stimulus. The key hypothesis for this algo-
rithm is that higher mechanical stimuli lead to an increase in
the amount of local bone, whereas lower mechanical stim-
uli lead to a decrease. Under certain mechanical loads, the
bone density and stiffness will repeatedly change until the
mechanical stimulus at every location reaches its preset value,
which is known as “reference stimulus” [17]. If the mechan-
ical loads change, the bone material will redistribute so as to
attain the new equilibrium. The “error-driven” bone material
algorithm has been developed assuming bone is either an
isotropic [4, 14, 18–20] or orthotropic material [16, 21, 22].
This algorithm was also used by various groups to predict
bone remodelling following total hip arthroplasty [15, 23]
and dental implants [12, 16], as well as evaluating bone loss
prevention treatments [24]. The difference (i.e., “error”) of
the mechanical stimulus (e.g., stress, strain, and strain energy
density) under normal and abnormal (e.g., total hip arthro-
plasty) mechanical loads is chosen as the “driving force” to
alter the bone mass or material properties [23]. These predic-
tion studies pave the way for optimizing implant designs to
preserve bone mass and developing countermeasures against
bone loss due to weightlessness. The bone material algo-
rithms need to be validated since the accuracy of model is
critical for predicting the change of bone quality under
abnormal mechanical environments, and quantified evalua-
tion criterions are required for the algorithm validation. To
the best of our knowledge, however, there is no quantified
method for algorithm evaluation. Instead, most of the algo-
rithms are only qualitatively validated. For example, the dis-
tribution characteristics of simulated bone mass in typical
regions of the femur, such as femoral head and neck, Ward’s
triangle, and greater trochanter, were used to check the
consistence with the observed bone mass distribution in real
anatomical femur [21, 25]. For orthotropic algorithm, the
stiffest direction of Young’s modulus is used as another crite-
rion for checking the trabecular alignment [21]. These qual-
itative methods provide a rough comparison between the
simulated and real bone quality, but have no capability to
qualify the difference in individual locations. So, the quanti-
fied method is required to evaluate, calibrate, and modify
the bone material algorithm for gapping the differences
between the simulated and real results. Computed tomogra-
phy (CT) is one of the principal medical modalities for imag-
ing bone structure due to the high contrast between the bone
and surrounding soft tissue. The CT Hounsfield unit (HU)
has an approximately linear relationship with bone apparent
density [26–28], thus allowing for quantifying the real bone
amount to evaluate bone remodelling simulation.

This study used CT data for quantitative validation of the
two types of “error-driven” algorithm: isotropic algorithm,
which considers bone as an isotropic material, and orthotro-
pic algorithm, which considers bone as an orthotropic
material. The isotropic algorithm was chosen for validation
because it has been used by numerous groups for bone mate-
rial prediction [4, 14, 18–20]. To eliminate the limitation of
the isotropic assumption,Miller et al. [21] proposed an ortho-
tropic algorithm describing the trabecular alignment and
material orientation. As a simplified two-dimensional (2D)
model, Miller’s algorithm uses stress to calculate the material

axes, and only a single load case is considered for the determi-
nation of each element axes. We extended Miller’s 2D model
to a three-dimensional (3D) model in our previous research
[22]. In addition, the material axes in our algorithm are deter-
mined by both daily load cycles and the stress under multiple
load cases, making it more complex and realistic. We verified
that this algorithm produces more realistic bone distribution
thanMiller’s algorithm [22], thus choosing it as the orthotro-
pic algorithm for validation in this study.

The bone remodelling simulation under multiloading
conditions was implemented via iterative calculations. The
Young’s modulus of bone changed according to the isotropic
or orthotropic algorithm, in which a strain-based variable
was defined and chosen as the mechanical stimulus. The
numerical computation was implemented by combining the
bone material algorithm with the finite element (FE) method.
The FE model was established based on the CT data of the
human femur. Using both algorithms, the ultimate stiffness
and density of bone that adapt to the mechanical environ-
ment were obtained after the iteration came to convergence.
Bone density is chosen as the most important parameter for
evaluating simulation results because its distribution follows
bone material theory that bone grows in the areas with
high loadings, while bone absorbs in the areas with low load-
ings. The correlation coefficient and mean error between the
real densities and simulated densities were used for algorithm
evaluations. Besides, for orthotropic algorithm, the trabecular
orientation and the ratio of longitude modulus to transverse
modulus (L-T ratio) were obtained and used to evaluate sim-
ulation results since they characterize the structural features
of bone in response to loadings. The results showed that the
“error-driven” algorithm was efficient in describing the bone
remodelling process. Furthermore, this study provides a gen-
eral method for quantified evaluation, calibration, and
improvement of bone remodelling models by introducing
the actual data into the algorithms.

2. Material and Methods

2.1. FE Model. A 3D geometrical model was reconstructed
from the male CT data set obtained from the Visible Human
Project (VHP) of the National Library of Medicine (NLM,
USA). As the first data set of human anatomical models,
the VHP data are considered as a standard and used for many
biomedical applications, such as the virtual surgical planning
and computerized visualization. The male CT data is also
widely used in field of Biomechanics, such as the studies
reported in [10, 22, 29]. Following the procedures for image
processing and image reconstructions reported by us and
others [11, 29, 30], the 3D geometrical model was transferred
to a commercial FE software MARC (MSC, USA). The auto-
matic meshing function in Mentat (MSC, USA) was used for
generating high-quality eight-node hexahedron elements
within the femur, with element size of 3.0mm. The number
of elements and nodes was 24,441 and 29,161, respectively.
The local Cartesian coordinate system of the femur was
defined as (x) medial-lateral, (y) anterior-posterior, and (z)
superior-inferior. For the purpose of density assignment,
the centric coordinate of each element was calculated by
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averaging the coordinates of its eight nodes. The nearest
CT sampling point to the centric coordinate was chosen,
and the HU of sampling point was assigned to this element.
The marrow was neglected in this study. The HU below
150 was assigned to be 150, and the HU above 1500 was
assigned to be 1500. Due to the linear relationship between
the bone apparent density and HU, the real density was
denoted as [28, 29]

ρ g/cm3 = 2HU
1500 1

The cortical bone was assumed in the case of bone den-
sity from 0.946 to 2.0 g/cm3, and the cancellous bone was
assumed in the case of bone density from 0.2 to 0.945 g/cm3.

In order to compare with the simulated bone density, the
procedures depicted in [28, 29] were utilized by us to calcu-
late the HU value of CT (as well as the real bone density via
(1)) for each FE element. Briefly, all voxels contained in a
given FE element are determined through the coordinate
range of element vertexes. Then, the HU value is summed
over all voxels to obtain the HU value (as well as the bone
density via (1)) of the FE element, which is comparable to
the simulated values at the same scale.

At the start of bone remodelling simulation, the whole
femur was assumed to be homogeneous and isotropic with
E=1737MPa and ν = 0 3. The distal femur was constrained
in all directions. Three different load cases, representing
hip-joint and abduct-muscle forces, were applied to the fem-
oral head and the greater trochanter, respectively, which were
the same as those adopted by Doblaré and Garcia [6]. Both
cortical bone and the cancellous bone were assumed to
remain isotropic when the isotropic algorithm was adopted,
while it became orthotropic when the orthotropic algorithm
was adopted.

2.2. Material Algorithm. The orthotropic material algorithm
includes two steps: the determination of orthotropic axes
and the bone stiffness modification. This algorithm is based
on the 2D algorithm initiated by Miller et al. [21]. We
improved this algorithm and extended it for 3D application
[22]. The key difference of Miller’s 2D algorithm and our
3D algorithm is the method for determination of orthotropic
axes. In 2D model, only the stress under a single load case is
used to calculate the material axes of each element and the
load cycles are excluded for determination of element axes.
While in 3Dmodel, the material axes are determined by mul-
tiple load cases for any element and both the stress and load
cycles are considered for axes determination with different
weight factor. For each element, three local material axes
are determined step by step. First, three principal stresses of
each element under each load case are rearranged according
to their magnitudes:

σ1 i,j ≥ σ2 i,j ≥ σ3 i,j 2

The direction of kth axis in ith element under jth load
case is denoted as a unit vector g k i,j

Then, a new vector is defined as

f k i,j = nj
1/m

σk i,j g k i,j   k = 1, 2, 3 , 3

where m is an empirical constant. The larger m value indi-
cates that the principal stress weighs more heavily than the
load cycles. The nj is the cycles of jth load case per day. The
first direction of the local material axes is determined by
the formula:

e 1 i =
〠

j
f
1 i,j

〠
j
f 1 i,j

4

Next, we calculate the projection of f 2 i,j in the plane

perpendicular to e 1 i , that is,

pf 2 i,j = f 2 i,j − f 2 i,j ⋅ e 1 i e 1 i 5

Similarly, the second direction is determined by the
formula:

e 2 i =〠
j

pf 2 i,j 〠
j

pf 2 i,j 6

Finally, the third direction is

e 3 i = e 1 i × e 2 i 7

Thus, the local material axes are determined and every
two axes of them are perpendicular to each other.

After the determination of orthotropic axes, the Young’s
moduli of bone change along each axis according to the
“error-driven” algorithm [21, 22]:

dEk i

dt
=

B Ψk i −Ψ0 1 + s  if Ψk i ≥Ψ0 1 + s ,

0  if Ψ0 1 − s <Ψk i <Ψ0 1 + s ,

B Ψk i −Ψ0 1 − s  if Ψk i ≤Ψ0 1 − s ,

8

where Ek i represents the Young’s modulus in kth (k = 1, 2, 3)
principal axis of the ith element. B is the remodelling coeffi-
cient controlling the increment of Young’s modulus in each
iteration step [18]. Ψ0 is the reference stimulus. The idea of
“lazy zone” [31] is employed in this algorithm, and s is the
width of the lazy zone. The mechanical stimulus is

Ψk i =
1

Ek i
〠
j

nj σ
m
k i,j

1/m

9

It is a strain-based variable. m has the same meaning as
that in (3). The shear moduli of bone also change according
to the formula:

Gij =
Ei + Ej

4 1 + ν
,  ij = 12, 23, 31 10
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The Poisson’s ratio ν was assumed constant during the
iterative calculation.

No need to determine the material axes for isotropic algo-
rithm, and the corresponding change of Young’s moduli is as
follows:

dE i

dt
=

B Ψ i −Ψ0 1 + s  if Ψ i ≥Ψ0 1 + s ,

0  if Ψ0 1 − s <Ψ i <Ψ0 1 + s ,

B Ψ i −Ψ0 1 − s  if Ψ i ≤Ψ0 1 − s ,

Ψ i =
1
E i

〠
j

nj σ
m
i,j

1/m

,

σ i,j =
σ1 i,j + σ2 i,j + σ3 i,j

3
11

The bone density is calculated by the following formula
[32]:

E Mpa =
1904ρ1 64, ρ < 0 946  g/cm3 ,

2065ρ3 09, ρ ≥ 0 946  g/cm3
12

For orthotropic algorithm, E is the average of the Young’s
moduli in three principal axes. If the mean density variation
is less than 0.001 g/cm3, the iteration stops, indicating that
the steady structure of the femur is attained and it adapts to
the applied mechanical loads.

2.3. Evaluation. The real density was defined as the bone
density acquired from the CT data according to (1), and
the simulated density was defined as the bone density simu-
lated by the isotropic or orthotropic algorithm when itera-
tion reaches convergence.

One criterion for algorithm evaluation is the correlation
coefficient between the real and simulated density over the
whole femur. The larger correlation coefficient means that
the simulated density distribution coincided more with the
real density distribution. Another evaluation criterion is the
mean error between the real and simulated density for all
the elements. It is defined as follows:

Δρmean =
〠

i
ρsimu
i − ρreali Vi

〠
i
Vi

, 13

where Δρmean is the mean error of bone density, ρsimu
i and

ρreali are the simulated and real density in ith element, respec-
tively, and Vi is the volume of ith element. The smaller mean
error indicates that the simulated bone density is closer to the
real bone density. In addition, the mean density in several
local regions of the proximal femur, that is, the superolateral,
inferomedial, and diaphyseal region, is also calculated and
used to investigate the bone amount difference among the
subregions of the femur.

As for the orthotropic algorithm, the L-T ratio is used to
describe the difference between the vertical and horizontal

Young’s modulus in local regions of the proximal femur.
The moduli in x, y, and z directions are derived from the stiff-
ness matrix in the FE analysis, and the L-T ratio is defined as
2Ezz/ Exx + Eyy Besides that, the trabecular alignment in
coronal section of the proximal femur is also displayed.

3. Results

All the parameters except Ψ0 remained constant with B =
50000, m = 4, and s = 0 1 in this simulation study. A series
of discrete values of the reference stimulus Ψ0 were used in
order to find the most suitable value with which the realistic
density distribution is achieved. A Python script was designed
to control the iteration of FE analysis and update element
material properties. Then the updated material properties
were input into MARC via FORTRAN user subroutine for
the next step of FE analysis. The Gauss integral and Gauss-
Seidel iterative method were used to generate and solve the
stiffnessmatrix in FE calculation, respectively.When the solu-
tion difference between two adjacent iterations is smaller than
the tolerance criterion of 0.001, the calculation is considered
to reach convergence. To avoid the “check-board” effects,
the element stress was obtained by averaging the stress values
of eight nodes within the element, as did by others [6, 33].
Desired calculation stability was achieved since the singularity
ratio is larger than 10−4 for all FE calculations. It took 53 and
46 steps, respectively, for the isotropic and orthotropic itera-
tions to reach convergence.

3.1. Validation of Distribution in Bone Amount. The values of
real and simulated mean densities in four local regions of the
proximal femurwere exhibited in Figure 1.Obviously, all local
densities decreased with the increasing Ψ0. For any Ψ0, the
inferomedial, diaphyseal, whole proximal, and superolateral
regions were the regions with the density from the largest to
the smallest, which coincided exactly with the magnitude
sequence of real density in these regions. The simulated local
density achieved the closest value to the real density when
Ψ0 was 0.012. In the superolateral, inferomedial, diaphyseal,
and whole proximal regions, the differences of local density
were 9.1%, 11.6%, 0.1%, and 3.7%, respectively, with the iso-
tropic algorithm, and 9.1%, 19.8%, 1.6%, and 0.1%, respec-
tively, with the orthotropic algorithm.

The correlation coefficients between the real and simu-
lated densities in the whole femur were displayed in
Figure 2. They increased with the increasing reference stimu-
lus Ψ0 at the beginning, then reached maximums. For the
same Ψ0, the correlation coefficient was a little larger with
the isotropic algorithm than orthotropic algorithm, and the
maximum was 0.76 and 0.70, respectively.

Figure 3 exhibits the values of simulated mean densities
and mean errors relative to the real densities. The simulated
mean density decreased with the increasing Ψ0, while the
mean error decreased at the beginning and then reached
minimums. For the same Ψ0, both mean density and mean
error were slightly smaller with the isotropic algorithm than
orthotropic algorithm. The minimal errors were 0.29 and
0.32 g/cm3, respectively.
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Figure 4 shows the real and simulated density distribu-
tions in the proximal femur when Ψ0 was 0.012. The medial
and lateral diaphysis, femoral head, and the lesser trochanter
showed larger density than the greater trochanter and the
inner diaphysis, which was in agreement with the distribu-
tion characteristic of real density. The difference was that
the real bone amount was highly concentrated and the tran-
sition from high-density region to low-density region was
sharper, whereas the simulated bone amount was more
uniform and the transition was smoother.

3.2. Validation of Bone Mechanical Properties. Figure 5
exhibits the L-T ratio simulated by orthotropic algorithm
and derived from literature in the local regions of the proxi-
mal femur. Little relationship was found between the L-T
ratio and reference stimulus. The L-T ratios were larger in
the diaphyseal and inferomedial region than the superolat-
eral region. They achieved the closest values to the reported
results [34] when Ψ0 was 0.012. The difference was 0.58%,
3.93%, 0.1%, and 1.71% in the superolateral, inferomedial,
diaphyseal, and the whole proximal regions, respectively.

The trabecular alignment simulated by orthotropic
algorithm is shown in Figure 6. The arrows represented the
projections of the first principal axes in coronal section, and
they also denoted the trabecular orientations because the
most stiffness direction aligns with the trabecula. In addition,
three load cases, representing the primary forces on the
femoral head and greater trochanter, are also displayed in
coronal section. The arrow length represented the force mag-
nitude, and the arrow direction represented the force direc-
tion projected in coronal section. Clearly, the trabecular
orientations aligned with the hip joint loading directions in
the femoral head and aligned with the muscle tension direc-
tions in the greater trochanter. While in the diaphysis, most
trabeculae were arrayed vertically due to the ground gravity.
These alignment characteristics verified the hypothesis that
trabecula matches with the stress trajectory [5, 35, 36].

4. Discussion

There are two aims for bone remodelling simulations: to
design or validate new model or to predict bone remodelling
using existing model. For model validation, the internal bone
is assumed as isotropic and homogeneous initially and it will
then be changed by mechanical loadings according to a
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Figure 1: (a) The local regions in the proximal femur, including the superolateral, inferomedial, diaphyseal, and femur head and neck. (b) The
real and simulated bone densities (g/cm3) in the local regions of the proximal femur. The real densities are obtained from CT data. The
simulated densities are calculated by the isotropic and orthotropic material algorithms, respectively.
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specific remodelling algorithm. For bone remodelling predic-
tion, however, the real bone density and structure are chosen
as the initial state, and the error of mechanical stimulus
under abnormal loadings (e.g., hip implant and weightless-
ness) relative to that under normal loadings is chosen as the
“driving force” to induce bone remodelling over time.

Two “error-driven” bone material algorithms, that is, iso-
tropic algorithm and orthotropic algorithm, were validated
in this study. The mechanical stimulus is a scalar in isotropic
algorithm. The equivalent stress, equivalent strain, and strain
energy density are often chosen as the candidate stimulus.
Turner et al. [36] demonstrated that the average strain is
more appropriate to be the mechanical stimulus when com-
pared to the strain energy density. For orthotropic algorithm,
however, the mechanical stimulus is an essential vector so as
to display the orientation of bone material. Considering the
contribution of multiple load cases to bone remodelling, we
improved the material algorithm proposed by Miller et al.
[21] in our previous study [22] and selected it as the
orthotropic algorithm for validation purpose in this study.
Correspondingly, the mechanical stimuli in three principal
material axes were averaged and used as the mechanical
stimulus in isotropic algorithm.

The isotropic algorithm has the advantages of simplicity
and less time-consuming in both FE analysis and iterative
calculation; thus, it is preferred in the situations where only
bone density is the major concern, whereas tissue anisotropy
is neglected. For some studies such as bone loss [37, 38], the
bone amount loss following hip arthroplasty was solely con-
cerned, since bone amount was measurable and comparable
with clinical standards (e.g., DEXA measurement). The dis-
advantage of isotropic algorithm is obvious, that is, cannot
reflect the bone tissue anisotropy, which is critical in various
studies such as strength and fracture analysis. Many studies

have demonstrated that bone strength is not solely depen-
dent on bone apparent density; microstructure and anisot-
ropy also contribute greatly to bone strength [39]. Thus, in
the abovementioned situations, the bone tissue anisotropy
has to be taken into account. The orthotropic algorithm out-
puts multiple variables describing bone tissue anisotropy (e.g.
material orientation and Young’s moduli in principal axes),
therefore allows for introducing additional criteria (e.g., L-T
ratio in the present study) along with bone density for algo-
rithm evaluation. Note that orthotropic algorithm requires
the determination of orthotropic axes by (2)–(7); it thereby
introduces complexity to FE analysis and iterative calcula-
tion (see Section 2.2), consequently prolonging the calculat-
ing time for bone remodelling simulation. The isotropic
algorithm does not need to calculate the material axes due
to isotropic assumption; thus, it is easily implemented in
FE analysis and can save the calculating time.

The dual energy X-ray absorptiometry (DEXA or DXA)
is currently the standard for bone quantity evaluation in
clinic and has been used to assess the bone remodelling pre-
diction in the study of postoperative hip implant [40]. How-
ever, DEXA only permits surface density measurement,
which, although is sufficient in clinical diagnosis, cannot
characterize the spatial heterogeneity of bone. Compared
with DEXA, the medical CT data not only offer abundant
information of bone amount but also can be used to recon-
struct 3D bone structure accurately [29].

This study evaluated the isotropic and orthotropic algo-
rithms in describing bone remodelling process. In contrast
to previous reports focusing on experiential description of
the simulated distribution in bone amount [18, 21], we used
medical CT as a standard to quantify the errors of simulated
bone amount relative to real bone amount, which allows
for a quantified comparison between multiple bone material
algorithms. Although some factors, such as the relations
between CT density and material modulus [41], as well as
the muscle forces [42], may affect the results of mechanical
analysis, the pattern of bone remodelling results would not
significantly alter.

The validation study showed that the realistic density
distribution was attained when an appropriate reference
stimulus is chosen for the presented femur model (see
Section 3.1): 0.012 is the optimal value for both isotropic
and orthotropic algorithm, resulting in relative high correla-
tion coefficient (0.74 and 0.65) and relative small mean error
(0.30 and 0.35 g/cm3).

This validation study is limited by several factors. First,
the “error-driven” algorithm is an apparent method, which
focuses on the relationship between the local bone amount/
structure and mechanical stimulus, and does not deeply
reflect the biology mechanism involved in bone remodelling.
Second, this algorithm considers the reference stimulus as
non-site-specific [43], that is, the mechanic stimulus at every
location attains the same value when iterative calculation
reaches equilibrium. The errors will be produced if the refer-
ence stimulus is site-specific, or in other words, there are no
uniform hypotheses exist. Third, the bone was set as linear
elastic material and the marrow was excluded during FE
analysis, as most researchers did. That would lead to the
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errors. Besides, the physiological loadings on the femur are
much more complicated than used in this study, where only
the hip joint contact forces and abductor force were included
in each load case. This set of simplified boundary conditions
is widely used in the femur mechanical analysis, and this sim-
plified consideration was shown to be adequate in hip recon-
struction simulation [44]. Last, the spatial resolution of CT
data used in this study was 3.0mm, which is sufficient to
reconstruct the bone geometry and determine the bone

density, but not high enough to describe bone microstruc-
ture. Therefore, we used the reported data to validate the
simulated L-T ratio in the presented study.

The bone material algorithm could be enhanced through
this validation study by assigning optimal parameters to the
model for minimizing the discrepancy between the simulated
and real results. For example, the reference stimulus may
vary among multiple regions [43, 45]; however, it is hard to
choose appropriate reference stimulus value for individual
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regions without quantified standards. This validation study
suggests an approach to optimize the reference stimulus:
the real bone density determined by CT data in each element
is chosen as the target value; the reference stimulus is
adjusted repeatedly to minimize the gap between simulated
density and real density, from which the optimal value of
reference stimulus in each element can be determined. In
the presented study, the same value of reference stimulus
(e.g., 0.012) was assigned to every element, which results in
overestimated bone density in the inferomedial and underes-
timated bone density in the superolateral region. Therefore,
by assigning larger value of reference stimulus to the
inferomedial and smaller value to the superolateral, one can
improve the bone remodelling simulation accuracy. Besides,
the bone remodelling algorithm is believed to be nonlinear
rather than linear [18]; the remodelling coefficient and the
order of nonlinear remodelling algorithm can be optimized
by fitting the simulated data with real data via least squares
method. Taken together, the suggested approach of integrat-
ing actual data with simulation results, along with the nonlin-
ear bone material algorithm, will improve the bone
remodelling prediction for future study.

The methods evaluating “error-driven” algorithms in the
presented study are applicable to other bone material algo-
rithms such as “reaction-diffusion” and “damage-repair”
models mentioned above. Although used not as widely as
the “error-driven” algorithm, these models integrate more
biological mechanism into the material algorithm; thus, it
could assist understanding how the bone cells participate in
bone remodelling. The “reaction-diffusion” and “damage-
repair” model has produced well-known features of the
osteoporosis induced by imbalanced bone formation and
resorption or by stress yielding after total hip replacement.
These models, if improved by integrating CT data, may pro-
duce more accurate and realistic predicting results.

5. Conclusion

To conclude, this validation study suggests a role for bone
material algorithm in prediction of bone amount and tissue
material orientations in abnormal mechanical environment,
such as during weightlessness or following total hip replace-
ment. Furthermore, it has promise in the optimization of
implant design for reducing the stress shielding and prevent-
ing fracture and is helpful in developing countermeasures
against bone loss due to weightlessness. Besides, this study,
through quantifying bone amount and trabecula structure,
provides general methods for evaluation of the bone material
algorithms. These methods will help investigate the roles of
individual factors (e.g., force and load cycles) in bone remod-
elling by integrating the involved biological mechanisms and
can enhance bone remodelling model by using optimal
parameters to gap the discrepancy between the simulation
and real data.

Conflicts of Interest

The authors declare that there is no conflict of interest
regarding the publication of this paper.

Acknowledgments

This work is funded by National Key Research and Develop-
ment Program of China under Grant no. 2016YFC0101604.

References

[1] K. Tsubota and T. Adachi, “Spatial and temporal regulation of
cancellous bone structure: characterization of a rate equation
of trabecular surface remodeling,” Medical Engineering &
Physics, vol. 27, no. 4, pp. 305–311, 2005.

[2] X. Q. Pang, L. Wang, Z. Wang et al., “Finite element analysis of
total knee replacement with various misalignment angles in
the sagittal plane,” Journal of Mechanics in Medicine and
Biology, vol. 16, no. 7, article 1650096, 2016.

[3] D. R. Sumner, “Long-term implant fixation and stress-
shielding in total hip replacement,” Journal of Biomechanics,
vol. 48, no. 5, pp. 797–800, 2015.

[4] P. Shang, J. Zhang, A. R. Qian et al., “Bone cells under micro-
gravity,” Journal of Mechanics in Medicine and Biology, vol. 13,
no. 5, article 1340006, 2013.

500 N

2
1

3

2

1

3

Figure 6: The projections of the element principal axes in coronal
section. The orthotropic axes of each element were determined by
three load cases according to the orthotropic algorithm, and only
the first principal axis is shown in the figure. The trabecular
alignment is also displayed since the first principal axis is the most
stiffness axis, which aligns with the trabecula. The magnitudes and
the directions of forces applied to the proximal femur in load case
1, 2, and 3 are also shown in the figure, and the magnitude of
scale arrow is 500 N.

8 Applied Bionics and Biomechanics



[5] K. Tezuka, Y. Wada, and A. Takahashi, “Computer-simulated
bone architecture in a single bone-remodeling model based on
a reaction-diffusion system,” Journal of Bone and Mineral
Metabolism, vol. 23, no. 1, pp. 1–7, 2005.

[6] M. Doblaré and J. M. Garcia, “Application of an anisotropic
bone-remodelling model based on a damage-repair theory to
the analysis of the proximal femur before and after total hip
replacement,” Journal of Biomechanics, vol. 34, no. 9,
pp. 1157–1170, 2001.

[7] G. Rouhi, A. Vahdati, X. J. Li, and L. Sudak, “A three-
dimensional computer model to simulate spongy bone remod-
eling under overload using a semi-mechanistic bone remodel-
ing theory,” Journal of Mechanics in Medicine and Biology,
vol. 15, no. 4, article 1550061, 2015.

[8] P. T. Scannell and P. J. Prendergast, “Cortical and interfacial
bone changes around a non-cemented hip implant: simulations
using a combined strain/damage remodelling algorithm,”Med-
ical Engineering & Physics, vol. 31, no. 4, pp. 477–488, 2009.

[9] J. L. Schriefer, S. J. Warden, L. K. Saxon, A. G. Robling, and
C. H. Turner, “Cellular accommodation and the response of
bone to mechanical loading,” Journal of Biomechanics, vol. 38,
no. 9, pp. 1838–1845, 2005.

[10] C. Bitsakos, J. Kerner, I. Fisher, and A. A. Amis, “The effect of
muscle loading on the simulation of bone remodelling in the
proximal femur,” Journal of Biomechanics, vol. 38, no. 1,
pp. 133–139, 2005.

[11] H. S. Yang, X. Ma, and T. T. Guo, “Some factors that affect the
comparison between isotropic and orthotropic inhomoge-
neous finite element material models of femur,”Medical Engi-
neering & Physics, vol. 32, no. 6, pp. 553–560, 2010.

[12] A. Hosokawa, “Numerical simulations of change in trabecular
structure due to bone remodeling under ultrasound propaga-
tion,” Journal of Mechanics in Medicine and Biology, vol. 13,
no. 1, article 1350003, 2013.

[13] A. Eser, E. Tonuk, K. Akca, and M. C. Cehreli, “Predicting
time-dependent remodeling of bone around immediately
loaded dental implants with different designs,” Medical
Engineering & Physics, vol. 32, no. 1, pp. 22–31, 2010.

[14] H. Gong, L. Y. Kong, R. Zhang, J. Fang, and M. S. Zhao, “A
femur-implant model for the prediction of bone remodeling
behavior induced by cementless stem,” Journal of Bionic Engi-
neering, vol. 10, no. 3, pp. 350–358, 2013.

[15] J. Fang, H. Gong, L. Y. Kong, and D. Zhu, “Simulation on the
internal structure of three-dimensional proximal tibia under
different mechanical environments,” Biomedical Engineering
Online, vol. 12, no. 1, p. 130, 2013.

[16] C. Wang, W. P. Zhang, D. H. Ajmera, Y. Zhang, Y. B. Fan, and
P. Ji, “Simulated bone remodeling around tilted dental
implants in the anterior maxilla,” Biomechanics and Modeling
in Mechanobiology, vol. 15, no. 3, pp. 701–712, 2016.

[17] H. Weinans, R. Huiskes, and H. J. Grootenboer, “Effects of fit
and banding characteristics of femoral stems on adaptive bone
remodeling,” Journal of Biomechanical Engineering, vol. 116,
no. 4, pp. 393–400, 1994.

[18] X. H. Zhu, H. Gong, D. Zhu, and B. Z. Gao, “A study of the
effect of non-linearities in the equation of bone remodeling,”
Journal of Biomechanics, vol. 35, no. 7, pp. 951–960, 2002.

[19] R. Huiskes, R. Ruimerman, G. H. van Lenthe, and J. D. Janssen,
“Effects of mechanical forces on maintenance and adaptation
of form in trabecular bone,” Nature, vol. 405, no. 6787,
pp. 704–706, 2000.

[20] D. R. Carter, D. P. Fyhrie, and R. T. Whalen, “Trabecular
bone-density and loading history: regulation of connective-
tissue biology by mechanical energy,” Journal of Biomechanics,
vol. 20, no. 8, pp. 785–794, 1987.

[21] Z. Miller, M. B. Fuchs, and M. Arcan, “Trabecular bone adap-
tation with an orthotropic material model,” Journal of Biome-
chanics, vol. 35, no. 2, pp. 247–256, 2002.

[22] Y. Shang, J. Bai, L. Peng, and J. Lau, “Comparison of methods
for determining orthotropic axes in 3D femur remodeling,”
Progress in Natural Science, vol. 17, no. 12, pp. 1405–1411,
2007.

[23] W. R. Taylor, H. Ploeg, D. Hertig, M. D. Warner, and S. E.
Clift, “Bone remodelling of a proximal femur with the thrust
plate prosthesis: an in vitro case,” Computer Methods in
Biomechanics and Biomedical Engineering, vol. 7, no. 3,
pp. 131–137, 2004.

[24] B. Peter, N. Ramaniraka, L. R. Rakotomanana, P. Y. Zambelli,
and D. P. Pioletti, “Peri-implant bone remodeling after total
hip replacement combined with systemic alendronate treat-
ment: a finite element analysis,” Computer Methods in Biome-
chanics and Biomedical Engineering, vol. 7, no. 2, pp. 73–78,
2004.

[25] C. R. Jacobs, J. C. Simo, G. S. Beaupre, and D. R. Carter,
“Adaptive bone remodeling incorporating simultaneous den-
sity and anisotropy considerations,” Journal of Biomechanics,
vol. 30, no. 6, pp. 603–613, 1997.

[26] N. M. Grosland and T. D. Brown, “A voxel-based formulation
for contact finite element analysis,” Computer Methods in Bio-
mechanics and Biomedical Engineering, vol. 5, no. 1, pp. 21–32,
2002.

[27] A. Perillo-Marcone, A. Alonso-Vazquez, and M. Taylor,
“Assessment of the effect of mesh density on the material
property discretisation within QCT based FE models: a practi-
cal example using the implanted proximal tibia,” Computer
Methods in Biomechanics and Biomedical Engineering, vol. 6,
no. 1, pp. 17–26, 2003.

[28] F. Taddei, A. Pancanti, and M. Viceconti, “An improved
method for the automatic mapping of computed tomography
numbers onto finite element models,” Medical Engineering &
Physics, vol. 26, no. 1, pp. 61–69, 2004.

[29] L. Peng, J. Bai, X. L. Zeng, and Y. X. Zhou, “Comparison of
isotropic and orthotropic material property assignments on
femoral finite element models under two loading conditions,”
Medical Engineering & Physics, vol. 28, no. 3, pp. 227–233,
2006.

[30] X. S. Li, M. Viceconti, M. C. Cohen, G. C. Reilly, M. J. Carre,
and A. C. Offiah, “Developing CT based computational models
of pediatric femurs,” Journal of Biomechanics, vol. 48, no. 10,
pp. 2034–2040, 2015.

[31] R. Huiskes, H. Weinans, H. J. Grootenboer, M. Dalstra,
B. Fudala, and T. J. Slooff, “Adaptive bone-remodeling theory
applied to prosthetic-design analysis,” Journal of Biomechan-
ics, vol. 20, no. 11-12, pp. 1135–1150, 1987.

[32] D. C. Wirtz, N. Schiffers, T. Pandorf, K. Radermacher,
D. Weichert, and R. Forst, “Critical evaluation of known bone
material properties to realize anisotropic FE-simulation of the
proximal femur,” Journal of Biomechanics, vol. 33, no. 10,
pp. 1325–1330, 2000.

[33] C. R. Jacobs, M. E. Levenston, G. S. Beaupre, J. C. Simo, and
D. R. Carter, “Numerical instabilities in bone remodeling sim-
ulations: the advantages of a node-based finite element

9Applied Bionics and Biomechanics



approach,” Journal of Biomechanics, vol. 28, no. 4, pp. 449–
459, 1995.

[34] J. C. Lotz, T. N. Gerhart, and W. C. Hayes, “Mechanical-prop-
erties of metaphyseal bone in the proximal femur,” Journal of
Biomechanics, vol. 24, no. 5, pp. 317–329, 1991.

[35] R. Huiskes, “If bone is the answer, then what is the question?,”
Journal of Anatomy, vol. 197, no. 2, pp. 145–156, 2000.

[36] C. H. Turner, V. Anne, and R. M. V. Pidaparti, “A uniform
strain criterion for trabecular bone adaptation: do
continuum-level strain gradients drive adaptation?,” Journal
of Biomechanics, vol. 30, no. 6, pp. 555–563, 1997.

[37] R. M. Gillies, L. Kohan, and R. Cordingley, “Periprosthetic
bone remodelling of a collum femoris preserving cementless
titanium femoral hip replacement,” Computer Methods in
Biomechanics and Biomedical Engineering, vol. 10, no. 2,
pp. 97–102, 2007.

[38] S. Gupta, A. M. R. New, and M. Taylor, “Bone remodelling
inside a cemented resurfaced femoral head,” Clinical biome-
chanics, vol. 21, no. 6, pp. 594–602, 2006.

[39] Q. Grimal, S. Haupert, D. Mitton, L. Vastel, and P. Laugier,
“Assessment of cortical bone elasticity and strength: mechani-
cal testing and ultrasound provide complementary data,”Med-
ical Engineering & Physics, vol. 31, no. 9, pp. 1140–1147, 2009.

[40] A. W. L. Turner, R. M. Gillies, R. Sekel, P. Morris, W. Bruce,
and W. R. Walsh, “Computational bone remodelling simula-
tions and comparisons with DEXA results,” Journal of
Orthopaedic Research, vol. 23, no. 4, pp. 705–712, 2005.

[41] M. Tuncer, U. N. Hansen, and A. A. Amis, “Prediction of
structural failure of tibial bone models under physiological
loads: effect of CT density-modulus relationships,” Medical
Engineering & Physics, vol. 36, no. 8, pp. 991–997, 2014.

[42] W. B. Edwards, R. H. Miller, and T. R. Derrick, “Femoral strain
during walking predicted with muscle forces from static and
dynamic optimization,” Journal of Biomechanics, vol. 49,
no. 7, pp. 1206–1213, 2016.

[43] H. Weinans, R. Huiskes, and H. J. Grootenboer, “The behavior
of adaptive bone-remodeling simulation-models,” Journal of
Biomechanics, vol. 25, no. 12, pp. 1425–1441, 1992.

[44] J. Stolk, N. Verdonschot, and R. Huiskes, “Hip-joint and
abductor-muscle forces adequately represent in vivo loading
of a cemented total hip reconstruction,” Journal of Biomechan-
ics, vol. 34, no. 7, pp. 917–926, 2001.

[45] G. S. Beaupre, T. E. Orr, and D. R. Carter, “An approach for
time-dependent bone modeling and remodeling - theoretical
development,” Journal of Orthopaedic Research, vol. 8, no. 5,
pp. 651–661, 1990.

10 Applied Bionics and Biomechanics



Robotics
Journal of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

 Active and Passive  
Electronic Components

Control Science
and Engineering

Journal of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

International Journal of

Rotating
Machinery

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Hindawi Publishing Corporation 
http://www.hindawi.com

 Journal of

Volume 201

Submit your manuscripts at
https://www.hindawi.com

VLSI Design

Hindawi Publishing Corporation
http://www.hindawi.com Volume 201

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Shock and Vibration

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Civil Engineering
Advances in

Acoustics and Vibration
Advances in

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Electrical and Computer 
Engineering

Journal of

Advances in
OptoElectronics

Hindawi Publishing Corporation 
http://www.hindawi.com

Volume 2014

The Scientific 
World Journal
Hindawi Publishing Corporation 
http://www.hindawi.com Volume 2014

Sensors
Journal of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Modelling & 
Simulation 
in Engineering
Hindawi Publishing Corporation 
http://www.hindawi.com Volume 2014

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Chemical Engineering
International Journal of  Antennas and

Propagation

International Journal of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Navigation and 
 Observation

International Journal of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Distributed
Sensor Networks

International Journal of


