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The aims of this study of head and neck tissue samples were
to develop an immunohistochemical protocol based on the
catalysed reporter deposition (CARD) technique to enhance
staining results for use in automated true colour image ana-
lysis, to assess the reproducibility of systematic tissue sam-
pling in the angiogenic hot spot selection, and quantification
of microvessel density (MVD) and other vessel characteris-
tics. The latter data were compared between six metastasised
tongue squamous cell carcinomas, vs. four non-metastasised.
In comparison to the standard immunohistochemical proto-
col with anti-CD34 antibodies, CARD amplification resulted
in both more intensely stained and larger numbers of ves-
sels. Averaging the 10 most vascularised fields of the 40 to 60
systematically sampled fields in a tissue section resulted in
an overall acceptable interobserver reproducibility for most
assessed vessel parameters (r � 0.76 and p � 0.01).
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The percentage vessels with diameter <5 µm was signif-
icantly higher in the non-metastasised tongue carcinomas
(p = 0.02). However, for a number of tumours the effect of
tissue sampling was significant.

We conclude that CARD amplification is needed for reli-
able segmentation of vessels by image analysis systems, and
that tumour heterogeneity is a limiting factor for all proce-
dures in which tumour vascularity is assessed in a single tis-
sue section.

Figures on http://www.esacp.org/acp/2001/22-4/hannen.
htm.

1. Introduction

The angiogenesis-inducing capacity of malignant
tumours is regarded as an important factor influencing
tumour growth and clinico-biological behaviour [6].
Correlations between high microvessel density (MVD)
and the occurrence of metastases have been reported
for several types of malignancies [6,14,27], including
squamous cell carcinomas of the head and neck [8,
9,16,21,22,29]. Measurement of MVD is mostly per-
formed by manual counting of vascular profiles in tis-
sue sections in which blood vessels are visualised by
immunohistochemical procedures. Most widely used is
a protocol described by Weidner et al. [27], in which
vessels are manually counted in the so-called “angio-
genic hot spot”. The hot spot is defined as the area of a
tumour with the highest degree of vascularisation and
MVD is defined as the number of microvessels in the
hot spot [27] or as the mean value of MVD assessed
over a small number of the most vascularised areas of
the tumour [14]. The limitations of this procedure are
discussed in a recent manuscript on an international
consensus on the methodology and evaluation criteria
of angiogenesis quantification [25].
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In a recent study, it was shown that true colour image
analysis is a good alternative to manual counting, to
quantify tumour vascularity in the hot spot [24]. In that
study on human melanoma xenografts, the whole tu-
mour in a tissue section was completely sampled with
non-overlapping, consecutive standardised fields, and
subsequently the average vessel density over the three
highest vascularised fields was used to define the au-
tomated hot-spot MVD. This sampling procedure war-
ranted that the highest vascularised fields were almost
always found by independent observers, but it is a very
time-consuming method, especially for large tumours.
A tissue sampling technique not yet well explored in
studies on angiogenesis is the procedure of systematic
sampling [4] that is often used in stereology [11,26].
To the best of our knowledge, only few published stud-
ies on microvessel counting used a systematic sam-
pling procedure [5,13,28], and it is not considered in
the aforementioned consensus report [25].

In a preliminary study on angiogenesis in squamous
cell carcinomas (SCCs) of the tongue, we encountered
the problem that the intensity of the immunohisto-
chemically visualised vessels was sometimes very low.
In some cases, the intensity of the immunohistochem-
ical signal was so weak that the vessels were hardly
visible. Furthermore, large variations existed between
tumours of different patients (i.e., inter-tumour vari-
ation) and within the same tumour (i.e., intra-tumour
variation). Especially the intertumour variations were
considerable, even when a standardised immunohisto-
chemical procedure was used. The results of recogni-
tion of vessel profiles by an image analysis system are
mainly determined by the quality of the immunohis-
tochemical procedure [24]. Conventional immunohis-
tochemical techniques, including those using antigen-
retrieval procedures such as microwave and protease
pre-treatment, were clearly not suitable for a reliable
recognition of vessels by automated image analysis
systems. This may be explained by the extended fixa-
tion times required for large head and neck specimens.
A solution for this problem may be the use of a sig-
nal amplification system based on the horseradish per-
oxidase catalysed reporter deposition (CARD) of bi-
otinylated tyramine at sites of immunoreactivity [2,3].
The CARD procedure is a highly sensitive and highly
specific method for signal amplification in immuno-
histochemistry and in situ hybridisation [15,17,20]. In
a recent study, CARD amplification was used to en-
hance the immunohistochemical signal for the fully au-
tomated microvessel counting and hot spot selection by
monochromatic image analysis [1].

The aims of the present study were (1) to develop an
immunohistochemical protocol based on CARD tech-
nique to enhance staining results for use in true colour
image analysis of head and neck specimens, (2) to as-
sess the reproducibility of a systematic sampling pro-
cedure to quantify vessel parameters in SCCs of the
head and neck, (3) to assess if vessel parameters en-
abled to discriminate between metastasised and non-
metastasised tumours of the tongue.

2. Materials and methods

Formalin-fixed, paraffin-embedded tissue sections
from resection specimens of SCCs of the tongue,
which exhibited variable immunostaining intensities
in the standard immunohistochemical procedure were
used in several immunohistochemical experiments with
CARD amplification in order to select the most suit-
able procedure for use in true colour image analysis.

2.1. Patient material

From our archives we selected 10 patients with a
SCC of the mobile tongue, 6 patients with locore-
gional lymph node metastasis and 4 patients without
metastasis during follow-up of two years or more. For
each of these patients, the hematoxylin–eosin (HE)
stained tissue sections of all tissue blocks obtained
from the resection specimen were examined in order
to select one block that contains a major part of the
tumour. Tissue sections of these selected tissue blocks
were immunohistochemically stained with the follow-
ing CD34/CARD procedure.

2.2. Immunohistochemistry

2.2.1. Standard immunohistochemical procedure
The standard immunohistochemical procedure used

in this study started with formalin-fixed, paraffin-
embedded tissue sections of 4 µm thickness that were
mounted on Superfrost Plus slides (Menzel Gläser,
Braunschweig, Germany) and dried overnight at 56◦C.
Subsequently, the sections were deparaffinised, treated
with 1% H2O2 in methanol for 20 minutes, and rinsed
three times in phosphate buffered saline (PBS, pH 7.4)
for 5 minutes. After pre-incubation with normal horse
serum 100% (Vector Laboratories, Burlington, USA)
for 20 minutes at room temperature (RT), an overnight
incubation at 4◦C with CD34 (Qb-END, Biogenex,
San Ramon, USA) 1 : 2 in PBS/1% bovine serum al-
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bumin (PBS/1% BSA, Sigma, St. Louis, USA) was
performed, followed by three rinsing steps of 10 min-
utes in PBS, incubation with biotinylated horse-anti-
mouse serum (Vectastain ABC-kit, Vector Laborato-
ries) 1 : 200 in PBS/1% BSA (Sigma) for 30 min-
utes at RT, and three rinsing steps of 5 minutes in
PBS. Subsequently, the tissue sections were incu-
bated for 45 minutes with peroxidase (PO) labelled
avidin–biotin-complex (ABCPO, ABC Elite, 1 : 100;
Vector Laboratories) or with alkaline phosphatase (AP)
labelled avidin–biotin-complex (ABCAP, ABC Stan-
dard, 1 : 100, Vector Laboratories). After three rins-
ing steps of 5 minutes each in PBS, peroxidase was
visualised with 0.05% diaminobenzidine/0.15% H2O2

(DAB, Sigma) in PBS for 5 minutes and alkaline phos-
phatase with Vector Red (alkaline phosphatase kit I,
Vector Laboratories) for 30 minutes at RT, accord-
ing to the suppliers instructions. Finally, the sections
were rinsed in tap water, slightly counterstained with
Mayer’s hematoxylin, rinsed in tap water, dehydrated,
and mounted with Permount (Fisher Scientific, Fair
Lawn, USA). To avoid diffusion of the enzyme precipi-
tate of Vector Red the sections needed to be dehydrated
rapidly.

2.2.2. Biotinylation of tyramine
One hundred mg sulfosuccinimidyl-6-(biotinimide)

hexanoate (NHS-LC-biotin) (Pierce, Rockford, USA)
was dissolved in 40 ml 50 mM borate buffer, pH 8.0.
Next, 30 mg tyramine-HCl (Sigma) was added. The so-
lution was agitated overnight at RT and filtered. Before
application, biotinylated tyramide (BT) was diluted in
PBS, with 0.01% H2O2.

2.2.3. Signal amplification experiments
In order to optimise the CARD procedure, tissue

sections of SCCs exhibiting intra- and interspecimen
variations in the intensities of immunohistochemically
stained vessels were incubated with BT at different di-
lutions (1 : 25, 1 : 50, 1 : 100, 1 : 500 and 1 : 1000) and
different BT incubation times (1, 2, 4, 8 and 12 min-
utes). Proceeding the CARD procedure, the standard
immunohistochemical procedure was applied with the
incubation time for ABCPO reduced to 30 minutes. Af-
ter three rinsing steps of 5 minutes in PBS, incuba-
tions with BT at the aforementioned concentrations
and incubation times were performed. After three rins-
ing steps in PBS for 5 minutes the sections were incu-
bated with ABCPO 1 : 100 or ABCAP 1 : 100 for 20 min-
utes, and rinsed three times in PBS for 5 minutes. Per-
oxidase was visualised with DAB incubation for 5 min-
utes and alkaline phosphatase with Vector Red incuba-

tion for 30 minutes. The processing steps that followed
these DAB and Vector Red incubation were the same
as described before.

2.3. Tissue sampling

The sections of each of the 10 SCCs of the tongue
were examined at low power magnification (objective
4×) and the area of tumour tissue within the section
was demarcated. The demarcated tumour tissue was
manually sampled at higher magnification (objective
10×) with a systematic sampling technique. In short,
neighbouring fields in a horizontal and vertical di-
rection were sampled subsequently, thus reciprocating
from left to right, starting at the top going to bottom
through the tissue section. In cases with a large tumour
area, two or more neighbouring fields were skipped
in a horizontal direction, in order to limit the number
of fields. Only fields including enough tumour tissue
and tumour-stroma were included. Fields containing
more than 50% of pre-existing vessel-rich structures
such as striated muscle, lamina propria or peripheral
nerves were skipped. Fields containing more than 50%
of necrosis or artefacts were also skipped. In this man-
ner, the whole tumour in the tissue section was sam-
pled with 40–60 fields. The actual size of each field
was 0.17 mm2. All digitised images were stored on
magneto-optical disks.

2.4. Image analysis

Image analysis was performed using a Vidasplus

system (Kontron GmbH, Eching, Germany). Images
were recorded by a three-chip CCD camera (DXC-
325P, Sony, Tokyo, Japan) mounted on a conventional
light microscope (Axioskop, Zeiss, Jena, Germany) us-
ing a 10× objective (numerical aperture = 0.3). At
this magnification, the recorded fields measured 0.4 ×
0.425 mm (pixel size 0.78 × 0.83 µm2). Digitised im-
ages were stored on magneto-optical disc (Borsu Sys-
tema, Lelystad, The Netherlands) as true colour (24-bit
RGB) images. Prior to recording images of tissue spec-
imens, an image of an empty microscopic field and a
dark-current image were stored in order to correct for
unequal illumination and dark current of the camera,
respectively.

Recognition of the CD34 stained objects was per-
formed using an algorithm described elsewhere in de-
tail [23]. In short, the well-known red–green–blue
(RGB) to hue, saturation, intensity (HSI) conversion
was applied to the optical densities for the three cam-
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era channels instead of the channel intensities. This
hue, saturation, density (HSD) colour model was found
to be superior to the existing RGB and HSI colour
models for stain recognition in transmitted light mi-
croscopy [23]. The HSD model was implemented on
the Vidasplus system using the C free programming fa-
cilities. Application of the RGB to HSD conversion
results in two chromatic co-ordinates for each im-
age point (pixel). Due to camera limitations, the co-
ordinates within the chromatic plane are confined to a
triangular region. Each stain is represented by an ellip-
soid subdomain in this chromaticity triangle. A num-
ber of test specimens, containing only pure DAB or
Vector Red, was used to determine the locations and
extensions of the subdomains of these stains in the
chromaticity triangle. Recognition of vascular struc-
tures was performed as follows. Image pixels with
chromatic co-ordinates inside the ellipsoid regions of
the used stains were labelled as positive. Pixels with
optical density (OD) smaller than 0.2 were never la-
belled positive, whereas pixels with OD greater than
0.7 were always labelled positive, because chromatic
information of pixels originating from very low or very
high amounts of stain is inaccurate. Next, 8-connected
neighbouring pixels were grouped together to form ob-
jects that possibly represent vascular profiles. These bi-
nary objects were dilated twice, after which holes in-
side the objects were filled. Next, objects were eroded
twice to restore their original size. These binary opera-
tions resulted in filling of lumina, closure of small gaps
in the object contours, and slight smoothing of the ob-
ject contours so that values of perimeter and diameter
are more accurate. The final step consisted of removal
of objects with area smaller than 50 pixels, as these
were found too small to represent vascular structures.

The resulting vessel contours were projected in the
original colour images, providing a facility for interac-
tive deletion of incorrectly segmented vessel profiles,
due to larger gaps in the vessel contour. Because it was
not always possible to store fields that consisted en-
tirely of vital tumour tissue, non-tumour regions could
be interactively excluded from further analysis.

Finally, parameters were calculated describing the
MVD and characteristics of individual vessel profiles.
Only vessel profiles entirely localised within the field
were used to measure individual vessel parameters,
whereas the “forbidden line”-method was used to mea-
sure MVD [12]. In addition to parameters provided by
the Vidasplus system (Table 1), a measure for the di-
ameter (DIAM) was implemented. The latter param-
eter was obtained as follows. The medial axis of an

Table 1

Vessel parameters and their definitions used in this study

Parameter Description

MVD Number of vessels per mm2,

corrected for measured area

AREA Area of individual vessels

PERIM Perimeter of individual vessels

DIAM Diameter of individual vessels

%CAT1 Percentage of vessels with

DIAMETER <5 µm

%CAT2 Percentage of vessels with

5 µm � DIAMETER <10 µm

%CAT3 Percentage of vessels with

10 µm � DIAMETER <15 µm

%CAT4 Percentage of vessels with

DIAMETER �15 µm

object was determined using binary erosions and for
each pixel on this axis, the shortest distance to the ob-
ject contour was measured using a distance transform.
DIAM is defined as the maximum value of the shortest
distances multiplied by a factor two.

2.5. Interobserver reproducibility

In the aforementioned procedure, two observer de-
pendent steps may cause interobserver variations:
(1) interactive correction of stored images and (2) field
selection using the systematic sampling procedure. In
order to assess the interobserver reproducibility of the
interactive correction step, 10 SCCs of the tongue were
sampled by one observer (EH) and the stored im-
ages were independently corrected by two observers
(EH and VC). Subsequently, the same 10 SCCs of the
tongue were sampled and corrected independently by
a second observer (VC).

2.6. Statistics

Statistical analysis was performed using SPSS 8.0
for Windows (SPSS Inc., Chicago, USA). Based on
MVD, for each tumour the 25 most vascularised fields
were selected from the 40–60 sampled fields. Averages
for all vessel parameters were calculated over all ves-
sels in the most vascularised field (henceforth called
the “hot-spot”) and in the 5, 10, 15, and 25 fields with
highest MVDs. The vessel profiles were subdivided
in 4 diameter categories, consisting of profiles with
DIAM < 5, 5 � DIAM < 10, 10 � DIAM < 15, and
DIAM � 15, respectively. Subsequently, the percent-
age of vessels in each category was calculated for the
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hot spot and the 5, 10, 15, and 25 fields with highest
MVDs.

The interobserver reproducibility of the interactive
correction step and the systematic sampling procedure
were assessed by a Spearman’s rank correlation analy-
sis and analysis of variance (ANOVA). In the ANOVA
model, the main effects of patients and observers, as
well as the interaction term between observer and pa-
tient were considered. ANOVA was also used to as-
sess the differences between metastasised and non-
metastasised tongue carcinomas.

3. Results

3.1. Immunohistochemistry

CARD amplification with BT dilution of 1 : 50 and
BT incubation time of 5 minutes was ultimately se-
lected to visualise vessels in SCCs of the head and
neck for assessment by image analysis. This protocol
resulted in very intensely stained vessels and sprouting
and migrating endothelial cells, whereas the tumour
stroma did not exhibit background staining. In contrast,
the pre-existing structures such as striated muscle cells
and peripheral nerves gave high background staining.
The BT dilutions of 1 : 500 and 1 : 1000 did not amplify
the signal enough for cases with very weak staining in-
tensities of vessels using the standard procedure. The
1 : 25 BT concentration did not give a substantial im-
provement of the signal amplification in comparison to
1 : 50. The shortest BT incubation times also resulted
in insufficient signal amplification. In cases where the
standard immunohistochemical procedure resulted in
unstained or very weakly stained vessels the effect of
CARD amplification was considerable (Figs 1a–e). In
these cases, the CARD amplification step did not only
result in an enhancement of the recognition of CD34
stained objects, but also in a larger number of immuno-
histochemically stained objects (Figs 1a,b). This was
found in tissue sections in which the colour was devel-
oped by incubating with DAB as well as Vector Red
(Figs 1b,c). In tumours in which the vessels were more
adequately stained by the standard immunohistochem-
ical protocol, CARD amplification gave more intensely
stained vessels, but the differences in the number of
stained objects were less obvious (Figs 1d,e).

In the DAB stained tissue sections, the contours of
the vessel profiles were more sharply demarcated than
in the Vector Red stained tissue sections (Figs 1b,c).
In the Vector Red stained sections the boundaries of

the vessels were not only more blurred, but exhibited
also more interspecimen variation in blurring than the
DAB stained sections. Based on these differences in
staining characteristics of DAB and Vector Red, the
former was selected for the use in true colour image
analysis. In Fig. 1f, the results of the automatic recog-
nition of DAB stained vessels, without interactive cor-
rections, are given. Automatic recognition of vessels
may be seriously hampered in regions (especially in
striated muscles) with high background staining. The
very elongated vessel transsections in the stroma of the
tumour are sometimes erroneously segmented by the
image analysis system as a string of multiple small ves-
sels.

3.2. Reproducibility of tissue sampling

Correlation analysis revealed that the overall inter-
observer reproducibility of the interactive correction
step was good with intercorrector correlation r1 �
0.75 (p � 0.01) for the MVD and size parameters in
the systematically determined hot-spot (Table 2). The
percentages of vessels in the four categories were less
reproducible, especially for %CAT1 and %CAT4. The
intercorrector correlation coefficients increased when
vessel parameters were averaged over an increasing
number of fields (Table 2). Averaging parameters from
vessels in the ten highest vascularised fields resulted in
r1-values > 0.96 and in p-values < 0.001 for all pa-
rameters with exception of %CAT1. Addition of more
fields in the averaging did not give a substantial im-
provement of the reproducibility of the interactive cor-
rection step (Table 2).

Correlation analysis disclosed that the overall inter-
observer reproducibility of systematic determination of
the hot spot is poor with low and even negative val-
ues for the interobserver correlation (r2) for all the
vessel parameters (Table 2). Using vessel parameters
obtained from averaging all vessels in the five high-
est vascularised fields found by systematic tissue sam-
pling resulted in a substantial improvement of the in-
terobserver reproducibility of the sampling procedure
(r2 � 0.64, p � 0.05) for all parameters with excep-
tion of %CAT1 and %CAT4. Using the mean values
obtained from the ten most vascularised fields resulted
in acceptable interobserver reproducibility of all ves-
sel parameters with exception of %CAT1 and %CAT4,
with interobserver correlation coefficients r2 � 0.76
and p-values � 0.01 (Table 2). Averaging vessel pa-
rameters over more than 10 fields gave no substantial
improvement of the interobserver reproducibility of the
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Fig. 1. Immunohistochemical staining results for the standard procedure and in combination with CARD amplification. An immunohistochemi-
cally stained tisue section of tongue carcinoma, with very weakly stained and even unstained vessels using the standard procedure with DAB (a)
and the successive, serial section using CARD amplification, disclosing more vessel profiles and more intensely stained vessels with DAB (b).
A non-successive, serial section of the same area in the same tumour, with vessels visualised with Vector Red after CARD amplification also
showed intensely stained vessels, however Vector Red gave more blurred vessel contours than DAB (c). Another SCC with stained vessels using
the standard procedure with DAB (d) and the successive, serial section using CARD amplification exhibiting more intensely stained vessels, no
background staining, and plasma cells of the inflammatory infiltrate remained unstained (e). The same image as (e), with vessel profiles found
after automated recognition by the image analysis system are marked with green contours (f). This figure can be viewed on http://www.esacp.
org/acp/2001/22-4/hannen.htm.

http://www.esacp.org/acp/2001/22-4/hannen.htm
http://www.esacp.org/acp/2001/22-4/hannen.htm


E.J.M. Hannen et al. / Quantification of tumour vascularity in squamous cell carcinoma 189

Table 2

The interobserver correlations for the correction step (r1) and for the systematic sampling (r2) and their two-tailed p-values are given for the
MVD and other parameters in the hot spot and averaged over the 5, 10, 15, and 25 highest vascularised fields, determined by systematic tissue
sampling

Hot spot Top 5 fields Top 10 fields Top 15 fields Top 25 fields

r p r p r p r p r p

MVD r1 0.84 0.002 0.97 <0.001 0.98 <0.001 0.99 <0.001 0.99 <0.001

r2 0.48 n.s. 0.64 0.045 0.77 0.009 0.84 0.003 0.91 <0.001

AREA r1 0.81 0.005 0.95 <0.001 0.99 <0.001 0.99 <0.001 0.99 <0.001

r2 0.37 n.s. 0.70 0.026 0.76 0.010 0.81 0.004 0.83 0.003

PERIM r1 0.75 0.012 0.96 <0.001 0.99 <0.001 0.99 <0.001 0.99 <0.001

r2 0.57 n.s. 0.69 0.029 0.79 0.006 0.83 0.003 0.78 0.008

DIAM r1 0.82 0.004 0.96 <0.001 0.99 <0.001 0.98 <0.001 0.99 <0.001

r2 0.50 n.s. 0.69 0.028 0.77 0.009 0.78 0.007 0.83 0.003

%CAT1 r1 0.63 n.s. 0.83 0.003 0.87 0.001 0.95 <0.001 0.93 <0.001

r2 −0.10 n.s. 0.12 n.s. 0.35 n.s. 0.45 n.s. 0.39 n.s.

%CAT2 r1 0.69 0.029 0.94 <0.001 0.96 <0.001 0.96 <0.001 0.99 <0.001

r2 0.02 n.s. 0.88 0.001 0.90 <0.001 0.92 <0.001 0.90 <0.001

%CAT3 r1 0.67 0.036 0.92 <0.001 0.98 <0.001 0.97 <0.001 0.99 <0.001

r2 0.47 n.s. 0.89 0.001 0.92 <0.001 0.88 0.001 0.84 0.002

%CAT4 r1 0.28 n.s. 0.97 <0.001 0.99 <0.001 0.99 <0.001 0.99 <0.001

r2 −0.41 n.s. 0.29 n.s. 0.55 n.s. 0.66 0.044 0.82 0.004
n.s.: not significant.

systematic sampling procedure. Averaging vessel pa-
rameters over the ten most vascularised fields found by
systematic tissue sampling was found to result in an ac-
ceptable overall interobserver reproducibility in SCCs
of the tongue.

For the interactive correction step, ANOVA calcu-
lated over data from the 10 most vascularised fields
disclosed no significant interactions between observers
and patients. A significant interaction would indicate
that the interobserver reproducibility varies between
patients. The effect of interactive correction was not
significant for any parameter, except for the MVD
(p = 0.01). However, variations between patients
were found highly significant for almost all parame-
ters. The effect of field sampling by two independent
observers showed a significant interaction between ob-
server and patient for a number of parameters (AREA,
DIAM, and MVD), indicating a significant sampling
effect for some patients for these parameters. This is
shown graphically in Fig. 2 for MVD and DIAM. For
PERIM and %CAT3, a significant interobserver effect
was found (p = 0.001 and p = 0.02, respectively).

3.3. Metastasised versus non-metastasised tumours

Using the results obtained from the 10 most vascu-
larised test fields, the mean values and standard devi-
ations of the parameter %CAT1 were 20.4 ± 3.0 and

16.7 ± 4.1 for non-metastasised and metastasised tu-
mours, respectively. ANOVA disclosed that this differ-
ence is statistically significant (p = 0.02). For the other
parameters, no significant differences between these
two groups were found.

4. Discussion

Figures on http://www.esacp.org/acp/2001/22-4/
hannen.htm.

The results of the present study show the developed
immunohistochemical protocol based on CARD signal
amplification enhanced the staining results. The sensi-
tivity, specificity, and signal-to-noise ratio of the im-
munohistochemical detection of blood vessels with the
monoclonal antibody directed against CD34 were im-
proved. The combination of high intensity of the spe-
cific immunohistochemical signals and the absence of
background staining is an important condition for suc-
cessful automated recognition of immunohistochemi-
cally stained objects in tissue sections by image analy-
sis systems. Background staining appeared to be a ma-
jor limiting factor in the automated recognition of ves-
sel profiles using true colour image analysis [24]. In a
recent study on angiogenesis in breast cancer, applica-
tion of CARD amplification proved necessary for the
automatic recognition of vessels by monochromatic

http://www.esacp.org/acp/2001/22-4/hannen.htm
http://www.esacp.org/acp/2001/22-4/hannen.htm
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(a) (b)

Fig. 2. Interobserver reproducibility for the interactive correction step and the systematic sampling of microvessel density and vessel diameter
for 10 patients with a tongue carcinoma. For each patient, the mean values and 95% confidence intervals of the microvessel density (MVD) (a)
and DIAM (b) obtained from the 10 highest vascularised fields found by sampler 1 and corrector 1 (◦), sampler 1 and corrector 2 (�), sampler 2
and corrector 2 (�).

image analysis using the monoclonal antibody directed
against CD31 [1]. Antibodies directed against CD31
have been proposed as standard for the visualisation
of vessels [25]. However, it cannot be recommended
for use in the automatic recognition of microvessels in
chronically inflamed tumours, because plasma cells are
also stained by CD31. This problem was encountered
in the aforementioned study on breast carcinomas and
required an interactive correction step to eliminate the
falsely recognised plasma cells [1].

The Chalkley point counting procedure has been
proposed as the standard method for quantification of
intratumour MVD due to inadequate reproducibility of
the automated recognition of vessel profiles in tissue
sections due to the heterogeneity of microvessel mor-
phology, e.g., size, length and anastomoses, and lo-
cal differences in immunostaining intensity [25]. In the
present study it was shown that problems with regard
to the intra- and interspecimen variations of the im-
munohistochemical signal were considerably reduced
by combination of the CARD amplification and true
colour image analysis using the HSD colour model.
The CARD procedure resulted in more uniform and
enhanced staining intensities and sharply demarcated
vessel boundaries when DAB was used. Because in
the HSD model colour information is used for recog-
nition of vessels, intra- and interspecimen variations
in staining density had less effect on the segmentation
of vessel profiles than when the widely used RGB or
HSI models were applied. The advantages of the use of

the HSD colour model in transmitted light microscopy
were recently reported [23]. In the present study, it was
shown that interactive correction of stored images by
two independent observers resulted in a good interob-
server reproducibility. Only for the MVD, a weakly
significant corrector effect was observed, probably re-
flecting the difficulty in defining criteria for individ-
ual vessel profiles. However, this problem hampers any
procedure for quantification of the MVD.

Reliable automated recognition of immunohisto-
chemically stained vessels has important advantages
in comparison to point-counting procedures, such as
the recommended Chalkley method. Size and shape
parameters can be used to subclassify blood vessels,
enabling assessment of the relationship between sub-
classes of vessels and biological behaviour of tumours.
In a recent study on human melanoma xenografts with
different metastatic behaviour, no significant differ-
ences between the two melanomas were found for
immunohistochemically stained objects with diame-
ter <3 µm and diameter >12 µm, whereas the most
significant differences were found for vessels with a
diameter in the range of 6–9 µm [24]. The results
of the latter study demonstrated the need to deter-
mine subgroups of microvessels preferentially used
in the complex process of metastasis. In the present
study on a very small series of patients with a tongue
carcinoma, it was shown that significant differences
between metastasised and non-metastasised tumours
were found for the percentages of vessels with a di-
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ameter smaller than 5 µm, whereas the MVD did not
differ significantly.

The systematic sampling procedure for SCCs of the
tongue with 40–60 fields is unsuitable for a reliable
hot spot selection in tissue sections, as was shown
in the present study. Vessel parameters obtained from
the field with the highest vessel density (i.e., system-
atically determined hot spot) were not reproducible.
A substantial improvement of the interobserver corre-
lation was obtained by averaging these vessel param-
eters over a larger numbers of the most vascularised
fields. Calculation of the moving average of these pa-
rameters revealed that the mean values obtained from
the 10 most vascularised fields, found by systematic
sampling, resulted in an acceptable overall interob-
server reproducibility. However, the interobserver re-
producibility of field sampling varied between patients,
and the differences between the two observers were
significant for some patients even after averaging 10
or more of the highest vascularised fields. The interob-
server reproducibility of systematic tissue sampling is
determined by both intratumour variations due to tu-
mour heterogeneity and by the sampled tumour area,
which is determined by the number of systematically
sampled fields. Other studies using complete sampling
of the whole tumour area in tissue sections disclosed
that this procedure resulted in highly reproducible hot
spot selection [1,24]. However, it remains to be elu-
cidated whether the MVD in the hot spot, found by
complete sampling of the tumour area in one single tis-
sue section, is more representative for the whole tu-
mour than the MVD estimated by the mean value of
the 10 most vascularised fields found by a systematic
sampling procedure in one tissue section. De Jong et
al. [5] found a noteworthy heterogeneity in microvessel
counts in breast tumours between different areas from
the same section. This is in agreement with our obser-
vations in SCCs of the tongue. Heterogeneity in mi-
crovessel counts was also found between correspond-
ing areas in different sections from the same tissue
block, and between blocks from the same tumour. Dif-
ferences between blocks caused the larger part of the
total variance of microvessel counts [5]. It is likely that
the inter-block variations also cause a major part of the
total variance in other tumour types, including squa-
mous cell carcinomas of the tongue.

In the literature, there is still no consensus concern-
ing the number of highest vascularised fields in tu-
mours that must be used to obtain a reliable and re-
producible estimation of the intratumoural MVD [26].
In a number of studies, the MVD in only one hot spot

was used [19,27]; other investigators used the mean
value of the three or four most vascularised spots in
a tumour section [7,14,18]. It is questionable whether
there is an unequivocal answer to this question, be-
cause the ideal number of “hot spots” needed for a re-
producible estimation of the MVD representative for
the whole tumour may depend on tumour type and on
the tissue sampling procedure. In our opinion, for each
tumour type the number of highest vascularised areas
(“hot spots”) that is required to obtain a reproducible
estimation of intratumoural MVD must be determined
by moving average experiments.

We conclude that CARD amplification is needed
for reliable recognition of vessels by automated im-
age analysis of head and neck tissue samples. Tumour
heterogeneity is a limiting factor for the application
of systematic tissue sampling, but this is true for all
other procedures in which hot spot selection is based
on a single tissue section or on a biopsy specimen. Es-
pecially, when vessel parameters will be used to con-
struct a discriminant function to predict the biological
behaviour of a tumour for individual patients, one must
be aware of sampling errors that may cause misclassi-
fications.
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