
Case Report
A Case of Arterial and Venous Tear during
Single Lead Extraction

Michael S. Green, Daniel Wu, Vishal Patel, and Rayhan Tariq

Department of Anesthesiology and PerioperativeMedicine, Drexel University College ofMedicine andHahnemannUniversity Hospital,
Philadelphia, PA 19102, USA

Correspondence should be addressed to Michael S. Green; michael.green@drexelmed.edu

Received 15 February 2016; Revised 22 March 2016; Accepted 3 April 2016

Academic Editor: Tayfun Sahin

Copyright © 2016 Michael S. Green et al. This is an open access article distributed under the Creative Commons Attribution
License, which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly
cited.

Transcutaneous lead extraction can be associated with significant morbidity andmortality.The risk of causing concomitant arterial
and venous injury is rare. We report a case of marginal artery rupture with coronary sinus rupture after a CS lead extraction. A 71-
year-oldmale was admitted for extraction of a 6-year-old implantable cardioverter-defibrillator lead due to fracture from insulation
break. During the lead extraction, blood pressure fell precipitously and echocardiographic findings were consistent with pericardial
effusion. After unsuccessful pericardiocentesis, open chest sternotomy and evacuation of hematoma was performed. Subsequent
surgical repair of several injuries was completed including the distal coronary sinus, a large degloving injury of posterior portion
of the heart, and first obtuse marginal branch bleed. This case demonstrates that when performing transcutaneous lead extraction
(TLE) with laser sheath, a degloving injury can cause arterial rupture with concomitant coronary sinus injury. A multidisciplinary
team-based approach can ensure patient safety. Learning Objective. Implantable cardioverter-defibrillator leads will falter over time.
With the advancement of new technology for extraction more frequent and serious complications will occur. Active fixation CS
leads present unique challenges. In the presence of hemodynamic changes during extraction the occurrence of both an arterial and
venous injury must be considered.

1. Introduction

The use of implantable cardioverter-defibrillator (ICD) or
pacemakers has increased significantly over the past 2
decades. These mechanical devices are subject to deterio-
ration and malfunction. Although any component of the
implantation can malfunction, the lead is the most suscep-
tible [1]. The estimated lead survival rate at 5 years after
implantation is 85% and at 8 years is 60%, reaching down to
20% at 10 years [2]. At such time, leads need to be removed
through lead extraction. Leads can be extracted via a tran-
scutaneous approach. Transcutaneous lead extraction (TLE)
can be associated with significant morbidity and mortality.
Reported major complication and mortality rates with TLE
vary widely across studies. In one large study the rate of
major complications in TLE was found to be 1.4% [3]. These
complications range from cardiac tear, vascular avulsion,
pulmonary embolism, and anesthesia related complications.
These complications can require blood transfusion or surgical

intervention. The leads are designed so they are advanced
and fixed in the coronary venous system around the heart, so
there is an unavoidable risk of causing venous injury during
the traction and dislodging. However, the risk of causing
arterial injury during lead extraction is rare. We report a case
of marginal artery rupture along with coronary sinus rupture
after an ICD lead extraction. Truly a rare occurrence was
unreported in the literature.

2. Case Report

A 71-year-old male with a history of chronically implanted
ICD (6 years) was initially admitted to electrophysiology (EP)
suite for an ICD lead extraction and replacement upgrade of
the system to a biventricular functional system. During an
ICD pulse generator replacement (Medtronic Viva XT CRT-
D, model DTBA1D1) 2 months earlier the coronary sinus
lead was noted to have a fracture due to insulation break
so it was cut and capped at that time. The model of this

Hindawi Publishing Corporation
Case Reports in Cardiology
Volume 2016, Article ID 3836754, 3 pages
http://dx.doi.org/10.1155/2016/3836754



2 Case Reports in Cardiology

particular implanted Left Ventricular Coronary sinus lead
was Medtronic StarFix unipolar active fixation, model 4195
(implant date 6 years ago). Patient had history significant for
class III congestive heart failure with underlying LBBB.

Cardiac fluoroscopy was performed to demonstrate nor-
mal position of the ICD pulse generator in the left subclavian
area. The right atrial and ventricular leads tracked normally
while the coronary sinus lead was noted to be fractured
within the pocket with the lead remnant in the ICD pocket.
Cardiac silhouette motion was normal and no evidence of
pleural effusion was noted. Local anesthesia was infiltrated
to the right and left groin. An 18 g arterial line was placed
in the left femoral artery with good waveform. #7f and #9f
venous lines were placed in the right femoral vein. Through
the #9f, an intracardiac echocardiographic (ICE) probe was
advanced to the level of the right atrium and ventricle. No
evidence of vegetation or pericardial effusion was noted.
The left subclavian area was prepped and draped. Local
anesthesia was administered to the left anterior chest wall
prior to opening the pocket.Thepulse generatorwas removed
from the pocket and leads were dissected to the level of
the anchoring sleeves. There was a cap present over the
abandoned lead remnant and this cap was removed. Tie-
down sutures were removed. Leads were dissected to the
level of the anchoring sleeves to free them up from posterior
scar tissue. The anchoring sleeve of the coronary sinus lead
was removed and gentle traction initiated; however, it was
heavily scarred into position at the distal branch of the lateral
branch of the coronary sinus. All 4 splines were deployed.
The head of the lead was cut off and a Liberator locking
stylet was advanced and locked at 1 cm from the tip of the
lead. With continuous traction, a 12-French laser sheath was
advanced over the lead to break up heavy fibrosis near the left
brachiocephalic vein and down to the superior vena cava.The
lead became dislodged situating itself at the proximal area of
the coronary sinus. Continuous gentle traction of this area
and laser at the ostium of the coronary sinus lead dislodged
the lead in its entirety from the coronary sinus and it was
removed without difficulty. There was a substantial amount
of scarring at the level of the coronary sinus insertion site and
around the splines before they became dislodged.

At this time, the patient’s blood pressure became labile.
Cardiac silhouette motion was decreased and ICE probe
showed pericardial effusion consistent with pericardial tam-
ponade. A subxiphoid pericardiocentesis needle was inserted
and 60 cc of blood was aspirated.The patient’s blood pressure
responded and, however, subsequently started to decrease
again. Cardiothoracic surgery was called to the EP suite, and
patient was intubated and requiring massive hemodynamic
support, which deteriorated into cardiac arrest requiring
cardiopulmonary resuscitation. While in the EP suite, open
chest sternotomy and evacuation of hematoma from the peri-
cardium was performed. Large amount of clot was removed
from behind the heart and hemodynamics stabilized despite
continued bleeding. Patient was transferred to the operating
room.

Intraoperatively, the patient was immediately placed on
cardiopulmonary bypass to explore cardiac structures and
injury. Several injurieswere noted including a large amount of

bleeding from the posterior portion of the heart due to total
disruption of the distal coronary sinus and large degloving
injury of posterior portion of the heart with large first obtuse
marginal branch bleed. In addition, the innominate vein had
a large hematoma overlying a tear where it crossed the aorta.
At least 2 puncture injuries to the heart were noted likely
associated with pericardiocentesis.

After the patient’s status stabilized, electrophysiology rec-
ommended replacement of biventricular ICDpulse generator
to his remaining right atrial and ventricular leads without
any further manipulation of the leads with intention to even-
tually upgrade to a biventricular device. The procedure was
successfully completed.

3. Discussion

Most pacemaker leads implanted within a year can be
removed without the use of any specialized equipment,
termed “lead explant” [4]. But as the duration of the leads
increases, fibrosis will form around the leads and adhere
them to the vessel walls. thus requiring specialized equipment
in a procedure named “lead extraction” [4]. Therefore, in
patients with a chronically implanted lead, more fibrosis
will form around the lead, causing the extraction procedure
to be more difficult and prone to complication. The most
common reasons for lead extraction are device infection
and lead conduction failure. A multidisciplinary team-based
approach involving a cardiothoracic surgeon, anesthesia
support, access to fluoroscopy and echocardiography, and
nursing support is critical in order to ensure safe outcome
[4]. Operator experience is also an important component
in reducing complications. A single center’s experience
using a multidisciplinary approach suggests that there is a
learning curve to lead extraction procedure as well as the
preparation for potentially unavoidable complications [4].
Although infrequent, most of the complications attempting
the extraction involved a laser sheath technique, leading to
SVC tear or cardiac tamponade [5, 6]. A trend toward more
complication was noted in procedures associated with a laser
sheath (3.4% versus 0.8%) [6]. With an increased amount of
fibrosis around the leads, a laser approach is more desired
to remove the fibrotic tissue around the lead for an easier
extraction. The increased incidence rate of complications
using the laser sheath could be due to decreased cardiac
wall stiffness after lasing with a larger sized sheath (12f–16f)
[7]. A decreased wall stiffness could cause the pericardial
tissue to tear more easily under the stress of extraction.
In this case, avulsion of the lead caused a large degloving
injury during which left marginal artery was ruptured. Left
marginal artery (or obtuse marginal artery) is a branch of
the circumflex artery, traveling along the left margin of heart
towards the apex of the heart. Active fixation CS lead such
as the Medtronic StarFix CS lead used in our case presents
additional procedural complexity compared to the use of
passive fixation CS lead. It almost always required the use of
excimer laser sheath compared and reimplantation proved to
be impossible in the same venous branch [8].

Active fixations CS leads were introduced to reduce the
rate of lead dislodgment, but the active fixation mechanism



Case Reports in Cardiology 3

can present with added complications should these leads
necessitate extraction. Although limited knowledge base in
the literature has reported acceptable success and morbidity
in extraction of active CS leads [9], there should always be an
anticipation and preparation for any potential complication.
Our case demonstrated that when performing a transvenous
lead extraction of an active fixation CS lead, a degloving
injury can cause arterial rupture and venous rupture. A
multidisciplinary team-based approach can ensure patient
safetywhen facedwith complications such as a coronary sinus
and arterial rupture.

Competing Interests

The authors declare that there are no competing interests.

References

[1] H. J. Moore, M. Goldstein, and P. E. Karasik, “How should
implantable cardioverter-defibrillator lead failures be managed
and what is the role of lead extraction?” Cardiac Electrophysiol-
ogy Clinics, vol. 4, no. 2, pp. 209–220, 2012.

[2] T. Kleemann, T. Becker, K. Doenges et al., “Annual rate of trans-
venous defibrillation lead defects in implantable cardioverter-
defibrillators over a period of >10 years,” Circulation, vol. 115,
no. 19, pp. 2474–2480, 2007.

[3] C. L. Byrd, B. L. Wilkoff, C. J. Love et al., “Intravascular extrac-
tion of problematic or infected permanent pacemaker leads:
1994–1996,” PACE—Pacing and Clinical Electrophysiology, vol.
22, no. 9, pp. 1348–1357, 1999.

[4] B. L. Wilkoff, C. J. Love, C. L. Byrd et al., “Transvenous lead
extraction: heart rhythm society expert consensus on facilities,
training, indications, and patient management. This document
was endorsed by the American Heart Association (AHA),”
Heart Rhythm, vol. 6, no. 7, pp. 1085–1104, 2009.

[5] T. M. Maus, J. Shurter, L. Nguyen, U. Birgersdotter-Green, and
V. Pretorius, “Multidisciplinary approach to transvenous lead
extraction: a single center’s experience,” Journal of Cardiotho-
racic and Vascular Anesthesia, vol. 29, no. 2, pp. 265–270, 2015.

[6] F. Franceschi, M. Dubuc, J.-C. Deharo et al., “Extraction of
transvenous leads in the operating room versus electrophysiol-
ogy laboratory: a comparative study,” Heart Rhythm, vol. 8, no.
7, pp. 1001–1005, 2011.

[7] I. Diemberger, A. Mazzotti, M. Biffi et al., “From lead man-
agement to implanted patient management: systematic review
and meta-analysis of the last 15 years of experience in lead
extraction,” Expert Review of Medical Devices, vol. 10, no. 4, pp.
551–573, 2013.

[8] E. M. Cronin, C. P. Ingelmo, J. Rickard et al., “Active fixation
mechanism complicates coronary sinus lead extraction and lim-
its subsequent reimplantation targets,” Journal of Interventional
Cardiac Electrophysiology, vol. 36, no. 1, pp. 81–86, 2013.

[9] E. M. Cronin and B. L. Wilkoff, “Coronary sinus lead extrac-
tion,”Cardiac Electrophysiology Clinics, vol. 7, no. 4, pp. 661–671,
2015.



Submit your manuscripts at
http://www.hindawi.com

Stem Cells
International

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

MEDIATORS
INFLAMMATION

of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Behavioural 
Neurology

Endocrinology
International Journal of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Disease Markers

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

BioMed 
Research International

Oncology
Journal of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Oxidative Medicine and 
Cellular Longevity

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

PPAR Research

The Scientific 
World Journal
Hindawi Publishing Corporation 
http://www.hindawi.com Volume 2014

Immunology Research
Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Journal of

Obesity
Journal of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

 Computational and  
Mathematical Methods 
in Medicine

Ophthalmology
Journal of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Diabetes Research
Journal of

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Research and Treatment
AIDS

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Gastroenterology 
Research and Practice

Hindawi Publishing Corporation
http://www.hindawi.com Volume 2014

Parkinson’s 
Disease

Evidence-Based 
Complementary and 
Alternative Medicine

Volume 2014
Hindawi Publishing Corporation
http://www.hindawi.com


