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Abstract. 
Objective. To establish and validate a simple, sensitive, and rapid liquid chromatography tandem mass spectrometry (LC-MS/MS) method for the determination of methotrexate (MTX) and its major metabolite 7-hydroxy-methotrexate (7-OH-MTX) in human plasma. Method. The chromatographic separation was achieved on a Zorbax C18 column (3.5 μm, 2.1 × 100 mm) using a gradient elution with methanol (phase B) and 0.2% formic acid aqueous solution (phase A). The flow rate was 0.3 mL/min with analytical time of 3.5 min. Mass spectrometry detection was performed in a triple-quadruple tandem mass spectrometer under positive ion mode with the following mass transitions: m/z 455.1/308.1 for MTX, 471.0/324.1 for 7-OH-MTX, and 458.2/311.1 for internal standard. The pretreatment procedure was optimized with dilution after one-step protein precipitation. Results. The calibration range of methotrexate and 7-OH-MTX was 5.0-10000.0 ng/mL. The intraday and interday precision and accuracy were less than 15% and within ±15% for both analytes. The recovery for MTX and 7-OH-MTX was more than 90% and the matrix effect ranged from 97.90% to 117.60%. Conclusion. The method was successfully developed and applied to the routine therapeutic drug monitoring of MTX and 7-OH-MTX in human plasma.

1. Introduction
It was estimated that there were 385,700 new cases and 199,700 deaths of non-Hodgkin lymphoma (NHL) occurred in 2012 worldwide [1]. The incidence of NHL increased in the majority of more developed countries up to 1990 and leveled off thereafter [2, 3]. High-dose methotrexate (MTX) plus calcium folinate (CF) is one of the classic therapeutic regimens for the treatment of NHL. MTX is a folate analogue that competitively inhibits dihydrofolate reductase and subsequently blocks the formation of tetrahydrofolate from dihydrofolate. Tetrahydrofolate is a one-carbon donor for the nucleic acid synthesis [4]. Also, MTX could suppress the polyamine formation and methylation of proteins and phospholipid [5–7]. The pivotal metabolite of MTX, 7-hydroxy-methotrexate (7-OH-MTX), was proven in vivo to decrease the intracellular concentration of MTX [8, 9]. The accumulated concentration of 7-OH-MTX might also influence the pharmacokinetics of MTX due to competitive transportation across cell membranes [10, 11], and the relationship between 7-OH-MTX and nephrotoxicity and hepatotoxicity had also been reported [12].
High-dose MTX (1-5 g/m2) could penetrate the blood-brain barrier, blood-eye barrier blood-testis barrier, and even the tumor cells to overcome the drug-resistance [13]. As a result, the high-dose MTX is prescribed preferably to the patients suffered from NHL, osteosarcoma, choriocarcinoma, and acute lymphoblastic leukemia in clinical [14]. As a nontargeting agent, high-dose MTX is restricted with a narrow therapeutic window, especially in the renal or liver impaired patients. Normal cells in rapid proliferative period could also been suppressed by the MTX. The side effects of MTX include nephrotoxicity, hepatotoxicity, myelosuppression, and so on [15]. The incidences of nephrotoxicity, myelosuppression, and blood toxicity were 20%, 80%, and 33%, respectively [16, 17]. An early report showed a 6% death incidence because of high-dose MTX [18]. Regarding precaution against the severe side effects after administration of high-dose MTX, the CF will be prescribed to alleviate the nucleic acids suppression sometimes, but an inopportune rescue may decrease the treatment efficacy or even enhance the side effects incidence. In clinical, new target of balance the treatment efficacy and the side effects has attracted the attentions of clinicians, who devote themselves to optimize the dose and administration time of CF to guarantee the efficacy and prevent the side effects. To achieve this goal, therapeutic drug monitoring for MTX had been carried out in clinical based on the immunoassay method, high performance liquid chromatography (HPLC) method, and HPLC tandem mass spectrometry method. For immunoassay method, the crosstalk between MTX and its metabolite 7-OH-MTX, high cost and narrow monitoring range have hindered its clinical application [19], and the endogenic compounds could also disturb the in vivo quantification of MTX [20]. The HPLC methods showed disadvantages of long analytical time and low sensitivity. Recent years have witnessed the emergence of LC-MS/MS methods for the monitoring of MTX exposure [21–30]. Some advantages, for example, short analytical time, high sensitivity, simple pretreatment procedure, and high universality for multiple drugs, had been individually shown by these reported LC-MS/MS methods, but a better clinical application could be achieved if these advantages were systematically integrated in one method. Here, we report a newly developed and validated UHPLC-MS/MS method for the simultaneous determination of MTX and 7-OH-MTX in human plasma and the application was completed on clinical samples from NHL patients.
2. Experimental
2.1. Chemicals and Reagents
The standards including MTX, 7-OH-MTX, and MTX-d3 were purchased from Dalian Meilun Biotech Co., Ltd. (Dalian City, China. Purity >98% for MTX, 7-OH-MTX and MTX-d3. Lot No. MB1156-S, J0211A, J1213A). Chemical structures of MTX, 7-OH-MTX, and MTX-d3 are shown in Figure 1. HPLC-grade methanol and acetonitrile were both bought from Merck (Merck Company, Darmstadt, Germany). Formic acid was purchased from Tedia Company and of HPLC grade (Tedia Fairfield, OH, USA). Deionized water was prepared using a Milli-Q Reagent Water System in laboratory (Millipore, MA, USA). HPLC-grade ammonium hydroxide was obtained from Rowe Scientific Pty Ltd. (Perth, Australia). All other reagents were of analytical grade.




	
	
		
		
			
		
			
		
		
			
		
			
		
			
		
			
		
		
			
		
			
		
			
		
		
			
		
		
			
		
			
		
			
		
			
		
		
			
		
			
		
			
		
			
				
			
				
			
				
			
				
			
				
			
				
			
				
			
				
		
		
		
		
			
		
			
		
		
			
		
			
		
			
		
			
		
		
			
		
			
		
			
		
		
			
		
		
			
		
			
		
			
		
			
		
		
			
		
			
		
			
		
			
				
			
				
			
				
			
				
			
				
			
				
			
				
			
				
		
		
		
			
		
		
			
		
			
		
		
			
		
			
		
			
		
			
		
		
			
		
			
		
			
		
		
		
			
		
			
		
			
		
		
			
		
			
		
			
		
			
				
			
				
			
				
			
				
			
				
			
				
		
		
			
		
			
		
		
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
	


Figure 1: The chemical structures of MTX, 7-OH-MTX, and MTX-d3.


2.2. Instrumentation
All experiments were performed on an Agilent 6460 triple-quadrupole mass spectrometer equipped with an electrospray ionization source (Agilent Technology, MA, USA). The chromatographic separation was carried out on Agilent 1290 series ultra-high performance liquid chromatography, which contains a quaternary pump, an online degasser, an oven, and an autosampler. The instruments were operated with MassHunter software (Version 6.0.0, Agilent Technology, MA, USA).
2.3. Liquid Chromatography and Mass Spectrometry Conditions
Chromatographic separation was achieved on an Agilent ZORBAX C18 column (2.1 × 100 mm, 3.5 μm) and temperature was maintained at 35°C. The mobile phase included solvent A (0.2% formic acid in water) and solvent B (methanol) and was delivered at 0.3 mL/min. The gradient elution started at 8% B and varied as follows: 0-1 min: 8%-30% B; 1-2 min: 30%-60% B; 2-3 min: 60%-70% B; 3-3.5 min: 70%-70% B. The column was equilibrated with initial phase for 3 min before first injection. The injection volume was 5 μL and the total run time was 6.5 min. Mass spectrometry detection of analytes and IS was performed on Agilent 6460A, a triple-quadrupole mass spectrometer, operating in positive ionization mode. The quantification was performed using multiple reaction monitoring (MRM) mode with the following transitions: m/z 455.1/308.1 for MTX, m/z 471.0/324.1 for 7-OH-MTX, and m/z 458.2/311.1 for IS, respectively (Figure 2). The fragmentor voltages for MTX, 7-OH-MTX, and IS were optimized at 114 V, 110 V, and 114 V, respectively, and the collision energy was 13 eV, 8 eV, and 17 eV, respectively. The optimal mass spectrometry parameters were as follows: gas temperature 350°C; dry gas flow (N2) 10 L/min; nebulizer gas 50 psi; sheath gas temperature 300°C; sheath gas flow (N2) 12 L/min; capillary voltage 5000 V. For collision-induced dissociation, high-purity nitrogen was utilized as collision gas and delivered at a pressure of 0.2 MPa. Quadrupole 1 and quadrupole 3 were maintained at unit resolution. Dwell time was 200 ms for all analytes.
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Figure 2: The product ion plots and fragmentor structures of MTX, 7-OH-MTX, and IS in positive mode. (a) MTX; (b) 7-OH-MTX; (c) IS.


2.4. Preparation of Stock and Working Solutions
The stock solutions of MTX and IS were prepared in methanol (including 0.1% ammonium hydroxide) both at 1.0 mg/mL, and for 7-OH-MTX, it was prepared in methanol-ammonium hydroxide-water (7:2:1, v/v/v) solution to obtain a final concentration of 1.0 mg/mL. All stock solutions were stored at −80°C until analysis. The work solutions of analytes and the IS (500 ng/mL) were freshly prepared by further diluting the stock solutions with methanol-water (1:9, v/v).
2.5. Preparation of Calibration Standards and Quality Control Samples
Calibrations standards were prepared by adding appropriate volume of the work solutions into blank human plasma at concentrations of 5, 10, 100, 200, 500, 2000, 5000, and 10000 ng/mL for MTX and 7-OH-MTX. The quality control (QC) samples were separately prepared in the same way to obtain concentrations of 10 (LQC, low), 500 (MQC, medium), and 5000 (HQC, high) ng/mL for MTX and 7-OH-MTX. All samples were stored at −80°C.
2.6. Sample Pretreatment
To a 100 μL aliquot of sample, 20 μL IS solution (500 ng/mL in methanol-water solution, 1:9, v/v) and 300 μL methanol were added. The mixture was vortex-mixed for 3 min and centrifuged at 13600 ×g for 5 min at room temperature. Then 100 μL of the supernatant was transferred to 400 μL 20% methanol aqueous solution. After vortex-mixing for 1 min, the mixture was centrifuged again with the same conditions. A 5 μL aliquot of supernatant was injected into the LC-MS/MS system for analysis.
2.7. Method Validation
2.7.1. Specificity
Specificity was evaluated by comparing the chromatograms from six different lots blank samples with the spiked samples, and the corresponding responses less than 20% of LLOQ and 5% of IS were considered reasonable.
2.7.2. Recovery and Matrix Effect
The recovery was assessed by comparing the peak areas of the spiked samples with the spiked postextraction samples at the same concentrations (n=3), and the matrix effect was estimated by comparing the peak areas of spiked postextraction samples to the water-substituted samples at the same concentrations (n=3). Both recovery and matrix effect were evaluated at low, medium, and high concentrations of the analytes. MTX and 7-OH-MTX were assessed at 10, 500, and 5000 ng/mL, and IS was investigated at a single concentration of 500 ng/mL.
2.7.3. Linearity and Lower Limit of Quantification (LLOQ)
The calibration curves of MTX and 7-OH-MTX ranged from 5 to 10000 ng/mL and nine calibration standards were prepared in this range for both analytes. The calibration curves were regressed by plotting the peak area ratio of analyte to IS versus corresponding concentrations using a 1/ weighted linear least-squares regression model (n=5). The LLOQ was defined as the lowest concentration point on the calibration curve which should meet the precision and accuracy criterions (n=5), and the deviation of back-calculation for the other concentration points should not go beyond ±15% except for LLOQ, which has a more extensive deviation to ±20%.
2.7.4. Interday and Intraday Precision and Accuracy
The intraday and interday precision and accuracy were evaluated by analyzing five replicates of QC samples at three concentration levels in separated days (at least 2 days). Precision was expressed as the relative standard deviation (RSD%). The accuracy was determined as the deviation between the measured concentrations and the nominal concentrations. The RSD% for interday and intraday precision not more than 15% was rational. For intraday and interday accuracy, RE% (relative error) within ±15% was considered to be acceptable.
2.7.5. Stability
The stability, which included freeze-thaw stability, short-term stability, long-term, and bench-top stability of MTX, 7-OH-MTX, and IS in plasma, was investigated. Freeze-thaw stability was assessed after QC samples freeze-thaw for three cycles. Bench-top stability was assessed by analyzing the QC samples prepared and placed on the bench for 6 h. Long-term stability was tested by analyzing the QC samples stored at –80°C for 30 days. Short-term stability was evaluated by analyzing the extracted QC samples kept in the autosampler at 4°C for 24 h. The concentrations of analytes were calculated using accompanying constructed calibration curve.
2.7.6. Carry-Over
Carry-over of MTX and 7-OH-MTX was also tested by injecting the highest calibration standard sample prior to injecting a blank sample, and the responses of analytes in blank samples not more than 20% of the LLOQ and 5% of the IS were considered to be acceptable.
2.7.7. Dilution Effect
The dilution effect was assessed by comparing the measured concentration to the nominal dilution concentration. Freshly prepared spiked samples with concentration beyond the highest calibration standard should be diluted by corresponding blank matrix into the linear range. Every dilution factor should be assessed at least for five times, and the RSD% and RE% should not more than 15% and within ±15%.
2.8. Clinical Application for MTX Exposure Monitoring
The experimental protocol was reviewed and approved by the Ethical Committee of Changzheng Hospital (Shanghai, China) and carried out in Changzheng hospital. Informed consent was signed by all the participants. Finally, 11 malignant lymphoma patients (male 5; female 6) in total were recruited and the samples were collected at 44, 68, and 92 h for every patient after administration of MTX using intravenous drip. The average age was 53.45 ± 9.75 (Mean ± SD) years. The dosage of MTX for the 11 patients was 0.77~3.50 g/m2 based on their clinical diagnosis. The samples were shaken slightly and then centrifuged at 3000 ×g for 10 min. The supernatant (plasma) was harvested and stored at −80°C until analysis.
3. Results and Discussions
3.1. LC-MS/MS Condition Optimization
LC-MS/MS method is based on the chromatography separation and mass spectrometry detection. An optimized chromatography separation and mass spectrometry detection could facilitate the drug quantification and analysis process. The first way to achieve the goal is to find a better mobile phase and the buffer substance, and the buffer substances could adjust the mobile phases pH and enhance the ionization efficiency to obtain a better peak symmetry and higher responses [31]. For the condition optimization, different buffer substances, for example, formic acid (0.05%, 0.1%, 0.2%, and 0.5%; V/V), acetic acid (0.1%; V/V), ammonium acetate (5 mmol/L, 10 mmol/L), were added for the tailing suppression and response enhancement. In addition, the organic reagents including methanol and acetonitrile and their mixture in different proportions were tested for the elution capacity and peak symmetry. As a result, 0.2% formic acid in water phase and methanol was proven to be the optimal mobile phases for the MTX and 7-OH-MTX separation. Also, different columns containing Poroshell 120 SB-C18 (2.1 mm × 75 mm, 2.7 μm), ZORBAX C18 (2.1 × 100 mm, 3.5 μm), Inertsil ODS-3 (2.1 mm × 50 mm, 5 μm), XBridge BEH C18 (3.5 μm, 2.1 × 100 mm), and XSelect CSH C18 (3.5 μm, 2.1 × 100 mm) were tested for the retention and reproductivity of MTX and 7-OH-MTX, and the ZORBAX C18 (2.1 × 100 mm, 3.5 μm) showed an optimal result. Finally, the ion source conditions were optimized to gain a better MS response as mentioned above.
3.2. Sample Preparation
For LC-MS/MS development, the extraction and purification of analytes were most challenging and it was reported that approximately 61% of time was assigned to the extraction and purification process in a LC-MS/MS development [32]. The one-step protein precipitation used in this method was a simple, efficient, and economical way which has been widely reported by some researchers [4, 30, 33], while solid phase extraction and liquid-liquid extraction were more time-consuming and wasteful. To further improve the detection sensitivity, we diluted the supernatant after the protein precipitation with different proportion of water-methanol mixture. In this step, 8% (initial phases), 20%, 50%, and 70% methanol aqueous solution were added to the supernatant in different proportions (1:1, 1:2, 1:3, 1:4, 1:5; V/V). The results showed that the highest sensitivity could be obtained after a 5 times’ dilution with the 20% methanol aqueous solution to the supernatant and the sensitivity was enhanced to 5 ng/mL for MTX and 7-OH-MTX.
3.3. Method Validation
3.3.1. Specificity
Figure 3 showed the MRM chromatograms of blank sample, analytes spiked sample at LLOQ concentration, IS spiked sample, and real sample. The retention times of MTX, 7-OH-MTX, and IS ranged from 2.46 to 2.88 min. No significant interferences were observed in human plasma at the retention times of MTX, 7-OH-MTX, and IS.
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(f)
Figure 3: The chromatograms of MTX, 7-OH-MTX, and IS under MRM mode: (a) blank sample; (b) blank plasma spiked with MTX (5 ng/mL); (c) blank plasma spiked with 7-OH-MTX (5 ng/mL); (d) blank plasma spiked with IS; (e) lower limit of quantification sample; (f) real sample collected at 44 h after the administration of MTX from one patient.


3.3.2. Recovery and Matrix Effect
The recovery and matrix effect of MTX, 7-OH-MTX, and IS were presented in Table 1. Recovery of MTX and 7-OH-MTX at different concentration levels were 92.47%-97.87% and 91.45%-97.61%, respectively, and all the RSD% were less than 15%. The results indicated that the extraction process was stable and efficient. The mean matrix effects were 116.07%-117.60% for MTX and 97.90%-102.96% for 7-OH-MTX at the three concentration levels, respectively, which showed that the ionization suppression or enhancement from the human plasma matrix was stable and acceptable in the current method.
Table 1: Recovery and matrix effect for the analytes in human plasma (n=3).
	

	Analyte	Nominal concentration (ng/mL)	Recovery	Matrix Effect
	Mean ± SD	RSD 	Mean ± SD 	RSD
	(%)	(%)	(%)	(%)
	

	MTX	10	92.76 ± 2.50	2.70	116.38 ± 1.33	1.15
	500	97.87 ± 4.81	4.92	117.60 ± 7.07	6.01
	5000	92.47 ± 8.18	8.85	116.07 ± 1.26	1.08
	7-OH-MTX	10	97.61 ± 4.69	4.80	102.96 ± 9.08	8.82
	500	95.17 ± 3.51	3.69	97.90 ± 7.28	7.42
	5000	91.45 ± 4.27	4.67	99.57 ± 4.94	4.96
	IS	500	100.50 ± 6.16	6.13	116.24 ± 3.06	2.63
	



3.3.3. Linearity and LLOQ
Linearity and LLOQ are summarized in Table 2. The regression equation was constructed using y = ax+b formula, where  represents the peak area ratio of analytes to IS and  is the nominal concentration of analytes. The correlation coefficients (r) were > 0.99 for MTX and 7-OH-MTX. The results showed a good linearity in the concentration range. The lowest concentrations on the calibration curve were the LLOQ for MTX and 7-OH-MTX, respectively. The LLOQ was sufficient for the therapeutic drug monitoring of MTX and 7-OH-MTX in clinical practice.
Table 2: Linearity regression parameters for MTX and 7-OH-MTX (n=5).
	

	Analyte	Linearity Range 
(ng/mL)	Calibration curve	r	LLOQ
(ng/mL)	Measured Concentration
(ng/mL)	Accuracy
(RE/%)
	

	MTX	5~10000	y=11.4356x-0.0158	0.9977	5	5.23 ± 0.21	4.57
	7-OH-MTX	5~10000	y=3.9966x+0.0028	0.9978	5	5.12 ± 0.56	2.35
	


RE is expressed as [(mean measured concentration)/(nominal concentration)-1]×100%


3.3.4. Interday and Intraday Precision and Accuracy
The intraday and interday precision and accuracy of analytes at three concentration levels were summarized in Table 3. The intraday precisions were 0.89%-2.47% and 1.90%-6.86% for MTX and 7-OH-MTX, respectively. The interday precisions were 1.84%-3.41% and 3.19%-6.40% for MTX and 7-OH-MTX, respectively. The interday and intraday accuracy of MTX and 7-OH-MTX were within ±15%. The results indicated that the method had an acceptable reproducibility (Table 3).
Table 3: Intraday and interday precision and accuracy of MTX and 7-OH-MTX in human plasma (n=5).
	

	 Analyte	Nominal concentration
(ng/mL)	Intra-day(n = 5)	Inter-day(n = 15)
	Measured concentration
(ng/mL)	Precision
(RSD%)	Accuracy
(RE%)	Measured concentration
(ng/mL)	Precision
(RSD%)	Accuracy
(RE%)
	

	MTX	10	9.48 ± 0.23	2.47	-5.22	9.30 ± 0.32	3.41	-7.05
	500	514.84 ± 4.56	0.89	2.97	515.67 ± 9.49	1.84	3.13
	5000	5265.35 ± 92.88	1.76	5.31	5305.42 ± 118.95	2.24	6.11
	7-OH-MTX	10	9.69 ± 0.66	6.86	-3.15	9.70 ± 0.62	6.40	-3.04
	500	456.43 ± 8.69	1.90	-8.71	469.16 ± 14.98	3.19	-6.17
	5000	4772.84 ± 267.84	5.61	-4.54	4772.93 ± 189.12	3.96	-4.54
	



3.3.5. Stability
The analytes had acceptable stabilities after three freeze-thaw cycles, being in room temperature for 6 h, being stored at −80°C for 30 days, and being in autosampler at 4°C for 24 h. The results of all QC samples deviated within ±15%, as shown in Table 4.
Table 4: Stability of MTX and 7-OH-MTX in different conditions (n=5).
	

	Analyte	Nominal concentration
(ng/mL)	three freeze-thaw cycles
(RE/%)	Short-term
(RE/%)	Long-term
(RE/%)	Bench-top (RE/%)
	

	MTX	10	-5.60	-5.99	-2.27	-0.03
	500	4.02	1.56	-7.29	5.10
	5000	4.58	4.99	6.83	8.22
	7-OH-MTX	10	-0.91	-5.96	-9.10	7.22
	500	-8.04	-8.66	-12.91	-0.77
	5000	-7.02	-5.80	-5.26	2.41
	



3.3.6. Carry-Over
The results displayed an obviously carry-over for MTX and 7-OH-MTX as the responses in the blank sample injected after the highest sample were more than 20% of the LLOQ responses. To solve this problem, a blank sample was added following a high concentration sample to elute the analytes residuals, and the carry-over of MTX and 7-OH-MTX was less than 20% of the LLOQ after the elution process.
3.3.7. Dilution Effect
For dilution effect assessment, a 20000 ng/mL spiked sample was freshly prepared and diluted for 5 times to 4000 ng/mL with blank plasma. After being assessed for 5 times, the RE% and RSD% of the dilution factor were less than 15% and within ±15%, which conformed to the criterions.
3.4. Application of the Method
Finally, 49 samples were collected and quantitatively analyzed with this newly developed method. After administration, 22 samples were collected at 44 h; 21 sample were gathered at 68 h; and the other samples were harvested at 92 h. Research had suggested a safe concentration window for the MTX exposure [34] and our results showed that 31.82% of the patients suffered from excessive exposure at 44 h to MTX, and at 68 h, the patients with a higher MTX exposure than threshold account for 38.09%. Besides, the in vivo exposure of 7-OH-MTX was much higher than MTX at all three sampling points, which was consistent with previously reported results [26]. Furthermore, An overhigh 7-OH-MTX concentration was believed to associate with the hepatotoxicity and nephrotoxicity after MTX therapy [35, 36]. Our results also displayed huge interpatient variations of MTX and 7-OH-MTX, which suggested that a timely and accurately therapeutic drug monitoring and rescue of MTX and 7-OH-MTX is necessary in clinical practice (Figure 4).




	
	
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
		
			
		
			
		
		
			
		
			
		
		
			
		
			
		
		
			
		
			
		
		
			
		
			
		
		
			
		
			
		
		
		
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
		
			
	


Figure 4: Determined concentrations of MTX and 7-OH-MTX (Mean ± SD).


4. Conclusion
A sensitive, simple, and efficient UHPLC-MS/MS method has been successfully developed and validated for simultaneous determination of MTX and 7-OH-MTX in human plasma. The lower limit of quantification was 5 ng/mL for MTX and 7-OH-MTX. The analytical time was 3.5 min and the pretreatment procedure was developed based on a simple protein precipitation, which paved a way for high-throughput sample analysis. This method was applied on clinical samples from malignant lymphoma patients and the results were beneficial to avoid side effects after high-dose MTX therapy.
Data Availability
The data used to support the findings of this study are included within the article.
Conflicts of Interest
The authors declare that they have no conflicts of interest about the contents.
Authors’ Contributions
Xinxin Ren and Zhipeng Wang contributed equally to this work.
Acknowledgments
This work was supported by the Natural Science Foundation of Shanghai City, China (no. 17411972400); Shanghai Key Specialty Project of Clinical Pharmacy (2016-40044-002); and Important Weak Subject Construction Project of Shanghai Health Science Education (2016ZB0303).
References
	L. A. Torre, F. Bray, R. L. Siegel, J. Ferlay, and J. Lortet-Tieulent, “Global cancer statistics, 2012,” CA: A Cancer Journal for Clinicians, vol. 65, no. 2, pp. 87–108, 2015.
	A. Jemal, E. P. Simard, C. Dorell et al., “Annual Report to the Nation on the Status of Cancer, 1975-2009, featuring the burden and trends in human papillomavirus (HPV)-associated cancers and HPV vaccination coverage levels,” JNCI: Journal of the National Cancer Institute, vol. 105, pp. 175–201, 2013.
	S. S. Devesa and T. Fears, “Non-Hodgkin’s lymphoma time trends: United States and international data,” Cancer Research, vol. 52, supplement 19, pp. 5432s–5440s, 1992.
	K. Sharma, K. Giri, V. Dhiman, A. Dixit, M. Zainuddin, and R. Mullangi, “A validated LC-MS/MS assay for simultaneous quantification of methotrexate and tofacitinib in rat plasma: Application to a pharmacokinetic study,” Biomedical Chromatography, vol. 29, no. 5, pp. 722–732, 2015.
	H. Calvert, “An overview of folate metabolism: Features relevant to the action and toxicities of antifolate anticancer agents,” Seminars in Oncology, vol. 26, no. 2, pp. 3–10, 1999.
	E. J. Estlin, “Continuing therapy for childhood acute lymphoblastic leukaemia: Clinical and cellular pharmacology of methotrexate, 6-meracaptopurine and 6-thioguanine,” Cancer Treatment Reviews, vol. 27, no. 6, pp. 351–363, 2001.
	A. E. Van Ede, R. F. J. M. Laan, H. J. Blom, R. A. De Abreu, and L. B. A. Van de Putte, “Methotrexate in rheumatoid arthritis: An update with focus on mechanisms involved in toxicity,” Seminars in Arthritis and Rheumatism, vol. 27, no. 5, pp. 277–292, 1998.
	J. Zeng, Y. QW, X. Jin et al., “Clinical features and misdiagnosis analysis of primary extranodal non-hodgkin lymphoma,” Journal of Modern Oncology, vol. 13, no. 3, pp. 373–375, 2005.
	D. XH, R. Z. Pei et al., “High dose methotrexate combined with chemotherapy for refractory or recurrent non-hodgkin's lymphoma,” Modern Practical Medicine, vol. 18, no. 3, pp. 166-167, 2006.
	Q. Zhang, “Molecular biology study on the pathogenesis of osteosarcoma,” Modern innovation of China, vol. 6, no. 29, pp. 179–181, 2009.
	W.-B. Zhang, “Basic research of biotherapy for osteosarcoma,” Chinese Journal of Cancer Biotherapy, vol. 15, no. 2, pp. 101–104, 2008.
	W. Wang, “Status quo in treatment of osteosarcoma and its prospect,” Academy of Chinese PLA Medical School, vol. 34, no. 2, pp. 198–200, 2013.
	H. Seidel, R. Nygaard, P. J. Moe, G. Jacobsen, B. Lindqvist, and L. Slørdal, “On the prognostic value of systemic methotrexate clearance in childhood acute lymphocytic leukemia,” Leukemia Research, vol. 21, no. 5, pp. 429–434, 1997.
	A. Dagdemir, H. Yildirim, Y. Aliyazicioglu, Y. Kanber, D. Albayrak, and S. Acar, “Does vitamin A prevent high-dose-methotrexate-induced D-xylose malabsorption in children with cancer?” Supportive Care in Cancer, vol. 12, no. 4, pp. 263–267, 2004.
	M. Lamchahab and S. Benchekroun, “Toxicity to methotrexate in acute lymphoblastic leukemia,” Pan African Medical Journal, vol. 17, article no. 16, 2014.
	A. Reshetnik, C. Scheurig-Muenkler, M. van der Giet, and M. Tölle, “High-flux hemodialysis after administering high-dose methotrexate in a patient with posttransplant lymphoproliferative disease and impaired renal function,” Clinical Case Reports, vol. 3, no. 11, pp. 932–936, 2015.
	A. J. Ferreri, M. Reni, M. Foppoli et al., “High-dose cytarabine plus high-dose methotrexate versus high-dose methotrexate alone in patients with primary CNS lymphoma: a randomised phase 2 trial,” The Lancet, vol. 374, no. 9700, pp. 1512–1520, 2009.
	D. D. Von Hoff, J. S. Penta, L. J. Helman, and M. Slavik, “Incidence of drug related deaths secondary to high dose methotrexate and citrovorum factor administration,” Cancer Treatment Reports, vol. 61, no. 4, pp. 745–748, 1977.
	Z. Wang, Y. Yun, X. Xie et al., “Comparison of LC-MS/MS vs chemiluminescent microparticle immunoassay in measuring the valproic acid concentration in plasma of epilepsy patients in a new perspective,” Journal of Clinical Laboratory Analysis, vol. 32, no. 1, p. e22157, 2018.
	F. M. Rubino, “Separation methods for methotrexate, its structural analogues and metabolites,” Journal of Chromatography B: Biomedical Sciences and Applications, vol. 764, no. 1-2, pp. 217–254, 2001.
	R. J. W. Meesters, E. Den Boer, R. A. A. Mathot et al., “Ultrafast selective quantification of methotrexate in human plasma by high-throughput MALDI-isotope dilution mass spectrometry,” Bioanalysis, vol. 3, no. 12, pp. 1369–1378, 2011.
	V. S. Kumar, T. Law, and M. Kellogg, “Liquid chromatography-tandem mass spectrometry (LC-MS-MS) method for monitoring methotrexate in the setting of carboxypeptidase-G2 therapy,” Methods in Molecular Biology, vol. 603, pp. 359–363, 2010.
	S. R. S. Thappali, K. V. S. Varanasi, S. Veeraraghavan, S. K. V. S. Vakkalanka, and M. Khagga, “Simultaneous determination of methotrexate, dasatinib and its active metabolite N-deshydroxyethyl dasatinib in rat plasma by LC-MS/MS: Method validation and application to pharmacokinetic study,” Arzneimittel-Forschung/Drug Research, vol. 62, no. 12, pp. 624–630, 2012.
	E. Den Boer, S. G. Heil, B. D. Van Zelst et al., “A U-HPLC-ESI-MS/MS-based stable isotope dilution method for the detection and quantitation of methotrexate in plasma,” Therapeutic Drug Monitoring, vol. 34, no. 4, pp. 432–439, 2012.
	C. C. Christianson, C. J. L. Johnson, and S. R. Needham, “The advantages of microflow LC-MS/MS compared with conventional HPLC-MS/MS for the analysis of methotrexate from human plasma,” Bioanalysis, vol. 5, no. 11, pp. 1387–1396, 2013.
	S. Mei, X. Shi, Y. Du et al., “Simultaneous determination of plasma methotrexate and 7-hydroxy methotrexate by UHPLC–MS/MS in patients receiving high-dose methotrexate therapy,” Journal of Pharmaceutical and Biomedical Analysis, vol. 158, pp. 300–306, 2018.
	M. A. Al-Ghobashy, S. A. Hassan, D. H. Abdelaziz et al., “Development and validation of LC–MS/MS assay for the simultaneous determination of methotrexate, 6-mercaptopurine and its active metabolite 6-thioguanine in plasma of children with acute lymphoblastic leukemia: Correlation with genetic polymorphism,” Journal of Chromatography B, vol. 1038, pp. 88–94, 2016.
	S. Veeraraghavan, S. R. S. Thappali, S. Viswanadha, S. Vakkalanka, and M. Rangaswamy, “Simultaneous quantification of baricitinib and methotrexate in rat plasma by LC-MS/MS: Application to a pharmacokinetic study,” Scientia Pharmaceutica, vol. 84, no. 2, pp. 347–359, 2016.
	R. C. Schofield, L. V. Ramanathan, K. Murata et al., “Development and validation of a turbulent flow chromatography and tandem mass spectrometry method for the quantitation of methotrexate and its metabolites 7-hydroxy methotrexate and DAMPA in serum,” Journal of Chromatography B, vol. 1002, pp. 169–175, 2015.
	D. Wu, Y. Wang, Y. Sun, N. Ouyang, and J. Qian, “A simple, rapid and reliable liquid chromatography–mass spectrometry method for determination of methotrexate in human plasma and its application to therapeutic drug monitoring,” Biomedical Chromatography, vol. 29, no. 8, pp. 1197–1202, 2015.
	S. Park, C.-S. Park, S. J. Lee et al., “Development and validation of a high-performance liquid chromatography-tandem mass spectrometric method for simultaneous determination of bupropion, quetiapine and escitalopram in human plasma,” Biomedical Chromatography, vol. 33, no. 29, pp. 612–618, 2015.
	U. R. Tjaden and E. A. De Bruijn, “Chromatographic analysis of anticancer drugs,” Journal of Chromatography B: Biomedical Sciences and Applications, vol. 531, no. C, pp. 235–294, 1990.
	S. Mei, L. Zhu, X. Li et al., “UPLC-MS/MS analysis of methotrexate in human plasma and comparison with the fluorescence polarization immunoassay,” Analytical Sciences, vol. 33, no. 6, pp. 665–670, 2017.
	Q. Chen, X. Y. Lin, and C. M. Shi, Handbook for Oncology Doctors, Chemical Industry Press, Beijing, China, 2015.
	L. Holmboe, A. M. Andersen, L. Mørkrid, L. Slørdal, and K. S. Hall, “High dose methotrexate chemotherapy: pharmacokinetics, folate and toxicity in osteosarcoma patients,” British Journal of Clinical Pharmacology, vol. 73, no. 1, pp. 106–114, 2012.
	J. Lankelma, E. van der Klein, and F. Ramaekers, “The role of 7-hydroxymethotrexate during methotrexate anti-cancer therapy,” Cancer Letters, vol. 9, no. 2, pp. 133–142, 1980.


EPUB/Navigation/nav.xhtml


		

			

		  1. Introduction

		  2. Experimental

		  3. Results and Discussions

		  4. Conclusion

		  References 





EPUB/Content/page-template.xpgt
 

   


     
	 
    

     
	 
    


     
	 
    


     
         
             
             
             
        
    

  




