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Objective. The aim of this study was to evaluate the equivalence of brain CT interpretations performed using a diagnostic
workstation and a mobile tablet computer, in a telestroke service. Materials and Methods. The ethics committee of our institution
approved this retrospective study. A factorial design with 1452 interpretations was used. The assessed variables were the type of
stroke classification, the presence of contraindications to the tPA administration, the presence of a hyperdense intracranial artery
sign (HMCA), and the Alberta Stroke Program Early CT Score (ASPECTS) score. These variables were evaluated to determine
the effect that the reading system had on their magnitudes. Results. The achieved distribution of observed lesions using both the
reading systems was not statistically different. The differences between the two reading systems to claim equivalence were 1.6%
for hemorrhagic lesions, 4.5% for cases without lesion, and 5.2 for overall ischemic lesion. Equivalence was achieved at 2.1% for
ASPECTS ≤ 6, 6.5% for the presence of imaging contraindication to the tPA administration, and 7.2% for the presence of HMCA.
Conclusion. The diagnostic performance for detecting acute stroke is likely equivalent whether a tablet computer or a diagnostic
workstation is used or not.

1. Introduction

A stroke is an acute neurologic dysfunction of vascular origin
that involves focal areas in the brain and is a major cause
of death and disability in developed [1–3] and developing
countries [4] such as ours (Colombia) [5–7]. A stroke can be
ischemic (near 87% of cases) or hemorrhagic, and both
require different treatments and neurological and radiolog-
ical expertise for diagnosis. For ischemic stroke, the early
administration of tissue plasminogen activator (tPA) reduces
disability, as measured by the modified Rankin scale (mRs)
at 90 days, but only if it is administered before 4.5 hours
[8]. However, even in countries such as the US, only 5% of
eligible patients receive this treatment [8] due to geographic

distances to primary stroke centers and the limited availabil-
ity of vascular neurologists and neuroradiologist that after a
complete neurological and radiological assessment define if a
patient is eligible to receive this treatment. Noncontrast brain
computed tomography (CT) is the most widely used method
for the first imaging examination in patients with acute stroke
symptoms [9].

The aimof this studywas to evaluate the diagnostic equiv-
alence of brain CT interpretations when using a primary
diagnostic interpretation workstation and a mobile tablet
computer in an emergency telestroke setting after providing
radiologists with real clinical scenarios. The assessed vari-
ables were the distribution of the type of stroke classification,
the detection of the presence of any imaging contraindication
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to the tPA administration for acute ischemic lesions, con-
fidence in the presence of a hyperdense intracranial artery
sign (HMCA), the Alberta Stroke Program Early CT Score
(ASPECTS) [10], and the reading time. These variables were
evaluated to determine the effect that the reading system
had on their magnitudes as well as the variables’ equivalence
between the reading systems.

We were interested in evaluating mobile solutions to be
used for telestroke at our hospital. By means of real clinical
scenarios that included a complete clinical background, spe-
cific neurological symptoms, and the time of symptoms onset,
we designed this study to perform image interpretations as
closely and realistically as in routine clinical practice, using,
first, emergency brainCT images instead of computer tomog-
raphy angiography (CTA). We used the same radiologists
who routinely read brain CT images in our hospital (i.e.,
neuroradiologists and neuroradiology fellows), and the same
clinical information provided to radiologists in clinical prac-
tice (e.g., admission diagnosis, neurological symptoms, age,
and sex). In addition, the same interpretation process was
conducted, in which the type of stroke (i.e., hemorrhagic
lesion, acute ischemic lesion, chronic ischemic lesion, or
without lesion) was classified. Furthermore, according to the
selected lesion type, the radiologist classified other variables:
the presence of any imaging contraindication to the tPA
administration; confidence in the presence of the hyperdense
middle cerebral artery sign (HMCA); and the ASPECTS
score (ranging from 1–10), which is a method for assessing
the size of an infarct on CT scans in patients with acute
stroke to determine when to administer the tPA treatment.
Patients with ASPECTS scores less than or equal to six or
with the presence of any other imaging contraindication for
the tPA administration are not eligible to receive intravenous
tPA; therefore, it is critical to detect these group of patients
by means of brain CT scans. Although previous studies
[9, 11–15] have evaluated the potential equivalence between
diagnostic workstations and mobile tablet computers for
the interpretation of stroke brain CT scans they lack the
specific statistical methods used here along with the selected
variables considered in our paper. Scoring variables like the
ASPECTS were obtained after providing radiologists with
a complete clinical background of anonymous patients and
also considering common imaging CT contraindications for
tPA administration.This whole approach resembles a real-life
scenario just like the diagnostic process of any acute stroke
patient.

No significant differences have been reported to sup-
port the null hypothesis that the performances of different
reading methods are equal and because the power test was
not reported, it is not clear if these studies failed to find
significant differences given that failure to reject the null
hypothesis does not mean this hypothesis is necessary true.
In contrast, the present study was set to evaluate equivalence
or noninferiority based on significant results. To establish the
fact that the performances are equal or that one modality is
noninferior to the other, the null hypothesis has to be that
their performances are not equal or that one is inferior to the
other. Only by rejecting such a hypothesis can it be concluded
that the modalities under comparison are equivalent [16–19].

2. Materials and Methods

This retrospective study was approved by the ethics commit-
tee of our institution, and informed consent was not required.
We employed a factorial design with repeated measures.

2.1. Sample. Patients with symptoms of acute stroke, who
presented to the emergency room for acute stroke evaluation
between 2013 and 2016 at the Blinded University Hospital
(Blinded), were included in the study. Our hospital is a pri-
mary Joint Commission International- (JCI-) certified stroke
center with endovascular treatment capabilities. The patients
were randomly selected without repetition. Cases with image
artifacts were excluded. The cases consisted of brain CT
examinations stored in our hospital PACS, which were
acquired using a General Electric LightSpeed 64 slice CT
scanner (General Electric Healthcare, GE Medical Systems,
Milwaukee, WI, USA), with 100 kV, 10mAs, axial: 5mm,
sagittal: 3mm, FOV: 26 cm, pixel spacing: 0.469,matrix: 512×
512, and pitch: 0.984:1.

Based on a neuroradiologist routine primary diagnostic
interpretation, the sample included patients without lesions
(7) and those with hemorrhagic lesions (11), acute ischemic
lesions (67), and chronic ischemic lesions (36). The ages
ranged from 30 to 97 years, with a mean age of 70.8 years
(standard deviation of 15.2). There were 59 males and 62
females.

2.2. Observers andReadingObservedVariables. Five neurora-
diologists (three with more than ten years of experience) and
one neuroradiology fellow were selected as observers. They
were asked to classify the type of stroke (i.e., hemorrhagic
lesion, acute ischemic lesion, chronic ischemic lesion, or
without lesion). For acute ischemic lesions, the radiologists
classified variables that included contraindications to the
tPA administration for acute ischemic lesions (e.g., sub-
acute ischemic stroke, intra-axial neoplasm, arteriovenous
malformation, aneurysm, hemorrhagic transformation of an
ischemic infarct, and hypodensity> 1/3 of themiddle cerebral
artery vascular territory) and the confidence in the presence
of a hyperdense middle cerebral artery (HMCA) from the
following scores: 0: definitely absent; 1: most likely absent;
2: cannot decide; 3: most likely present; and 4: definitely
present. Finally, the ASPECTS score (ranged from 1 to 10) was
recorded.

2.3. Display Monitors and Viewer Software. According to the
American College of Radiology (ACR) guidelines for telera-
diology [20], small matrix size images, such as CT, must be
visualized on a monitor with a minimum of 512 × 512 matrix
size at a minimum 8-bit pixel depth, for processing ormanip-
ulation with no loss of matrix size or bit depth at display.
In addition, the Digital Imaging and Communications in
Medicine (DICOM) standard recommends the use of mon-
itors calibrated to a maximum luminance of 400–500 cd/m2
and calibrated according to the DICOM grayscale standard
display function (GSDF) [21].Therefore, we used two displays
with these specifications.
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The routine system for CT readings in our hospital is a
PACS workstation with a DICOM-compliant viewer software
Agfa IMPAX 6.5 (AGFA HealthCare, Mortsel, Belgium).
Images were displayed using an E-2620 BARCO monitor
(BARCO N.V, Kortrijk, Belgium), which is a 2-megapixel
(MPx) LCD medical grayscale display, DICOM-compliant,
dot pitch of 0.249mm,with a spatial resolution of 1600×1200
pixels, a maximum luminance of 700 cd/m2, and an 8-bit
grayscale. This system, hereafter referred to as MEDICAL-
IMPAX, was used as the reference reading system in this
study.

For themobile option, an Apple iPad Pro 9.7MLMN2CL/
A (Apple Inc., Cupertino, CA, USA), with a “retina” display
of 9.7 inches, dot pitch of 0.096mm (264 dpi), with a spatial
resolution of 1536×2048pixels, and amaximum luminance of
500 cd/m2 was selected.The viewer used on this tablet was the
Agfa XERO Viewer 3.0 (Agfa HealthCare, Mortsel, Belgium)
software, hereafter referred to as TABLET-XERO.

2.4. Procedure. Each radiologist read all cases using both the
Medical-IMPAXand the Tablet-XERO systems. At each read-
ing, the radiologist determined the variables mentioned in
the section “observers and reading observed variables.” The
two reading software packages provided image manipulation
tools to adjust window/level, zoom, and multiplanar refor-
mation presentation.These tools were available for all images
and could be used at the observer’s discretion to improve the
image interpretations. For each reading session, the radiolo-
gist verified the settings of the contrast and luminance of the
display with the RP-133 pattern in a controlled illumination
(ambient light of approximately 20 lux according to the
American Association of Physicists in Medicine [AAPM]
TG18 recommendations) [22].

The radiologists were blinded to the patient and examina-
tion identification, to the original interpretation, and to the
type of lesion. To ensure that the radiologists were blinded,
a junior radiology resident was in charge of uploading the
images into the PACS workstation or tablet using the IMPAX
or XERO viewer software. Data collection was performed
using a web-based form, and the interpretations were stored
in a database. This software presents the patients to be inter-
preted at random and guides the radiologist to complete the
report, thus ensuring the integrity and completeness of data.

According to Mullins et al., the availability of a clinical
history consistent with an early stroke significantly improves
the sensitivity for detecting strokes on unenhanced brain CT.
Thus, whenever possible, relevant clinical history should be
made available to the physicians interpreting emergency CT
scans of the head [23]. Therefore, the clinical history that
is used in the standard protocol to interpret brain CT with
suspicion of acute stroke was available to the radiologists,
including the sex, age, main neurological symptoms, and
relevant past medical history (e.g., diabetes, hypertension,
headache, Parkinson, Alzheimer, sleep apnea/hypopnea syn-
drome, or cardiac arrhythmia). This was done to achieve
a more realistic interpretation scenario. Hence, the only
difference from the real practice was the reading system. All
information was presented on a web-based collection form
before beginning each image interpretation.

There was at least a five-month interval between the
readings from the same patient by the same radiologist using
the compared systems.The readings were performed over the
course of ten months in two- or four-hour sessions by each
radiologist, with no time limitations for each reading. The
initial display used the default image window setting (WW
= 174 and WL = 55), but the radiologists were free to select
another window, such as a cerebral or a stroke window (WW
= 80 and WL = 40, WW = 40 and WL = 40, resp.).

2.5. Data Analysis. Patients with an ASPECTS ≤ 6 were not
eligible to receive the tPA treatment. Therefore, we dichoto-
mized the ASPECTS score into two categories: 1 if the score
ranged from 1 to 6 (a contraindication for tPA administration
from the imaging point of view) and 0 if the score ranged from
7 to 10 (indicating eligibility for the administration of the tPA
treatment from the imaging point of view). This variable was
named “ASPECTS ≤ 6.”

The variable confidence in the presence of a hyperdense
middle cerebral artery (HMCA) was also dichotomized as
follows: 0 if the score ranged 0–1 (HMCA not detected) and
1 if the score ranged from 2 to 4 (HMCA detected). This
variable was named “presence of HMCA.”

We evaluated the diagnostic equivalence between the
reading systems based on (1) the distribution of type of stroke
classification, (2) the “ASPECTS ≤ 6,” (3) the detection of
the presence of any imaging contraindication to the tPA
administration for acute ischemic lesions, (4) the “presence
of HMCA,” and (5) the reading time.

These variables and the difference between the sys-
tems were evaluated using generalized estimating equations
(GEE) with the IBM SPSS Statistics 19 software (IBM Corp.,
Armonk, NY, USA). To evaluate noninferiority and equiva-
lence, the mean differences and their standard errors were
obtained from the GEE analysis.

Thehypothesis test for equivalencewas as follows: the null
hypothesis Ho was |Mean Difference (𝐼 − 𝐽)| − 𝛿 = 0, and
the alternative hypothesis Ha was |Mean Difference (𝐼−𝐽)|−
𝛿 < 0, where 𝐼 and 𝐽 are the two reading systems compared
and 𝛿 (delta) is the maximum allowable difference permitted
to conclude equivalence or noninferiority, as suggested by
several authors in recent years [16–19]. We calculated a (1 −
2𝛼)% confidence interval for all comparisons, which is a
method to evaluate equivalence [18, 19]. The significance
level was set to 5% (i.e., 𝛼 = 0.05), and 𝛿 was set to 0.1
(10%) for proportional variables and 15 seconds for reading
time. Finally, we calculated the required value of 𝛿 to claim
equivalence for each variable (named 𝛿eq in our result in
Tables 2 and 4).

3. Results

3.1. Distribution of Type of Stroke Classification. Thedistribu-
tion of the type of stroke classification for each reading system
and their comparisons are shown inTable 1.Theobserved cat-
egory distribution of cases (i.e., without lesion, hemorrhagic
lesion, acute ischemic lesion, and chronic ischemic lesion),
using both Medical-IMPAX and Tablet-XERO, was not sig-
nificantly different (𝑃 = 0.332). To compare the number of
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Table 1: Comparison of the distribution of the type of stroke classification between the reading systems.

Lesion type Reading system Detected
cases

Proportion
(%)∗ Std. error

95%Wald confidence Wald
chi-square 𝑃 value

Lower Upper

Without lesion Medical-IMPAX 214 29.5 0.032 0.23 0.36 2.024 0.155
Tablet-XERO 229 31.5 0.032 0.25 0.38

Hemorrhagic lesion Medical-IMPAX 64 8.8 0.025 0.04 0.14 1.690 0.194
Tablet-XERO 69 9.5 0.025 0.05 0.14

Acute ischemic lesion Medical-IMPAX 346 47.7 0.035 0.41 0.54 11.051 0.001
Tablet-XERO 306 42.1 0.035 0.35 0.49

Chronic ischemic
lesion

Medical-IMPAX 102 14.0 0.022 0.10 0.18 6.183 0.013
Tablet-XERO 122 16.8 0.024 0.12 0.22

Overall ischemic
lesion†

Medical-IMPAX 448 61.7 0.036 0.55 0.69 3.428 0.064
Tablet-XERO 428 59.0 0.035 0.52 0.66

∗Each proportionwas calculated from726 readings (121 cases by 6 radiologists). Statistics were evaluated using generalized estimating equations (GEE) analysis.
The overallWald chi-square was 0.941 with a significance of 0.332. †Overall ischemic lesion was calculated as the aggregate values of acute and chronic ischemic
lesions.

Table 2: Equivalence tests for the distribution on the type of stroke classification between reading systems.

Variable 𝛿 (%) Mean
difference∗ SE

(1 − 2𝛼)% CI for
equivalence testing 𝑧

𝑃 value
(𝑃 < −𝑧) H 𝛿eq (%)

Lower Upper
Without lesion 10 −0.021 0.015 −0.045 0.003 −5.46 <0.001 Ha 4.5
Hemorrhagic lesion 10 −0.007 0.005 −0.016 0.002 −17.58 <0.001 Ha 1.6
Acute ischemic lesion 10 0.060 0.017 0.033 0.087 −2.41 0.0079 Ha 8.7
Chronic ischemic lesion 10 −0.030 0.011 −0.048 −0.012 −6.32 <0.001 Ha 4.8
Overall ischemic lesion 10 0.028 0.015 0.003 0.052 −4.87 0.0000 Ha 5.2
SE: standard error of the mean difference, CI: confidence interval; Ho: null hypothesis, Ha: alternative hypothesis for testing equivalence, �훼: significance of the
test (0.05), �훿: difference of the means allowed to achieve equivalence, �푧: test for difference of compared devices, that is, �푧 = (|Mean Difference| − �훿)/SE, H:
retained hypothesis equivalence at �훿 level, “Ha” indicates equivalence achieved and “–” indicates fail to reject Ho., �훿eq: �훿 required for equivalence (i.e., �푃 < �훼).
Ho: |Difference (�퐼 − �퐽)| − �훿 = 0; Ha: |Difference (�퐼 − �퐽)| − �훿 < 0. ∗Each comparison was calculated by six radiologists and two devices.

cases detected by a reading system in each lesion category,
nonsignificant differences were observed for hemorrhagic
lesion (𝑃 = 0.155) and without lesions (𝑃 = 0.194). Although
significant differences were observed for acute and chronic
ischemic lesions, nonsignificant differences were noted for
the overall ischemic lesions (combining acute and chronic
ischemic lesions).

3.2. Equivalence Tests for the Distribution on the Type of Stroke
Classification. Equivalence tests for the distribution on the
type of stroke classification between the two reading systems
are shown in Table 2. For 𝛿 (delta) values of equivalence of
0.1 (i.e., 10%) to claim equivalence, both reading systems were
equivalent (all 𝑃 < 0.05) for all individual type of stroke clas-
sification categories, even for chronic ischemic lesions.

In addition, we performed a sensitivity analysis for the
equivalence 𝛿 value to determine the 𝛿eq value for which
equivalence may be claimed with significant tests. In this
analysis, Medical-IMPAX and Tablet-XERO achieved equiv-
alence at 4.5% for the category without lesions, 1.6% for
hemorrhagic lesion, 8.7% for acute ischemic lesion, and 4.8%
for chronic ischemic lesion. In addition, a value of 5.2% for
the overall ischemic lesion was observed.

3.3. Diagnostic Variables and Reading Time. Themean values
and the comparisons for the proportions observed on the
“ASPECTS ≤ 6,” the presence of any imaging contraindi-
cation to the tPA administration for acute ischemic lesions,
presence of HMCA, and reading time are presented in
Table 3. The proportion of patients observed with an
ASPECTS ≤ 6 was 0.14 for both reading systems, and non-
significant differences were observed (𝑃 = 0.855). Similarly,
nonsignificant differences were observed in the proportion
of the presence of any imaging contraindication to the tPA
administration for acute ischemic lesions (𝑃 = 0.476), with
values of 0.32 on Medical-IMPAX and 0.34 on Tablet-XERO.
However, the proportion of cases in which the presence
of HMCA was detected using Medical-IMPAX and Tablet-
XERO was 0.24 and 0.29, respectively, with significant differ-
ences observed (𝑃 = 0.027).

The reading times for the interpretations on Medical-
IMPAX and Tablet-XERO were 126 s and 123 s, respectively,
which were not significantly different (𝑃 = 0.566).The differ-
ence in the time to claim equivalence was 13.7 s (𝑃 < 0.05).

3.4. Equivalence Tests for Proportions on the Diagnostic Vari-
ables and Reading Time. Equivalence tests for the diagnostic
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Table 3: Comparison of diagnostic variables and reading time between the reading systems.

Reading system Readings Mean∗ Std. error
95%Wald confidence

interval Wald
chi-Square† 𝑃 value

Lower Upper
ASPECTS ≤ 6
Medical-IMPAX 81/586 0.14 0.027 0.09 0.19 0.034 0.855
Tablet-XERO 84/593 0.14 0.026 0.09 0.19
Contraindication to the tPA
administration for acute ischemic
lesions
Medical-IMPAX 112/346 0.32 0.038 0.25 0.40 0.508 0.476
Tablet-XERO 105/306 0.34 0.039 0.27 0.42
Presence of HMCA
Medical-IMPAX 123/505 0.24 0.029 0.19 0.30 4.912 0.027
Tablet-XERO 141/492 0.29 0.034 0.22 0.35
Reading time
Medical-IMPAX 726 126.0 4.47 117.1 134.9 0.332 0.566
Tablet-XERO 726 122.5 5.28 112.0 132.9
ASPECTS = Alberta Stroke Early CT Scan score; HMCA = hyperdense middle cerebral artery; ∗For ASPECTS ≤ 6, presence of imaging contraindications to
the tPA administration, and the presence of HMCA, the mean proportion was calculated from the detected cases on each variable over the number of readings.
Statistics were obtained using generalized estimating equations (GEE) analysis; †For the reading time the �퐹 statistic for ANOVA analysis was used.

Table 4: Equivalence tests for the diagnostic variables and reading time.

Variable 𝛿
Mean

differencea SE
(1 − 2𝛼)% CI for
equivalence testing 𝑧

𝑃 value
(𝑃 < −𝑧) H 𝛿eq

Lower Upper
ASPECTS ≤ 6 10.0% −0.002 0.011 −0.021 0.017 −8.59 <0.001 Ha 2.1%
Presence of imaging
contraindications to the tPA
administration

10.0% 0.020 0.028 −0.026 0.065 −2.90 0.0018 Ha 6.5%

Presence of HMCA 10.0% −0.040 0.019 −0.072 −0.008 −3.09 0.0010 Ha 7.2%
Reading time 15 s 3.6 s 6.2 −6.6 13.7 −1.85 0.0318 Ha 13.7 s
SE: Standard error of the mean difference, CI: confidence Interval; Ho: null hypothesis, Ha: alternative hypothesis for testing equivalence, �훼: significance of
the test (0.05), �훿: difference of the means allowed to achieve equivalence, �푧: test for difference of compared devices, that is, �푧 = (|Mean Difference| − �훿)/SE,
H: retained hypothesis equivalence at �훿 level, “Ha” indicates equivalence achieved and “–” indicates fail to reject Ho., �훿eq = �훿 required for equivalence (i.e.,
�푃 < �훼); Ho: |Difference (�퐼 − �퐽)| − �훿 = 0; Ha: |Difference (�퐼 − �퐽)| − �훿 < 0. aEach comparison was calculated for six radiologists and two devices.

variables and reading time are shown in Table 4. The average
reading times for the interpretations on the Medical-IMPAX
and Tablet-XERO were 126 s and 123 s, respectively, with
no significant difference (𝑃 = 0.566). For 𝛿 (delta) values
of equivalence of 0.1 (i.e., 10%) to claim equivalence on
the diagnostic variables and 15 s on the reading time, both
reading systems were equivalent (all 𝑃 < 0.05). In addition,
we performed a sensitivity analysis of the equivalence 𝛿
(delta) value to determine the 𝛿 value for which equivalence
may be claimed with significant values (𝛿eq). In this analysis,
Medical-IMPAX and Tablet-XERO achieved equivalence at
2.1% for “ASPECTS ≤ 6,” 6.5% for acute ischemic lesion
without contraindications, 7.2% for “presence ofHMCA,” and
13.7 s for the reading time.

4. Discussion

The distribution of observed lesions using both the Medical-
IMPAX and the Tablet-XERO was not significantly different.
For hemorrhagic lesions and the without lesion categories,
differences were also not significantly different. Equivalence
for the two reading systems can be claimed for differences
of 1.6% for the hemorrhagic lesions. These results for hem-
orrhagic lesions in our study are in line with those from
other studies that reported high agreement and accuracy
for identifying hemorrhagic lesions [9, 11, 12]. For overall
ischemic lesion (combining acute and chronic ischemic
lesions), nonsignificant differences were noted between the
two reading systems. The equivalence of the two reading
systems can be claimed for differences of 5.2%.
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Previous studies have reported nonsignificant differences
in the detection of overall ischemic lesion and acute hem-
orrhage between mobile solutions and PACS workstations
[9, 12, 14, 15]. Although the variables and evaluation methods
used in these studies were different than those used in ours,
this study agrees with the previous works in that the reading
system does not affect the detection of hemorrhagic lesions
or the overall ischemic lesion.

The results of our study indicate that patients with an
ASPECTS ≤ 6 were well detected using both reading systems
when the interpretations were performed by experienced
radiologists and that the equivalence of the two reading
systems may be claimed for low differences (2.1%). When
detecting the presence of a HMCA, we observed signifi-
cant differences. Nevertheless, equivalence was confirmed
at differences lower than 10%. Besides, the actual difference
achieved to claim equivalence was 7.2%. This assessment was
designed to evaluate the equivalence of the magnitudes of
the related variables, rather than to find differences or to
show that they are equal. In addition, this evaluation is not
an accuracy assessment (as the results are not compared to
the gold standard). Therefore, it is not possible, at present,
to declare which of the two magnitudes is the most accurate.
Although more cases with HMCA were detected using the
tablet, this does not mean that the tablet was better to detect
the HMCA. If the difference is due to true positives, this is a
rare result as the tablet has the lower contrast. On the other
hand, the difference may be due to false positives, but this
is not possible to state at present in the absence of the gold
standard, which we will set further.

These findings are consistent with those described by
McLaughlin et al., who used the same kind of tablet to deter-
mine the interpretations of senior radiologists [9]. To our
knowledge, however, no study has described the performance
of observers when detecting the presence of any imaging
contraindication to the tPA administration for acute ischemic
lesions that should not receive tPA treatment. In our study,
nonsignificant differences were noted, and equivalence was
confirmed at 10%. In addition, the equivalence of the two
reading systems may be claimed for differences of 6.5%.

The approach used to perform the interpretations, the
assessment process, the variables evaluated, especially, for
ruling out brain CT contraindications prior to intravenous
thrombolysis, and the statistical methods used to analyze
them are the principal differences between our study and
previous ones [9, 11–15], which focused on evaluating accu-
racy or reliability. In contrast, our study was set to evaluate
the equivalence of the reading systems on the diagnostic
variables (i.e., the distribution of type of stroke classification,
the ASPECTS score, the detection of acute ischemic lesions
without contraindications, and the confidence in the presence
of a hyperdense middle cerebral artery) and on the reading
time. In this sense, our study agrees with previous studies
in terms of which nonsignificant differences were observed
between the reading systems, but, from another perspective,
our study investigates the effects of reading systems and the
equivalence of the variables assessed. Hence, our study is a
complement to the previous studies without statistical type II
errors.

At present, we are evaluating other mobile alternatives,
such as a smartphone with a high-resolution display and a
portable computer, for use by the same observers and in the
same sample used in this study. Our three neuroradiologists
with more than ten years of experience will develop, by
consensus, the reference gold standard for our sample. Nev-
ertheless, to avoid bias, these neuroradiologists will complete
all readings before establishing the gold standard. For these
reasons, this study is not an accuracy evaluation. Further,
when the reference standard is available, we will be able to
evaluate the accuracy.

One limitation of this study centers on the illumination
conditions. Readings using the Medical-IMPAX system were
performed in diagnostic reading stations in which the ambi-
ent light levels were controlled according to the AAPM TG18
recommendations (i.e., 15–60 lux) [22]. In contrast, readings
using the TABLET-XERO system were performed without
controlling ambient light levels. Nevertheless, this situation
is more realistic for a telestroke system in which a radiologist
is asked to read the brain CT as soon as possible wherever he
is located and may reproduce a situation in which a Medical-
IMPAX system is not available. The reading time difference
was not a concern in this study.

The results of this study provide reassurance to radiolo-
gists who interpret brain CTs using the TABLET-XERO sys-
tem that their performance is likely equivalent to their perfor-
mance when using theMedical-IMPAX system. To the best of
our knowledge, this is the first study that uses nonequivalence
or noninferiority statistical methods to identify potential
diagnostic differences between a primary diagnostic worksta-
tion and amobile tablet computer in the process of ruling out
imaging contraindications prior to intravenous thrombolysis.

In conclusion, the results of the present study show that,
even after challenging radiologists with real clinical scenar-
ios of acute stroke patients, mobile solutions with high-
resolution displays, such as the “retina” display of the iPAD
3, may provide useful telestroke solutions.
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